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Abstract 

Controlling gas temperature via continuous monitoring is essential in various 

plasma applications especially for biomedical treatments and nanomaterial synthesis 

but traditional techniques have limitations due to low accuracy, high cost or 

experimental complexity. Continuous high-accuracy gas temperature measurements 

of low-temperature atmospheric pressure plasma jets were demonstrated using a small 

focal spot infrared sensor directed at the outer quartz wall of the plasma. Measured 

gas temperatures varied from 25 oC – 50 oC, increasing with absorbed power and 

decreased gas flow. The introduction into the plasma of a stream (~105 s-1) of 

microdroplets, in the size range 12 m – 15 m, led to a reduction in gas temperature 

of up to 10 oC, for the same absorbed power. This is an important parameter in 

determining droplet evaporation and its impact on plasma chemistry. 

Droplets charging has influenced a wide range of applications due to the 

importance of electrons in reactive species generation and participation in wide range 

of reactions. The first measurements of particle charge acquired by microparticles in 

a fully collisional atmospheric pressure low temperature plasma operated in helium is 

reported here. Using a constant stream of liquid microdroplets and a  plate electrode, 

the maximum average charge per droplet was 2.5 x 106 electrons (400 fC) for a plasma 

absorbed power 5 W at a distance of 3 mm from the downstream plasma electrode. 

This represents a 2 – 3 orders of magnitude increase in charge levels compared to other 

approaches. In addition, double ring electrode collector has been used to estimate the 

charge value using a simulation model with MATLAB. The estimated charge was 

5.0 x 103 which agrees with the range values obtained from the plate electrodes at the 

equivalent power and distance.  

System development of a custom designed chamber (PAD) attached to XPS 

analysis unit has been achieved. A frozen water sample was obtained and transferred 

to the preplock chamber which is ready to be transferred to the XPS for analysis. 

Freezing and analysis the water sample after treatment would help in studying the 

plasma-liquid interactions which are challenging to study with traditional techniques 

due to the very short-lifetime of the reactive species. This would provide promising 

results serving many applications such as plasma medicine.  



xxii 

 

ABBREVIATIONS 

 

APPs Atmospheric pressure plasmas 

Te Electron temperature 

Ti Ions temperature 

Tg Gas temperature 

CAP Cold atmospheric plasma 

RF Radio frequency 

KT Kinetic temperature 

EEDF The electron energy distribution function 

NTP Non thermal plasma 

RONS Reactive oxygen and nitrogen species  

PAL Plasma activated liquid 

NP Nanoparticle 

PLIs Plasma-liquid interactions  

XPS X-ray photoelectron spectroscopy 

LN Liquid nitrogen 

TC Thermocouple 

KE Kinetic energy 

IR Infrared sensor 

SLM Standard liter per minute  

FoV Field of view 



xxiii 

 

ABR Allen, Boyd, & Reynolds theory 

OML Orbit Motion Limited 

PH Patacchini - Hutchinson model 

ES Electrospray  

 

  



xxiv 

 

NOMENCLATURE 

 

QR Rayleigh limit of charge  

𝛾 Surface tension  

휀0 Permittivity 

q The charge 

𝑞′ The image charge 

RC The collector radius 

RAg Plasma afterglow resistance 

REff Plasma effluent resistance 

Rosc The oscilloscope input resistance  

Z The particle distance from the ring  

x The radial distance from axis of ring  

D The ring diameter  

W The ring width  

 

 

 

  



xxv 

 

Note on access to content 

 

“I hereby declare that the with the effect from the date on which the thesis is 

deposited in the Library of the University of Ulster, I permit. 

 

1. the Librarian of the University to allow the thesis to be copied in the whole or in 

part without reference to me on the understanding that such authority applies to the 

provision of single copies made for study purposes or for the inclusion within the 

stock of another library. 

 

2. the thesis to be made available through the Ulster Institutional Respiratory and/or 

EThOS under the terms of the Ulster eThesis Deposit Agreement which I have 

signed. 

 

IT IS A CONDITION OF USE OF THIS THESIS THAT ANYONE WHO 

CONSULTS IT MUST RECOGNISE THAT THE COPYRIGHT RESTS WITH 

THE AUTHOR AND THAT NO QUOTATION FROM THE THESIS AND NO 

INFORMATION DERIVED FROM IT MAY BE PUBLISHED UNLESS THE 

SOURCE IS PROPERLY ACKNOLOWLEDHED.” 

 



1 

 

1 Introduction 

Plasma is a reactive medium which can be generated in labs by applying an 

electric field to a gas resulting in the generation of ions, electrons, and neutral species. 

Collisions between neutral species produces more reactive species through energy and 

charge transfer. Atmospheric pressure plasmas (APPs) can be divided into thermal and 

non-thermal plasmas depending on the temperature of both electrons (Te) and ions (Ti) 

relative to the gas temperature (Tg). The non-thermal plasma system (NTP), also 

known as cold atmospheric plasma (CAP) where Te>>Tg, is very reactive due to the 

high concentration of active species, radicals, and excited atoms. NTP has many 

advantages over thermal plasma (Te=Tg) and other traditional technologies because 

high energy electrons can initiate high energy reactions without the need for high gas 

temperatures. Plasma chemistry is strongly influenced by the plasma properties in all 

APPs applications. The main factors are gas temperature (Tg), electron temperature 

(Te) and electron density (ne). Controlling these factors can be achieved by controlling 

plasma parameters such as gas type, gas flow, and power source. When applying 

plasma to a liquid, many reactive oxygen and nitrogen species (RONS) are produced 

which have oxidative characteristics that are important for many applications.  

The possibility of generating non-thermal atmospheric pressure plasmas has 

led to industrial, agricultural, and environmental applications. For instance, the use of 

plasmas has led to improving materials properties and synthesis of new nanomaterials 

in industrial applications as well as enhancing the growth rate of plants and soil 

reclamation in agriculture sector. Plasmas have also been used in wastewater treatment 

and air purification in environmental applications. In addition, CAP has enormous 

number of biological and medical applications e.g. dermatology, wound healing, 

enhancement of blood coagulation or sterilisation of surfaces [1], cell proliferation, 

inactivation of cells and microorganisms, and cancer treatment through plasma-

induced apoptosis. Traditional therapies for cancer, which depend on surgical 

extirpation, radiation, or chemotherapy, have many limitations when put in use with 

cancers due to their significant side effects. Cold atmospheric plasmas may offer 

greater efficacy, fewer side-effects, and wide-ranging scope, provides a broader range 

of possibilities for plasma aided medical treatments.  
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 Most atmospheric pressure plasma applications have benefited from plasma-

liquid interaction e.g. nanomaterial, biomedical, dermatological, agricultural, and 

environmental applications [2–5]. Plasma-liquid interaction increases the plasma 

reactivity therefore, it has most major influence in plasma medicine applications such 

as skin treatment, biomaterial, cancer treatment and therapeutic applications. For 

instance, wound healing by plasma would considerably benefit from studying the 

interface between plasma and liquids as wounds usually have a percentage of water 

content. The interaction between plasma and liquids involves many complex chemical 

and physical processes that prompt producing many reactive species and a high flux 

of radicals e.g., RONS. However, most of these radicals have a noticeably short 

timescales and propagate in a nanoscale distance. In addition, plasma-liquid system is 

very dynamic and has a high interface gradient such as temperature, electric field, 

chemical and mass flux. Therefore, this system requires in depth studies to understand 

this interaction and improve these applications as well as a special controls on all 

parameters in particular gas temperature as all medical and biomedical applications 

are heat sensitive [6]. 

One of the first commercial APP systems kINPen, such as the one 

manufactured by “Neoplas med” company for cold plasma therapy, has been widely 

used as a plasma jet for medical purposes such as skin treatment and wound healing 

due to the high concentration of reactive species generated [7–9]. It consists of rod 

electrode inside a capillary tube and connected to a power supply where the target 

should be exposed to the plasma jet at a millimetre distance (preferably below 8 mm) 

[10]. SteriPlas and PlasmaDerm are other examples of CAP medical devices used in 

clinical applications such as skin treatment but they target wider area of the skin than 

kINPen [11]. Although all these devices have proven successful in many clinical trials, 

they are only suitable for surface treatment applications and cannot be used for plasma 

treatment inside the body. In addition, they have limitations due to being in direct 

contact with patient skin which makes it susceptible to current, electric field and 

variation of gas temperature. Controlling all parameters is challenging due to the 

complexity and the non-linearity of plasma devices and would require knowledge 

about their rate of change, change effect on plasma chemistry and the target and 

continuous sensitive monitoring and controlling tools. To reduce the complexity of 

controlling all plasma parameter and to avoid any potential consequent risk, there is a 
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need to avoid the direct contact between plasma and the target by utilising and 

investigating remote plasmas. So, plasma reactive species can be delivered to the 

target while being located further away. 

 Plasma activated liquid (PAL) is a potential solution by treating the liquid with 

plasma, storing treated liquid until being used then delivering this liquid which 

contains reactive species to the target area. This approach has proven its effectiveness 

in many applications, in addition PAL can be injected into the body. However, PAL 

effectiveness depends mainly on the shelf lifetime of reactive radicals [12]. There are 

many studies on the viability of using plasma treatment inside the body including the 

option of using plasma during surgery and endoscopy which uses flexible long tube 

where the plasma is generated at the end of the tube [13–16]. In these techniques, 

reactive species can approach the target area very quickly, however there is a potential 

serious risk due to using high voltages inside the body and the possibility of elevated 

temperature arcs as well as tubes erosion risk.  

Plasma activated liquid could be delivered very quickly within the lifetime of 

most of reactive radicals to the target area in the form of microdroplets. Where there 

are many RONS generated when using water as plasma treated liquid (PAW) some 

with long lifetime such as nitrates (NO3
−) that may last for years, nitrites (NO2

−) that 

may last for days, hydrogen peroxide (H2O2) with half-lifetime of ∼104 s and ozone 

(O3) with the half-lifetime of a few minutes. Nevertheless, the most effective radicals 

have very short lifetime e.g. hydroxyl radicals (•OH) with lifetime below milliseconds, 

nitric oxide (NO•) lasts only for few seconds where superoxide (O2
−) lasts for 1.5 s 

and both peroxynitrate (OONO2
−) and peroxynitrites (ONOO−) have half-lifetimes of 

less than l s [12]. Therefore, plasma needs to be remarkably close or in contact with 

the target to guarantee the fast delivery of effective radical species. Microdroplets 

travel through the plasma in the gas flow, without the need for storage. That is because 

microdroplets act as microreactors that have a faster reaction rates and the potential 

for keeping the reactive species for longer time than the bulk liquid [17]. Whereas 

PAL depend on storing the treated liquid until it be used which may lead to the loss of 

many reactive species. Sremacki et al. [18] used RF argon plasma jet to study the effect 

of injecting aerosol on the liquid chemistry and performed chemical analysis of RONS 

in liquid where both short and long-lived reactive species were detected for their 
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importance in most of the biomedical applications. In addition, Kruszelnicki et al. [19] 

investigated the activation of water microdroplets by plasma compared to liquid and 

provided 0 and 2D modelling water of microdroplets activated by plasma. They found 

that liquid activation is limited by the RONS transport rate to the liquid surface while 

the injection of microdroplets was found to increase the transport rate from gas to 

liquid due to the larger surface to volume ratio. However, more studies are required to 

check the reactive species presence in microdroplets with respect to the delivery time. 

The use of XPS-PAD system, would enable the study of the reactive species in 

microdroplets by the rapid freezing of the droplets to slow down the reactions for 

analysis as presented in chapter 3. 

 There are applications examples in the literature of spraying aerosol through 

plasmas, where the aerosol is a form of liquid droplets suspended in a gas, such as 

disinfection and chemical analysis applications in thermal plasmas as well as 

nanomaterials synthesis and nanomedicine applications in non-thermal plasmas [20–

23]. The addition of particles or water molecules to noble gases is more likely to 

increase the gas temperature and lead to consequent evaporation of small and large 

droplets depending on the temperature. Hence, if the droplets are exposed to the 

plasma for a long period or the gas temperature is too high, there is a high probability 

that all droplets evaporate before they reach the target area and PAL loses its 

effectiveness [22]. Droplets evaporation can be avoided by reducing the plasma 

exposure time, however there would be a challenge to produce the sufficient reactive 

species required for any application As long as gas temperature is a strong reason 

behind evaporation, there is a necessity for continuous measurements of gas 

temperature to keep it under control which is very difficult using traditional measuring 

techniques. For example, OES is a non-contact and continuous technique but involves 

complex analysis to fit experimental spectra to theoretical spectra of chosen molecular 

species to estimate the gas temperature. Other, more precise optical techniques 

(Raman, Schlieren) require large and complex instruments that cannot be left in place 

for continuous measurement in the field. Thermocouples and fiber optics are common 

and simple measuring techniques where the former is a metal wire inserted inside the 

plasma and the latter consisted of an optical fiber probe which is connected to a source 

of light and spectrometer. The measurements using these techniques in microplasmas 

are inhibited with  geometric restrictions, flow disruption, contamination and electrical 
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coupling concerns [24–26]. A full list of the most common measuring techniques 

along with a review of their limitations will be discussed in detail in chapter 4. In 

APPs, the increase in gas temperature may result from collisionality of electrons and 

particles and has a significant impact on most of the chemical and composition 

reactions. In addition to heat sensitive materials that requires reliable continuous gas 

temperature monitoring. Gas temperature of APPs has not been well-characterised on 

a continuous in-situ basis especially with the inclusion of water droplets or molecular 

gases therefore a continuous and reliable measurements of the plasma gas temperature 

with and without water droplets will be provided in this thesis.  

Measuring the reactive species in liquids is complicated, particularly with the 

most reactive radicals as they interact very quickly with the medium and with each 

other. Although the radicals in droplets would have higher concentration than in 

liquids because larger surface area of the droplet is exposed to the plasma, measuring 

the radicals inside droplets is more challenging due to the small size of droplets. The 

use of cold and short high-density plasma such as RF plasmas is a prospective solution 

for the above challenges. That is because when the droplets travel in a cold medium 

and for a shorter distance through the plasma, the evaporation is significantly reduced. 

Whereas the use of high-density plasma increases the production rate of reactive 

species in a relatively shorter time. In comparison to other contact plasma techniques 

such as other kHz plasmas, the kINPen is driven at low MHz frequencies but maintains 

the same mode of operation as kHz jets, i.e. the plasma plume is long and may reach 

a length of 10 cm which mean that over a long flight time, droplets are much more 

susceptible to evaporation before they reach the target, therefore losing most of the 

reactive species [9,27]. Limiting the droplets flow rate may also reduce the 

evaporation and using bigger diameter droplets would require longer time to 

evaporate. Measurements of droplets size with respect to droplets velocity were 

previously carried out in NIBEC using an RF plasma and a similar experimental set 

up to our current one. A reduction in droplet diameter was noticed when the plasma 

was on compared to the plasma off, but it was shown possible for the majority (>95%) 

to pass through the plasma and arrive downstream, without fully evaporating. 

Estimates of the water released into plasma per droplet was performed using both 

droplet rate and evaporation rate. Droplet evaporation was shown to be greater in a 

plasma than in a gas. However the larger water droplets (> 4 microns diameter) 
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survived travel through plasma without total evaporation [28]. Furthermore, synthesis 

of small diameter gold nanoparticles was accomplished using the same experimental 

system and fast transport of nanoparticle was proven which is essential for many 

applications by reducing the possibility of evaporation and increasing the number of 

reactive species within a short time. In addition, chemical reactions were responsible 

for the production of ultra-low energy electrons through electron reduction processes 

(< 0.1 eV) which has high importance in many applications especially cancer 

treatment [29].   

Studying the plasma liquid reactions and the creation of short lifetime radicals 

is vital for understanding the plasma chemistry and for many applications including 

plasma medicine and nanomaterials. Mass spectroscopy (MS) is one of the most 

common technique for measuring the chemical reactions occurring in liquid due to 

plasma as well as optical emission spectroscopy (OES) by knowing the reactive 

species production rates [30,31]. However, these techniques are not suitable for 

detecting short lifetime radicals such as OH. X-ray photoelectron spectroscopy (XPS) 

is an effective technique which can provide high resolution for surface analysis around 

20-100 Å in the top layer of a surface and consequently provides information about 

chemical bonds and samples molecular composition. XPS requires high vacuum so it 

is suitable for solid materials only as liquid samples will evaporate under high vacuum. 

In addition, the transfer time of samples from the plasma treatment into the XPS 

chamber would take longer time than the lifetime of most radicals of interest 

specifically short lifetime ones. Freezing the droplets as soon as they pass through the 

plasma is a potential solution to slow down the chemical reactions and allow the 

transfer to XPS for analysis without losing short lifetime radicals. However, freezing 

and transferring the samples quickly to XPS is incredibly challenging due to the 

environmental factors and the high vacuum of the XPS that makes most samples are 

susceptible to evaporation before arriving to XPS analysis unit. In NIBEC, they have 

initiated the development of a unique XPS system with an integrated plasma chamber 

(PAD) which may allow direct transfer of plasma treated samples into the XPS in a 

highly controlled environment. The integrated atmospheric plasma load-lock chamber 

(PAD) is an additional sample preparation stage and is a custom design chamber 

attached to XPS. This PAD chamber will allow for specialised sample preparation via 

atmospheric pressure plasma (APP) exposure, either directly or through plasma-liquid 
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interactions. However, in order to study the effect of plasma on liquids by XPS, the 

liquid needs to be frozen rapidly. However freezing bulk liquid, even a small volume, 

is not possible within the lifetime of short-lived radicals. However, since a 

microdroplet has a volume of picolitre magnitude it may be possible for these to be 

frozen fast enough. One objective of this thesis is to pass microdroplets through 

plasma and allow them to freeze on contact with sample collector or even in flight to 

collector. Once enough are collected, they can be transferred while frozen to the XPS 

chamber at high vacuum through an intermediate load-lock stage. This would allow 

for the first-time surface analysis of plasma treated liquids with the chemical and depth 

resolution (0.1 nm – 10 nm) of XPS. However, there is a major challenge in freezing 

and transfer since the PAD chamber when filled with gas, along with transfer arms etc 

have a large thermal mass possibly making it difficult to maintain the frozen state 

during transfer.  

XPS analysis of surface chemistry may provide details on the transfer of radicals 

created in the gas phase across the interface as well as details on the liquid reactions 

occurring in the very first monolayers if these radicals transfer to the liquid. 

Additionally, electrons and ions existing in plasma have a significant importance and 

influence most of the major reactions. When high energy electrons (> 1 eV) reach the 

liquid, they quickly become in equilibrium with the liquid, named as “solvated 

electrons e-
(aq))”, and they initiate and participate in chemical reactions such as the 

following reactions where equation 2 is in the presence of solvated O2 and H2 [30]: 

2 e-
(aq) + 2H2O → H2(g) + 2OH- (1) 

3 e-
(aq) + O2 + H2 + H+ → H + 2OH- (2) 

 

Electrons are very reactive and are involved in most of the chemical reactions, 

but they are difficult to measure due to their noticeably short lifetime in addition to 

the arrival of OH radicals from plasma which adds more complexity to the reactions. 

Therefore, the only way to understand and study the short lifetime radicals and this 

complex chemistry is by chemical simulation with the knowledge of some measured 

inputs such as radicals’ density in plasma, and the reaction rates. Nevertheless, that is 

not applicable for electrons because of the high collisionality of the system that result 
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in unknown number of collisions between electrons and droplets and subsequent 

unidentified collision rate. When electrons and ions hit the droplet, it can become 

charged depending on the net flux (electrons – ions) [32]. It is expected that an 

uncharged droplet or particle entering the plasma would be hit with more electrons 

than positive ions because they are much faster but soon would acquire a negative 

charge which would repel / slow down further electrons reaching surface until flux of 

electrons and ions are equal. This means the droplet is expected to carry a negative 

charge after plasma exposure. However, this has never been measured at atmospheric 

pressure. If the charge on the droplet can be determined, it may be possible from 

theories to calculate the electron flux to droplet which can provide vital information 

for plasma-liquid simulation of electron-based reactions. One objective of this thesis 

is therefore to estimate the amount of charge on plasma exposed microdroplets from 

current-voltage measurements. However, particle charging has been studied only in 

low pressure plasma, but these theories may not be applicable for high pressure plasma 

because this high collisional system results in some electron energy loss as well as 

changing in their directions. The electrons concentration is variable with liquid depth 

and time because electrons are very reactive, and they diffuse in the liquid until they 

react if they did not react on the liquid surface where the free electrons before 

interaction may lead to electrical conductivity in the liquid [33]. Simulation is suitable 

for this case as it breaks droplets into small volume cells and then calculate for each 

in turn. Electrons arrival rate / collision rate will be required to calculate the solvated 

electrons density in liquid surface via known rate equations and the concentrations of 

other species, but this value is unknown and there are no available theories to calculate 

this rate. However, this rate could be estimated by measuring the charge on the droplet 

which is one of our objectives and consequently checking if the existing equations that 

are used for low pressure are valid or useful at high pressure plasmas.  
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1.1 Research hypothesis 

Plasmas have provided promising results in a wide range of applications and 

offer the potential of use in medical treatments such as wound healing and cancer 

treatment. However, plasmas in direct contact with tissue may cause problems due to 

UV exposure, elevated gas temperatures, currents and electric fields that may lead to 

tissue and cell damage. The inclusion of microdroplets may offer a solution to avoid 

many of these side effects as passing microdroplets through the plasma creates highly 

reactive species inside the droplets which are then carried by the droplets to the point 

of use. If the droplet flight time can be kept short enough, these highly reactive species 

could be delivered without losing their chemical efficacy while keeping the plasma 

itself remote from tissue. This would therefore help in eliminating or reducing the side 

effects of direct contact plasmas. Measurements of radicals and reactive species inside 

the droplets is necessary to demonstrate the plasma-droplet principle and then to 

improve plasma-droplets applications. However these measurements are challenging 

due to the very short lifetime of most of the important radicals. A new technique is 

proposed where rapid freezing of plasma-treated liquid samples and plasma-treated 

liquid droplets may offer an effective method to study the plasma – induced chemical 

reactions at the droplet surface using XPS. One possible disadvantage of droplets is 

that the addition of droplets to a gas plasma may cause an increase in the gas 

temperature and may also lead to droplet evaporation before they reach their target. 

Therefore, a method of continuous gas temperature measurement is needed to be 

developed to help control plasma and allow the safe inclusion of liquid droplets. 

 

1.2 Research objectives 

Plasma interaction with microdroplets induces more chemical reactions and 

creates highly reactive species in a higher concentration than plasma only. This 

interaction would support a wide range of applications such as nanomaterial and 

plasma medicine by offering high efficiency and minimal side effects and would 

require in-depth study of the plasma-droplets induced chemical reactions. Therefore, 

measuring the concentration of radicals inside the droplet is our main objective by 
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freezing the activated liquid sample quickly to slow down the chemical reactions and 

allowing fast transfer to XPS for surface analysis. Alternatively, measuring charge 

on the droplets would help in determining the concentration of radicals inside the 

droplets and understanding the plasma-droplets chemical interactions. Charge 

measurements can provide estimates of the electron and ion fluxes to the droplet 

surface. These fluxes are essential parameters required for plasma -  liquid chemical 

simulation. However charge measurements of microdroplets have not previously 

been made and flux values are unknown. A potential restriction of using plasma-

droplets is the possible increase in the gas temperature with introduction of droplets 

into the plasma which would affect all heat sensitive applications and may lead to 

droplet evaporation. Hence, controlling the plasma gas temperature by providing in-

line continuous measuring technique is another objective of our research where the 

research objectives are summarised as follows:  

 

➢ Measurement of the gas temperature of high pressure plasma with and 

without droplets using a small focal spot IR sensor. In addition to providing 

a comparison with traditional techniques measurements for validation.   

➢ Developing the PAD system by connecting coils, thermocouples, water  and 

delivery system etc. As well as testing the cooling rate and the pumps 

pressure performance to allow the measurement of plasma – induced 

chemical reactions at the droplet surface using XPS. 

➢ Analysis of droplet charge measurements using two techniques i.e. plate 

collector and double ring electrodes. In addition to providing a comparison 

between the results obtained from them.    

 

1.3 Thesis structure 

Chapter 2 is a literature review that provides an introduction about plasma generation 

and main collisions focusing on atmospheric pressure plasmas. Plasma-liquid 

interactions is reviewed in detail and the microdroplets injection in plasma. 
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Chapter 3 The Escalab XPS system with load-lock chamber, integrated atmospheric 

plasma chamber (PAD) and sample transfer system is the first such XPS system 

worldwide, custom built to NIBEC specifications. The Escalab XPS chamber and the 

load-lock chamber were built to standard manufacturer specifications, but the PAD 

and sample transfer were entirely new developments. The original objective of 

chemical measurement of plasma treated droplets by XPS could not be completed 

within the remaining time available due to errors in the manufacturing. Instead, the 

research priority became the design/test of various approaches to enable freezing of 

liquid at atmospheric pressure within the confines of the PAD chamber and compatible 

with safe frozen sample transfer to the XPS chamber which is demonstrated in this 

chapter. 

Chapter 4 investigates the continuous in-situ measurement of gas temperature in a 

plasma with and without droplets. A brief review provides details on the main lab 

techniques for measuring plasma gas temperature and then considers possible 

minimally invasive or low cost in-situ sensors. Experimental measurements of plasma 

gas temperature without and with droplets using a small focal spot IR sensor are then 

presented along with the validation of our measurements. Presenting the main 

challenge of locating the small focal spot of 0.6 mm on the capillary tube wall and 

between the 2 mm electrodes. CAD 2D software was used in making drawings for the 

experimental setup as well as the IR sensor field of view which was useful in 

determining the centre line of the tube and determining the precise location of the IR 

focal spot between the two electrodes. 

Chapter 5 Plasma-droplets interaction result in same reactive species as plasma-bulk 

liquid e.g., •OH, •O, e-, O3 and H2O2 whereas the major difference is the surface to 

volume ratio of droplets which is much higher than bulk-liquid interaction. In addition, 

the plasma-liquid interaction takes place on the surface of the liquid, where the rest of 

the liquid dilutes the chemical reactions products and reduce the chemistry 

progression. In particular, the number of electrons, as the most reactive species, 

reaching the bulk liquid is much lower than their number in plasma so droplets, since 

these are within the plasma, would be surrounded by electrons which would maintain 

their high concentration. Estimation of neutral atom/molecule/radical flux is an 

essential parameter required for liquid simulation. The neutral species flux can be 
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estimated from gas kinetic theory by knowing radical densities and gas temperatures. 

However, the ion or electron fluxes are unknown so alternatively, the flux estimation 

may be obtainable by measuring charge on the droplets then using existing theories. 

However, measurement of charge on microparticles in an atmospheric pressure plasma 

has never been achieved before. In this chapter the average charge per droplet will be 

estimated from voltage measurements as a stream of charged droplets impacts on a 

collector plate downstream from plasma. For charge measurements, estimation of the 

droplet velocity relative to the gas speed will also be needed and the number of 

electrons which can hit the droplet will be investigated in this chapter.  

Chapter 6 In this chapter, attempts at measuring droplet charge in flight i.e., without 

impacting at a collector will be described. This will involve simulations using of model 

from literature related to induced charge due to charged particle flowing through a ring 

as well as simulations based on droplet number density, size, and the predicted size – 

charge relationship for plasma charging obtained from existing models.  
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2 Literature Review 

2.1 Plasma generation   

When a gas is subjected to a high electric field, breakdown occur creating ions 

and electrons from neutral atoms or molecules. After the first generation of electrons 

and ions, acceleration of the charges by the electric field leads to multiplication by the 

production of more ions and electrons so that merely each electron result in a pair of 

ion-electron production [1]. The phenomena when an electron hits the electrode 

resulting in generating another electron is known as secondary electron emission 

(SEE) whereas the phenomena of an ion hitting the electrodes is identified as 

secondary ion emission [2]. Consequently, the gas becomes conducting instead of 

insulating and a plasma is generated. Streamers and sparks represent another category 

of atmospheric plasma discharges. When avalanches of electrons are generated from 

Townsend discharge, they make a space charge around the electrode where these 

electrons ionize the surrounding air producing more electrons, increasing the electric 

field and covering a wider region that lead to the formation of streamer discharge. 

Streamers create the initial ionized path for spark discharges therefore, streamers are 

commonly known as sparks precursors. Sparks discharges have a higher gas 

temperature and degree of ionization than streamers whereas the physical mechanism 

of these discharges depend mainly on the gas composition, pressure and temperature 

[3,4]. Plasma consists of enormous number of electrically charged species where the 

number of positive and negative charges are roughly equal. After the plasma 

generation, the electric field inside the plasma reduces to almost zero except at the 

boundaries which is named as plasma sheath. Electrons are then generated in the 

sheath which moves to the plasma due to the electric field resulting in gas ionisation. 

Electrons are the most reactive radical that contribute to gas ionisation, therefore high 

electron losses may cause the plasma to quench. Electrons losses in plasma can be due 

to many reactions such as formation of reactive oxygen and nitrogen species (RONS), 

absorption of electrons by molecules (electron attachment) and collisions with gas 

atoms and molecules [5]. In addition, electrons, and ions diffusion from inside to 

outside the plasma due to their low concentration outside the plasma compared to 

inside, results in some electrons loss. The electrons diffuse much faster than ions 

because they are lighter so more would be lost. However, loss of electrons means the 
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remaining plasma becomes positive which slows down the electron loss. The plasma 

becomes sufficiently positive, i.e., plasma potential, so that both ions and electrons 

diffuse at same rate, and this is known as ambipolar diffusion [6]. The plasma potential 

depends mainly on electron temperature. Controlling the input power can be used to 

compensate for this electron loss by providing high voltage sufficient to cause 

breakdown to the gas. In addition, secondary electrons emission result in more 

electrons being released into the plasma with high energy which helps in maintaining 

the plasma. 

 

2.2 Noble gas plasmas and collisions 

Noble gases such as argon and helium are electropositive and are responsible 

for maintaining the stability of the plasma by providing electrons and forming positive 

ions [7]. In electropositive plasmas, atomic collisions in the gas phase are between gas 

atoms, ions, and electrons. Collision between particles may lead to changes in particle 

momentum, energies, ionization of neutral particles and neutralization of ionized 

particles. Also, collision between electrons and atoms result in alteration in the 

electron momentum through elastic scattering process in addition to ionization and 

excitation as inelastic processes. The main processes when ions collide with atoms are 

resonant charge transfer and elastic scattering that result in changes in their energies 

and momentum [8]. In electronegative plasma, electrons, negative and positive ions 

are the main composition of the plasma with negative ions being dominant and formed 

through many process such as electron dissociation and attachment [9]. In contrast to 

electropositive plasmas, the introduction of electronegative gases such H2O or O2 into 

a plasma may cause disruption to the plasma because they tend to reduce the electron 

density due to electron attachment leading to negative ions [7].   
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2.3 Excitation and ionisation processes in a plasma 

Table 1: Electrons reactions in the gas phase [1,10] 

Reactions                                               Description 

e- + A → A + e-                    (1)             elastic scattering  

e- + A → A∗ + e-                   (2)             excitation 

e- + A∗ → e- + A + hν           (3)             de-excitation  

e- + A∗ → A+ + e- + e-           (4)             two-step ionization  

e- + AB → A + B + e-           (5)             fragmentation  

e- + AB → A + B+ + 2e-        (6)            dissociative ionization 

e- + AB → A + B-                  (7)            dissociative attachment 

e- + A+ + B → A + B             (8)            volume recombination  

Table 2: Neutrals and ions reactions in the gas phase [1] 

Reactions                                                            Description 

A+ + B → B+ + A ‘resonant’ for B = A  (9)       charge exchange  

A+ + B → B + A+                                    (10)     elastic scattering  

A+ + B → A+ + B∗ + e−                            (11)     excitation  

A+ + B → A+ + B+ + e−                           (12)     ionization  

A+ + BC → A+ + B + C                           (13)     fragmentation/dissociation  

e− + A+ + B → A + B                              (14)     volume recombination  

A± + B → AB±                                         (15)     oligomerisation  

A + B → AB                                            (16)    oligomerisation 

 

In the gas phase, there are many phenomena occur such as particles ionisation, 

splitting and cluste ring of molecular gases that is followed by plasmas formation. 

These phenomena involving electrons, ions and neutrals are shown in Table 1, and 

Table 2 [1]. The following are additional reactions result from applying energy source 
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to the plasma with a demonstration of the processes and the resultant electrons and 

ions productions [1]: 

I. Self-ionisation if the gas is hot in high pressure plasmas as 1eV is corresponding 

to 11000 K of kinetic temperature 

A + B(±) → A+ + B(±) + e-               (17) 

II. Resonant process that involves atomic transitions between two energy levels and 

photons absorption if the atoms have the equivalent energy.  

A + hν → A+ + e-                                                   (18) 

A∗ + hν → A+ + e-                                  (19) 

III. Species ionisation via long-lived excited states if A species has ionisation energy 

less than excitation energy of B, known as Penning ionisation 

A + B∗ → A+ + B + e-                                        (20) 

 

IV. Impacts between atoms and electrons with high energy leading to ionisation 

e-
fast + A → A+ + e-

slow + e-
slow              (21) 

Another way of forming negative ions is through electron attachment that is associated 

with collisions between electrons with neutral atoms/ molecules. This process requires 

a specific energy for electrons to be able to get attached to the molecules/ atoms. The 

following equations are representing the attachment process [1] 

A + e- → A- + hν                                 (22) 

AB∗ + e- → A- + B                               (23) 

In the other hand, negative ions destruction through collisions between them and 

electrons/ photons, or atoms as represented in the following equation 

O- + hν → O + e-                                                (24) 

The reverse process for ions and electrons recombination requires three elements to 

maintain momentum and energy conservation   
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e- + e- + A+ → A + e-
faster                            (25) 

or the recombination is processed in two stages where the first one is the attachment 

then ions re-joining again [1] 

e- + AB → AB-                                                  (26) 

AB- + C+ → AB + C                          (27) 

2.4 Plasma species temperatures   

The gas temperature is the measurement of average kinetic energy (KE) of the 

gas atoms. The KE rises in gases due to the fast movement of particles which causes 

an increase in the system pressure compared to cold gases and leads to attributed 

increase in the gas temperature [11]. KE is defined in terms of  gas molecule average 

velocity (v) and mass (m) i.e., ½ m�̅�2 and the average KE of a gas can be given by its 

temperature and Boltzmann constant (K): 

𝑲𝑬𝒂𝒗𝒈 =
𝟏

𝟐
𝒎𝒗𝟐 =

𝟑

𝟐
𝑲𝑻                   Equation 1 

 

The root mean square value of the molecular speed can be driven from Equation 1 as 

[12]: 

𝒗𝒓𝒎𝒔 = √
𝟑𝑲𝑻

𝒎
                                    Equation 2 

 

In an ideal gas, the dependence of average speed of atoms on the temperature as shown 

from Equation 2 can be described by the Maxwell speed distribution which is an 

example of the Maxwell – Boltzmann distribution function. The Maxwell–Boltzmann 

distribution is a probability functions that provides energy distribution between 

identical particles and can be used to describe the speed of particles in ideal gases. 

Equation 3 represents Maxwell Boltzmann function where f(E) is the particle’s 

probability to have energy E, A is a normalised constant and k is Boltzmann constant: 

𝒇(𝑬) =  
𝟏

𝑨𝒆
𝑬
𝑲𝑻 

                               Equation 3 
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In real gases, although there are many interactions between particles, at normal 

temperature they follow a Maxwell distribution. Therefore, Maxwell distribution is 

the closest approximation to describe ideal plasmas where low density gases are 

ionised. This assumption is justified by Dreicer [13] based on equipartition theorem 

which links the system temperature and its average energy and the comparison 

between the equipartition rate of random speeds and Joule heating. However, a small 

discrepancy between the assumption and the generated distribution from 

hydrodynamic equations they used was expected because electron-electron encounters 

occur less frequently than necessary to make the distribution completely Maxwellian. 

Mladenovic et al. [14] developed a model to study the electron energy distribution 

function (EEDF) as well as other factors in atmospheric pressure helium plasma where 

they used initial assumption that neutrals and ions follow Maxwellian distribution. 

However, the model results revealed that the distribution is not fully Maxwellian 

because of the high energy threshold of the system. Also Boisvert et al. [15] used a 

collisional radiative model in a helium discharge APP to describe the EEDF and 

optical emission spectroscopy for fitting the data. The results they obtained assuming 

Maxwellian distribution fitted only fitted the lower energy part of the EEDF where the 

overall shape of the EEDF is similar to EEDF of low pressure RF plasma from the 

literature. The authors concluded that the EEDF profile and the deviation from the 

Maxwellian distribution depends on the electrons energy in the system and provided 

generalized EEDF.  The gas speed is described by the average energy and is associated 

with the gas kinetic temperature (kT) where the gas pressure P is measuring the kinetic 

energy for a specific number of atoms per unit volume, ng [1]: 

P= ngkT                                               Equation 4 

 

There are different temperatures in non-thermal equilibrium (NTE) plasma 

attributed to the various species in the system (e.g., ion, electron, and neutrals) due to 

their different kinetic energies. The electron temperature (Te) indicates the kinetic 

energy (KE) for electrons whereas gas temperature represents the KE of the neutral 

species. In NTE plasmas Te is higher than neutral particles temperature (represents gas 

temperature Tg)  i.e. Te >>Tg [16]. The gas temperature depends mainly on collisions 

between electrons or ions and the gas molecules. Although electrons have higher 
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energy than ions, they do not cause much gas heating due to their very lightweight. 

However, if there are enough electron impacts, electrons do cause an increase in gas 

temperature then resulting in sudden changes in the nature of the plasma [17]. There 

are many factors that influences the plasma chemistry including electron density, 

electron temperature, neutral species densities, electron energy distribution, type of 

gas used, and gas temperature whereas atomic states as well as vibrational states were 

found to have insignificant effect on the plasma chemistry. Although the reactions rate 

constants are one of the vital factors affecting the species density, they are not well-

known and depend mainly on limited experimental measurements. In the case of using 

helium and oxygen gases, the collision rate between electrons and helium is a 

prominent factor as long as there is low density of oxygen. However, this may result 

in diversion of high amounts of power into gas heating which in turns influences the 

electron density in an indirect way [18,19]. The helium - electron chemistry can be 

described mainly by the following reactions scheme:  

e + He → He+ + 2e                   (28) 

e + He → He* + e                      (29) 

From the viewpoint of plasma chemistry, the electron energy distributions  is 

the vital factor which impact the determination of the technological application of each 

type of plasma therefore, it is crucial to study their effect on the chemical kinetics [20–

22]. There is a need to keep the gas temperature under control and to provide 

continuous measurements as there are many techniques that have been developed for 

APPs applications that requires controlled gas temperature such as biomedical and 

nanomaterial applications. Where there are some trials have been performed to keep 

the gas temperature under control such as utilising noble gases rather than molecular 

gases, because noble gases have elevated thermal conductivity and less voltage 

required to initiate the plasma, varying gas flow, reducing plasma dimensions such as 

microplasmas, and the operating power. Helium is the most common used gas in noble 

gases because of its high thermal conductivity (higher than air by~ 6 times and argon 

by ~8 times) [4]. 
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2.5 Collisionality in plasmas 

 

Figure 2-1: Gas temperature vs. electron density for APP plasma classification, 

TD refers to Townsend discharge [4]. 

 

Plasmas are often classified as either low-pressure or atmospheric pressure 

(APP). The APP is a collisional system because the mean free paths between electrons 

and heavy particles are noticeably short. When kinetic equilibrium prevails (Te ≈ Th), 

it leads to thermodynamic equilibrium, as well as chemical equilibrium (that depends 

on particles concentrations in plasmas). In contrast, the mean free paths between 

electrons and heavy particles in low pressure plasma (LPP) are much longer leading 

to less collisions between particles. In this case, the electron temperature is much 

higher than the heavy particle temperature (Te >> Th) and the gas density is very low 

despite high ionisation. Atmospheric pressure plasmas are divided into thermal and 

non-thermal plasmas. In thermal plasma, Te = Th and the gas temperature can reach 

values above 10,000 K. In non-thermal plasma, the electron temperature, Te, is 

remarkably high compared to heavy particles’ temperature that remain at ambient 

temperature. The density of the charged species is noticeably low compared to thermal 

plasma and the system has lower degree of ionisation that is the reason the gas is at 
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almost room temperature [23,24]. Bruggeman et al. provided plasma categorisation 

with respect to gas temperature and electron density in APP plasma as indicated in 

Figure 2-1 [4]. Where other labels for thermal and non-thermal plasmas are Local 

Thermal Equilibrium (LTE) and non-Local Thermal Equilibrium, respectively. 

Plasmas/ gas temperature is described by heavy particles temperature due to the 

significant difference between electrons and heavy particles masses. The following 

table summarises the principal properties of LTE and non-LTE plasmas [25]. 

Table 3: Summary of LTE/ Non- LTE plasmas properties [25] 

 LTE plasmas Non-LTE plasmas 

Temperature Te=Th Te>>Th 

Electron density  1021 – 1026 m-3      (High) <1019 m-3  (lower) 

Heavy particles and 

electrons Collisions  

• Inelastic collisions: 

responsible for reactive 

species generation 

• Elastic collisions: results 

in heavy particles 

heating and 

consequently increasing 

in the electrons energy 

consumption.  

• Inelastic collisions: 

results in changes in the 

plasma chemistry. 

• Elastic collisions: little 

heat to heavy particles 

consequently, electrons 

maintain high energy 

level.  

Examples Arc plasma 

Te =Th ~10,000 K 

Glow discharges 

Te~10,000– 100,000 K 

Th~300– 1000 K 
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2.6 Dusty plasma 

The interaction between plasmas and particulates is known as dusty plasmas 

where the ionization frequency increases by increasing the dust particles concentration 

that is required to keep the discharge current stable. Ions and electrons are mainly 

responsible for the charge on dust particles in plasma in addition to ion sputtering, 

secondary electron emission (SEM) and photoelectron emission [26,27]. Studying and 

controlling particles in low pressure plasma led to different applications such as 

astronomy applications, powder modification and growth studies [27], synthesis of 

nano silicon in plasma that is used for manufacturing nano-devices and on the study 

of the nano-scale surfaces physics on micro-meter scale [28] as well as producing 

particles with the appropriate surface properties needed for a specific application [29]. 

At low pressures, semi-analytical approximations are available to calculate charge 

although some assumptions regarding sticking coefficients and surface recombination 

can be questioned [30,31].  However injecting micron-sized particles into a plasma 

and measuring their charge is experimentally challenging. Estimates from ensemble 

levitation experiments at low pressures suggest charge levels from 4000 [32] to 8000 

electrons [33] for a 10 m particle which indicated increase with increasing the 

experimental conditions such as input power and gas flow rate. Yet, most of the studies 

were for low-pressure plasma and none of them investigated the experimental 

validation for APP conditions and microscale particles. 

Complex charging models for atmospheric pressure plasmas were originally 

developed in the 1960’s and have yet to be validated experimentally [34,35]. With 

simplifying assumptions these models can provide estimates of acquired charge but 

these assumptions are valid only for very small nano-sized particles (< 50 nm) [36]. 

In this size range, charge bombardment leads to high surface temperatures [37] and 

such particles in liquid form would evaporate almost instantaneously. For research 

study and applications e.g. remote delivery or chemical synthesis, a suitable droplet 

lifetime is necessary which can only be obtained with larger droplets (> 5 m) while 

retaining the surface to volume advantages of droplets imposes an upper limit to the 

diameter (< 0.1 mm, approximately) [38]. These charging models are not suitable for 

our plasma system due to the big difference in the particles size range which defer 

from nano to micro scale as well as the difficulty in using nanodroplets in many 
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applications that requires in-flight of microdroplets because they tend to evaporate 

very quickly, therefore another model will be selected for our work to validate the 

experimental measurements. 

Particles charging in non-equilibrium collisional plasmas can be considered in 

gas-phase corona discharge where corona charging is normally operated in the 

unipolar ion region, for maximum charging, and ion charging dominates whereas in a 

glow discharge plasma, ion and electron densities are, on average, approximately 

equal. Nevertheless, on entering the plasma, particles or droplets quickly acquire a net 

negative charge, Q, due to the much higher mobility of electrons compared to ions. 

The magnitude of the acquired charge depends on plasma conditions e.g., electron 

density, ne, electron temperature, Te, and ion temperature, Ti, as well as particle size. 

However, the relationship between plasma or particle parameters and Q is not well 

defined in a collisional plasma at high pressure. Under certain restricted conditions 

applicable to nano-sized objects, analytical approximations are available [36,37]. 

However for large particles (> 1 m), different numerical solutions are required 

depending on Te/Ti and on the various system scale lengths, namely particle radius, 

Debye length, ion and electron mean free paths [39].  

  



29 

 

2.7 Atmospheric pressure plasmas 

 

Figure 2-2: APPs different transitions starting by electron avalanche followed by 

Meek criterion check to identify the type of plasma between Townsend, Glow, 

Streamer, Corona, Spark and Arc discharges [4].  

 

In APPs, the preliminary transition is the breakdown forming a streamer from 

an avalanche of electrons in nanosecond time scale. Instability of plasma results in 

other transitions and Figure 2-2 shows the major transitions in APPs. Meek criterion 

states the conditions required for initiating a streamer where the field of positive ions 

near the anode is equal to number of times (constant number) the impressed field [40]. 

There are two possibilities for APPs, the first is to form a streamer if the avalanche of 

electrons comply with Meek criterion where the number density of charges is being 

checked with the required value to form a streamer. The second possibility when the 
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ignition conditions did not match Meek criterion then diffuse discharges such as 

Townsend and glow discharges are formed. Instabilities in either glow or streamer 

discharges can lead to spark discharges which can become an arc if power supply 

allows. These instabilities are due to the differences in ionisation and recombination 

rates of electrons [4]. 

In APPs, electron density ne is linearly proportional to ionisation process and 

quadratically proportional to electron recombination process. Ionisation rate depends 

on Te, therefore sudden changes in Te may induce further instabilities. In addition, 

alterations in Tg and Te causes instability in recombination and production rates of 

electrons, hence the plasma is more unstable in APP than in LPP. Fluctuations in the 

electron density increases the plasma instability. Consequently, a rise in ne may lead 

to a rise in Tg and a reduction in the gas density. Electron temperature significantly 

affects the electron loss process and forming another reason for plasma instability e.g., 

attachment instability. In electronegative plasma, the detachment and ionisation may 

have a balance with the attachment. Also, attachment rate depends on electron 

temperature so if the Te decreases, the ionisation, and attachment rates decrease. 

However, it does not affect the detachment rate. So if there is a balance in the 

attachment and detachment processes (not ionisation), an increase in ne may result 

from the fixed detachment rate [4].  

 

Figure 2-3: Transitions of plasmas between equilibrium and non-equilibrium 

depending on the plasma size [41]. 
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Microplasmas is the plasma operated with a size range between mm to µm. 

This small dimension gives microplasmas different physical and chemical 

characteristics than normal scale plasmas due to the higher ratio between the surface 

to the volume. Atmospheric pressure plasma with a frequency in the range of dc to 

GHz is the most common microplasmas operating system because it allows higher rate 

of electron generation with less losses on the walls whereas increasing the wall area 

with respect to the plasma volume may lead to increase in the electrons losses [42]. 

The energy flow is the main parameter used in controlling LTE plasma (Te= Tg) and 

non-LTE plasma (Te> Tg) and it is affected by changing the volume of the plasma. 

Reducing the volume leads in a rise in Te and ne. Figure 2-3 depicts the transition of 

plasma between LTE and non-LTE as a variable of plasma size. Knowing that 

changing the plasma parameters and configurations result in shifting the curves. For 

example, alterations in the gas composition and flow rate affects the energy flow plot 

and consequently the plasma transition. Figure 2-3 reveals that reducing the size of the 

plasma is essential in maintaining NTE plasma. In addition, at constant pressure, the 

gas temperature increases by increasing the plasma volume along with potential 

decrease in the electron temperature. Therefore, the energy flow is an effective tool to 

control both Te and Tg [41]. 

Non-thermal atmospheric pressure microplasma jets (APPJs) have been used 

in a wide range of modern industrial fields including nanomaterials synthesis [41], 

[43] and new life-science applications by using micro devices for chemical analysis 

and synthesis, Light, (V) UV sources, and photonic devices [44]. APPJs are able to 

create reactive and charged species, metastable atoms and UV photons, due to electron 

temperatures of a few electron volt (eV) [45]. Furthermore, APPJs does not cause 

thermal damage on the biology as it can be operated close to room temperature 

therefore, APPJ is considered a promising technique can be applied to the biology of 

plasma for biomedical applications such as inactivation of bacteria and wound 

treatment [46]. In addition, Jae et al, changed the design of microplasma system so it 

can be used effectively in treating interior tumour cells [47]. In the last decade, adding 

microdroplets to plasma or plasma in contact with liquid promoted more evolving 

applications such as environmental applications, plasma medicine among others due 

to the production of strong oxidizing species [48,49].   
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2.8 Plasma – liquid interactions 

 

Figure 2-4: Photo of our capacitively coupled plasma which forms of double ring 

electrodes of copper where one of them is connected to RF power and the other 

one is grounded. This plasma when applied to a liquid can be identified as non-

coupled as the plume is short and does not reach the liquid surface. 

 

There are many factors influence the plasma-liquid interactions such as the 

nature of the interface and the stability of the system. The system is then highly 

affected by chemical reactions that cause changes in the internal heat and the transport 

properties. Chemical reactions are highly impacted by electrons and ions as they 

commence many reactions and affect the stability of gas-liquid interface through 

surface charging, currents and electric fields [50]. Applying plasma to water entails 

energy exchange with the medium. The residence time of plasma generated species in 

liquid is noticeably short due to the existence of many processes such as collisions, 

ionisation, stimulation, and common exchange of energy levels between particles. 

Plasma diffusion dynamics varies between sub-nanoseconds and microseconds range. 

Many processes take place in this time range that makes this phenomena complex e.g., 

temperature change, the changes of the charge on the liquid surface, and phase changes 

with respect to density and pressure. Furthermore, the frequency and the density of 

electric field has a high influence on the electric characteristics of the liquid [51]. The 

physical functions of plasma-water interaction can be described as following: 

First, the temperature of water experiences a sharp increase when introducing 

plasma (dT/dt ≈ 109 K s-1) [24]. Second, a pressure as high as 105-107 MPa is generated 
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due to plasma having less freedom of movement in water and the limited space. Water 

medium is incompressible therefore this high pressure would transfer into impact 

wave in water. Finally, the high voltage used in generating plasma result in electric 

field in water that increase the power and effectiveness of water [22, 36, 37]. Shirai 

et al. studied the influence of the liquid temperature on the characteristics of glow 

discharge plasma due to plasma-liquid interaction and noticed increase in the water 

temperature where an image taken by a high-speed video showed boiling liquid 

surface. In addition, this study demonstrated the high influence of the liquid 

temperature on the water vapor at the liquid surface [54,55]. All these characteristics 

needs further investigations to facilitate the use of plasma liquids in different 

applications. Short lived chemistry in an average time scale of seconds has been 

already identified whereas the plasma chemistry occurs in microseconds timescale that 

makes it harder to trace. 

The plasma has mainly two categories as inductively coupled plasma and 

capacitively coupled plasma. In the former, the plasma is generated by passing time-

varying electric current through a coil resulting in creation of time-varying magnetic 

field. Whereas the capacitively coupled plasma is generated using two electrodes 

separated by a small distance and connecting one of the to RF power supply and the 

other electrode to the ground such as our plasma system as in Figure 2-4 [56]. With 

respect to plasma-liquid interaction, there are two main configurations to classify the 

plasma either to be in contact or non-contact plasma depending on whether there is a 

contact between the liquid surface and the plasma or not [57]. Also, plasma-liquid 

interaction can be classified as coupled or non-coupled where the plasma is coupled if 

the liquid is part of the electric circuit of the plasma - liquid system. A RF-driven 

plasma jet may be non-contact plasma, Figure 2-4, as the plasma is limited mainly 

between the two electrodes and extends only a few millimetres at most and cannot 

reach the liquid for distances greater than this. In this case only radicals and other 

chemical species can reach the liquid surface. In contrast, most of the kHz plasma jet 

is a contact plasma because the plasma is more likely to propagate beyond the 

electrodes and contact the liquid surface leading to generating more powerful reactive 

species. However, this system requires more control on the gas temperature, electric 

field, and current than the non-coupled plasma systems [58].  
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Figure 2-5: plasma-liquid phases and by-products divided into gas phase, liquid 

interface phase, and bulk liquid phase [50] 

 

Plasma-water interaction comprises of three phases that entails many 

complicated reactions: gas phase, liquid interface phase, and bulk liquid phase, Figure 

2-5. The liquid interface is the medium in which heat, species and masses pass through 

and that has many reactions by short-life time reactive species. While the bulk liquid 

comprises of more radicals depending on their lifetime and penetration ability. These 

two factors as well as the gas used to generate the plasma, are required to study the 

reactions between the plasma and liquid [50]. In plasma-gas phase many reactive 

species are generated such as reactive oxygen and nitrogen species (RONS) 

respectively and many radicals and neutrals. Plasma diagnostics were measured by 

many convoluted techniques such as Fourier transform IR (FTIR), Raman, laser 

induced fluorescence (LIF), and optical emission spectroscopy (OES). Bruggeman et 

al [44] and Dilecce [59] described these techniques in details and demonstrated their 

limitions of usage. In addition, simulation of the plasma’s products and reactions is 

necessary and varies by changing the gas used for generating the plasma. Schröter et 

al [60] and Liu et al [61] presented a simulation plasma jet discharge generated by 

helium gas with H2O.  
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In direct-contact plasma with liquid, a high voltage is needed to induce a strong 

electric field to produce reactive species e.g., corona discharge. The applied voltage 

and the selected liquid properties are main factors to control the generation of these 

reactive species. The reaction rate of the species in the liquid is much faster than that 

in the gas phase because the aqueous-phase reactions consumes species and 

compounds much faster than gas-phase [62]. Moreover, most of the radicals generated 

in liquid is short-lived one such as  •OH and •O therefore, controlling and measuring 

these species in the liquid is challenging. The interaction between gas discharge and 

liquid surface produce strong oxidative species such  as •OH, •O, and their by-products 

(O3, H2O2) that dissolve into the water initiating oxidation processes as by the 

following reactions [63,64]: 

O2 + •O + → O3                                          (30)                                                                                                                                             

O3 + hv + H2O → H2O2 + O2                              (31)                                                                                             

H2O2 + hv → 2OH                                          (32)                                              

2O3 + H2O2 → 2OH + 3O2                                  (33) 

X-ray photoelectron spectroscopy (XPS) has been used comprehensively to 

characterise the surface chemistry of materials used in bioengineering and is 

increasingly finding a role in biology as it can be used to identify and image the 

chemical functional groups present on the surface of virtually any material. Freeze 

hydration XPS, involves the rapid freezing of a wet sample within the XPS entry 

chamber which can be used to both circumvent and investigate issues associated with 

sample dehydration. Once a sample is frozen, subsequent exposure to ultra-high 

vacuum (UHV) at a temperature of approximately -100 °C etches the ice from the 

surface via sublimation. The sample temperature is then lowered below -120 °C for 

XPS analysis which would have enabled us to investigate both plasma-induced 

chemical changes in liquid and the related biomolecular. Since uncontrolled 

circumstances meant that the XPS and plasma interface (PAD) is still not fully 

operational, a short literature overview of XPS with relevance to frozen water will be 

presented in CH3 along with detail of the experimental achievements to date.    
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2.9 Plasma-liquid applications   

2.9.1 Miscellaneous applications  

The study of plasma-liquid interactions (PLIs) has a wide range of applications 

due to the high reactivity of the system such as applications in nanomaterial 

processing, water and wastewater purification and biomedical and medicine 

applications etc. In this section a brief discussion on the most common applications 

will be provided. The plasma nanomaterial applications are promising and has been 

greatly expanded. There are many available methods for nanoparticle (NP) synthesis 

depending on reduction of metal ions in solutions and chemical reduction using a 

reducing agent into the solution. Although they are considered effective methods in 

NP synthesis, they suffer from long time processing which takes usually several few 

hours [65]. Plasma-liquid interface offers many advantages for NP synthesis over 

traditional techniques such as removal of reducing agents, simpler experimental 

design and the continuity of the synthesis process during the plasma operation, with 

the key advantage being the possibility of producing much more effective reducing 

agents, i.e. free electrons, compared to conventional techniques during NP synthesis 

using plasma-liquid interactions [66–70]. There are many studies and simulations on 

the plasma-liquid interface and their impact on material processing applications results 

[71–73] as well as many comprehensive review studies on the PLIs applications on 

nanoscience filed [74–76].   

Water and wastewater treatment have been always of a high interest for many 

researchers and applications for their importance in our life. The impurities in water 

range between debris, organic, inorganic and biological waste [77]. There are many 

traditional techniques for purification depending on the impurities such as primary and 

secondary treatment which entails filtration and biological methods. However, these 

techniques suffer from low removal efficiency of many hazardous pollutants. Even 

though the tertiary treatment can improve the removal efficiency by the addition of 

chemicals or using advanced separation technologies or oxidation processes, they 

consume high energy and have a wide range of side effects. Consequently, plasma 

treatment is a promising method as it has wide range of reactors providing flexible 

design and avoiding the use of chemicals as well as it is potential in producing wide 
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range of reactive species such as ozone, hydrogen peroxide, UV photons, and possibly 

hydroxyl radicals, in the treated liquid [65]. Various plasma studies have been 

performed for water purification targeting many different impurities including organic 

compounds [78,79]. 

2.9.2 Plasma medicine applications 

Non-thermal plasmas (NTPs) offer promising potential in biomedicine as they 

have shown interesting effects in many application areas such as oncology, skin 

disease treatment, tissues regeneration, cancer therapy, dental care etc. It has been 

proposed that NTPs can achieve the desired results with minimal effect on the 

surrounding tissues [80]. Gas plasma creates electric fields and mixture of electrons, 

ions, UV photons, reactive oxygen and nitrogen species (RONS) such as H2O2, ozone, 

hydroxyl radical, NO, nitric oxide, peroxyacyl nitrates, Peroxynitrite in addition to 

other components. Reactive species play a pivotal role in plasma medicine 

applications as many of RONS have biological functions, therefore, they opened the 

door for redox biology interpreting gas plasma’s biological effects in RONS based 

therapy. NTPs demonstrated outstanding performance in bacterial inactivation such as 

treatment of  E. faecalis by plasma for two minutes resulted in 90% of bacteria 

reduction [81]. In addition, NTPs showed promising results in improving the 

therapeutic effect when used for treating 12 patients with advanced cancer stage in 

neck and head [82].  

Although gas plasmas have been proposed as treatment method to improve 

recovery and reduce treatment complications, there are possible disadvantages and 

many challenges. There is a possibility for plasmas to also damage healthy cells. 

However, the small area of typical plasma jets may allow focussing on the target area 

but where necessary, may be scaled using multiple plasma jets to cover larger areas. 

Most important is combining these devices with a real-time monitoring of the plasma 

parameters and gas temperature to insure safety of use [83]. NTPs treatment is a 

surface technique so it is harder to use where access is difficult and the applications 

are then limited mostly to accessible tumors [84]. The chemical reactions in the gas 

plasmas induce dozens of RONS but with different concentrations and various 

reactivity therefore they have diverse travel and diffusion distances. In addition, some 

species have fast reaction rate in both the gas phase and the treated tissues resulting in 
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a complex system. It is also challenging to identify individual species quantities and 

types in such complex environment in particular when they interact with tissues. 

Furthermore, it is not possible to split the components of RONS to distinguish between 

the contribution of each RONS or to provide action for one of them only without 

interference of other species making it difficult to control the dose an to understand 

the mechanism between gas RONS and tissues. Therefore further and more detailed 

experimental and simulation studies are required in this field [83]. 

Wound healing and blood coagulation is one of the promising applications of 

NTPs [85–88]. Controlled production of RONS may have potential in promoting 

wound healing where the presence of oxygen related species such as hydrogen 

peroxide and superoxide was reported as essential factor in wound healing processes 

[83]. The efficiency of using gas plasma in wound healing can be demonstrated by 

clinical trials and observations in patients. For example, SteriPlas device was applied 

in a research to 36 patients with chronic wounds and a reduction in microbial burden 

was observed [89] along with significant reduction in many other wound parameters 

were detected in another 70 patients [90]. PlamsaDerm is another device which has 

been used for wound healing providing a significant decrease in the wound size and 

microbial load when tested on 14 patients [91]. Gas plasma wound healing treatment 

most commonly applied three times per day or per week and sometimes once a week 

depending on the wound and the device used for the application. In addition, wound 

size and volume are another factors influencing the process whereas the wound 

location is a critical factor that inhibit the application of many devices [83]. Bleeding 

control is also vital in medicine application providing that the most common devise 

used to control bleeding in endoscope’s surgery is using Ar thermal plasma coagulator 

[92,93]. However, this devise cannot be used in external applications due to its high 

temperature and small treatment area. Therefore, it is important for wound healing and 

surface applications to operate in low temperature plasma to avoid any damage to the 

surrounding tissues which has been investigated in many recent researches [85,94–

96]. NTPs have been also used in other dermatological applications such as infectious 

diseases, inflammatory skin treatment [97,98] as well as skin regeneration in many 

cosmetic medicine where no side effects were reported after the treatment [99,100]. 

Heinlin et al. [101] provided a comprehensive review on plasma medicine applications 

and recent studies on skin diseases. Dentistry is another application of  NTPs for the 
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purpose of bacteria removal [102], microbial biofilms removal [103], whitening and 

tooth bleaching [104,105] where a general review of recent NTPs applications in 

dentistry has been provided by Arora et al. [106]. 

Cancer therapy is another promising application of NTPs [107–110]. By 

comparison, non-plasma cancer treatments such as chemotherapy and radiotherapy, 

and surgery, can have many drawbacks along with their benefits in treating cancer. 

Chemotherapy has some adverse effects and toxicities which were linked to cytostatics 

producing free radicals. Radiotherapy works by radiating cancer cells with high energy 

photons (or charged particles, e.g. proton therapy), with the aim of killing them or 

severely damaging their DNA to slow their growth [111]. Radiotherapy is lethal to 

normal tissues as it damages blood vessels in the treated area causing reduction in the 

blood supply to the healthy cells and resulting in their death therefore, it requires a 

high control on the dose amount, distribution and timing administration [112]. The 

major side effects of both radiotherapy and chemotherapy were linked to the formation 

of free radicals and their oxidative damaging effect on healthy cells. In a review study, 

80% of radiotherapy patients were reported suffering from mucositis while 50 % of 

them experienced sever mucositis form in addition to other possible acute side effects 

such as diarrhoea and enteritis. Lymphoedema was reported as adverse effect for 

breast, ear, nose and throat cancer patients treated by surgery and radiotherapy 

whereas patients with Lymphoedema in neck and head may suffer a substantial 

impairment. Also oedema is another advert effect of surgery and radiotherapy which 

may lead to airway obstruction [113].  

The DNA damage in radiotherapy occurs either by direct ionization or indirect 

one which is a result of ionising water and the production of free radical in particular, 

hydroxyl radical and solvated electrons [84]. Villamena et al. [114] reported that OH 

radical has a high influence in attacking the cell membrane, inducing apoptosis and 

lipid peroxidation. Therefore, there are some similarities between gas plasma and 

radiotherapy due to the generation of the reactive species and the induction of DNA 

strand breaks, demonstrating the high potential of using gas plasma as an effective 

cancer treatment. Lafontaine et al. [115] reported a detailed comparison between using 

NTPs and radiotherapy in breast cancer treatment. Using gas plasma as a cancer 

treatment has many advantages over radiotherapy not only because it has no 
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immunosuppressive effect or risk of bacterial infection but also encourage the 

immunostimulatory effect. In addition, radiotherapy requires very high energy to 

enable the radiation to penetrate through the body whereas the plasma uses very low 

energy and can be applied to a small area using focused-small size plasma such as 

plasma jet so less likely to cause side effects. Radiotherapy may also affect healthy 

cells where there is some preliminary evidence that normal cells react differently from 

cancer cells when exposed to plasmas  [84] and demonstrated a killing effect on cancer 

cell lines than compared to normal cells [116] i.e. there is a possibility for selective 

treatment. Using NTPs as a cancer therapy requires high control and understanding of 

the mechanism so as to produce enough hydroxyl radicals for treatment while meeting 

safety considerations e.g. avoiding potential risks resulting from electric fields or high 

gas temperature. As most of NTPs are surface technique, further investigations are 

necessary to find a method to deliver the plasma treatment inside the body. Using 

plasma during surgeries or delivering the activated droplets through a tube in a keyhole 

surgery to the target area are potential solutions that require further study of the 

mechanism and the lifetime of the hydroxyl radical to judge their ability to reach the 

tumour inside the body.  

There are two types of plasma medicine treatments. These are either direct or 

indirect where the former involves direct exposure of the biological target to the 

plasma source and the plasma reactive species generated interact directly with the 

target [117]. Alternatively, indirect plasma treatment requires pre-treatment of a liquid 

solution to generate plasma activated liquid (PAL) containing reactive species which 

can be stored and applied later to tissues or cells [118,119] e.g. via injection. Note that 

in most of the applications between the plasma and tissues involve liquid i.e. most 

interactions between plasma and tissues or biological cells will involve moist or 

aqueous phase [80]. Up to now, there are many challenges in understanding the plasma 

interactions with liquids for both direct and indirect methods. The damage of living 

mammalian cells using direct plasma has been investigated by Kieft et al. [109] and 

demonstrated the high importance of the amount of liquid covering the cell samples 

on the necrosis rate as it is influence the penetration depth of the reactive species in 

the liquid. Reactive species were reported as the main factor in causing cellular 

damage and cell [120,121]. Joh et al [122] studied the effect of reactive oxygen species 

(ROS) generated using APPJ on the apoptosis human cancer cells and deduced that 
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the plasma treatment induce genetic signalling from DNA damage and non-genetic 

damage in cellular membranes. ROS was also identified as a major factor in inducing 

apoptosis and increasing the concentration of the ozone could enhance the DNA 

damage [123].  

Development and studies of NTPs on some preclinical applications in 

particular for cancer treatment are vital for achieving final clinical applications. In-

vitro studies have been performed on many types of cancer such as brain, lung, head, 

neck, breast, skin etc. [124,125]. Where the basic cellular responses were used to 

understand the effect of plasma anti-cancer treatment in vitro and provide some 

observations for in vivo studies. Limanowski et al. [112] summarised these 

observations in their review paper as follow: 

• Large dose use of NTPs results in cellular death, via apoptosis, necrosis and 

immunogenic cell death. 

• Physical factors such as electromagnetic emissions of plasma has effect in 

some NTPs experiments and may have impact on some cells such as bacteria 

and mammalian cells. 

• Reactive species have a vital role in liquid-based experiments.  

• The presence of aqueous medium in the plasma system plays significant role 

in transporting the reactive species to the target.  

• NTPs result in increase in the intracellular ROS which has crucial rule in 

triggering cellular damage such as DNA and cellular damage, cellular 

membrane and mitochondrial damage, cell death etc.  

In-vivo studies are the major approach in understanding the tissues response to 

NTPs and some animal models have been used to study the anti-tumour efficiency of 

NTPs mostly using subcutaneous models [126]. A significant reduction in the tumour 

volume of more than 50% and a corresponding increase in the model’s survival length 

using two different NTPs setups and mice models has been reported [127,128]. Some 

clinical trials of using NTPs in cancer therapy have been performed such as a clinical 

trial on colon cancer by the US Medical innovation company to kill post surgical 

residual cancer cells as well as killing liver tumour cells [112] in addition to another 

study in Germany on 12 patients providing significant improvement in the therapeutic 



42 

 

effect while a reduction in pain medication request was also noted with advanced 

cancer stage in neck and head [82].  

Plasma liquid interactions studies for biomedical applications have focused on 

direct contact and  most plasma reactive species interact initially with the biomolecules 

through the liquid layer. Therefore it is essential to understand this interaction 

including with samples containing amino acids, DNA, proteins etc as these are the 

building blocks of cells and organs [80]. For the PAL approach, Gorbanev et al. [129] 

have demonstrated that the parameters of the plasma process used to generate the PAL 

have a high influence on the concentration of the reactive species and their biological 

impacts. PAL will initially contain many different species with a wide range of 

reactivities and lifetimes. Degradation of some of the PAL reactive species over time 

has been observed. Even when frozen immediately after generation, the most reactive 

species with much greater reactivity e.g. the OH• radical have decayed in less than 

milliseconds  leaving only the longer life species such as hydrogen peroxide and ozone 

[80] so there is still a major question as to the likely effectiveness of PAL.  

In-vitro and in-vivo studies on the influence of using PAL on the growth of 

cancer cells or tissues in cancer treatment applications have been performed and 

showed ability to inhibit the growth of tumorous tissues [130,131]. With in-vitro 

studies, PAL has demonstrated killing cancer cells in pancreas, lung, melanoma [132–

134]. Utsumi et al. [135] studied the potential use of in-vivo PAL in cancer therapy 

using a mouse model by injecting PAL into subcutaneous tumors of chronic 

paclitaxel/cisplatin-resistant ovarian cancer cells as a chemo-resistance cells. PAL 

demonstrated anti-tumour efficiency where the viability of NOS2 cells decreased by 

30 % after 120 s treatment time and this percentage increased to 52 % with the addition 

of ROS inhibitor to PAL. Harley et al. [84] reviewed the potential use of PAL in cancer 

treatment and demonstrated its possible problems in clinical trials. PAL was shown to 

have effectiveness in some mouse models for treating different types of cancers such 

as pancreatic, ovarian, gastric and melanoma cancers. For example, PAL study on 

melanoma tumours demonstrated a reduction in tumour size by 78.8% after treatment. 

Also PAL was assessed in pancreatic cancer, the tumour size and weight were reduced 

by 21% and  31%, respectively. 
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Each experiment used different plasma setup, different treated solution, 

different treatment volume, and different dosing. The treatment dose is a key factor in 

therapeutic treatments as extra dose my have detrimental effect, however, there is no 

regimen yet for using PAL. Therefore, it is important to know the concentration of the 

reactive species to deliver the consistent concentrations to the patient [84]. Note that 

detecting the reactive species and determining their concentration is challenging in 

particular, short life span species and more challenging when many agents were used 

in the treated liquid and requires a depth study to facilitate in vivo studies and support 

the use of NTPs in clinical therapy [127,136,137]. Harley et al. [84] mentioned that 

long term side effects of PAL still need further studies and no available researches 

have yet investigated this. They also recommended further evaluation of treatments 

protocols and optimisation of PAL plasma systems before using for clinical trials. It 

is also important to have a common set of solutions and clear procedures to enable 

effective therapeutic effect in clinical applications. Although in-vivo studies revealed 

promising results on mouse models, there are still many unanswered questions and 

further investigation studies are then required before moving PAL to clinical 

applications 

2.9.3 Microdroplets in plasmas 

The interaction between plasma and aerosol has many advantages over that 

between liquid and plasma due to increasing the exposed surface area of liquids to the 

plasma that would remarkably increase its reactivity. The following is the major 

benefits of plasma aerosol over plasma-liquid interactions [138] 

➢ The species is produced on the surface of droplets which improves the energy 

transfer to the liquid 

➢ Droplets can be represented as microreactors which allows better control of the 

liquid reactivity  

➢ Aerosol can be used as a carrier for micro and nanomaterials in the discharge 

supporting many relevant applications 

➢ Aerosol plasma can work as a source and a carrier of solvated electrons as well 

as short lived species to the target from the discharge in a short timescale of 

milliseconds 
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➢ Plasma aerosol is an environmentally friendly technique that produces less 

contamination compared to batch processes and saves more energy by having 

more control over the process [138] 

Hence, studying the plasma with aerosol would have a great benefit in many 

applications such as agriculture, nanomaterial synthesis, 3D printing and in particular 

plasma medicine, delivering activated droplets and treatments to tissues and organs 

remotely with high efficiency and minimal side effects [49].  

2.9.3.1 Plasma-droplets chemical reactions 

Plasma aerosol has a high number of chemical reactions and travels for long 

distances leading to rapid changes in its dynamic behaviour. In addition, charging of 

aerosol particles causes changes in the electric field which triggers disturbance in the 

discharge that makes maintaining the plasma’s stability is challenging. Figure 2-6 

demonstrates plasma aerosol interaction including the mutual influence of droplets 

and plasma on each other as well as the species transfer between them. As a result, the 

system becomes complex making studying and modelling the system more 

challenging and requires deep understanding [138]. Chemical reactions were proven 

to have enhanced rates, often by orders of magnitude [43,139,140], in gas-phase 

microdroplets compared to bulk liquids and has led to many research interests [141]. 

The higher reaction rate in microdroplet is attributed to their smaller confined volume 

compared to bulk-liquid which drives faster chemical reactions. The small surface to 

volume ratio affects the special chemical and physical conditions inside these 

microdroplets to act as microreactors. For instance, microdroplet surface has excess 

charge accumulation, higher pH value,  and fast desolvation rate [142–144]. Quantum 

mechanical calculations have been used to elaborate this fast reaction rate in which 

the author also attributed the enhanced rate to the droplets small volume [145]. The 

research field can be considered from a number of perspectives including 

microdroplets as reaction chambers, the effects of interfacial electric fields on 

chemistry, the acquisition of net charge and the nature of the charge. For charging 

techniques such as electrospray, the imbalance of ions and counterions within the 

liquid formed during the charging process leads to a net charge. However, plasma 

charging is due to a net initial free electron flux from plasma to droplet surface. 

Enhanced reaction rates in droplets passing through a gas plasma was observed in a 
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recent study using a similar setup to our experiment [43]. In addition, a net charge is 

expected from a continuous flux of electrons arriving at the droplet surface where 

interfacial electric field and surface reduction reactions were thought to be a result of 

these electrons solvation. Quantitative measurements of electron flux or acquired 

charge within a high-pressure plasma, however, have never been attempted and such 

measurements represent an essential first step in understanding the nature of enhanced 

reaction mechanisms in such systems. 

 

 

Figure 2-6: Aerosol-plasma interactions demonstrating the modifications of the 

plasma discharge due to liquid droplets and the changes to droplets due to plasma 

as well as species transportation between both of them [138] 

 

In a similar RF plasma system to that used in this thesis, a study on droplets in 

RF microplasmas demonstrated droplets velocity and size distribution with plasma 

parameters and gas temperature, with and without plasma. Figure 2-7, shows the 

droplets diameter against the droplet’s velocity where the plus sign at the middle of 

each plot indicates the average value of the demonstrated distributions, where the x-

axis represents the normalized droplets velocity with gas velocity and y-axis 
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represents the droplets diameter. The coordinates of the center of each distribution 

have values of (0.55, 19) and (0.65, 16) for plasma off and on, respectively. Taking 

the average gas velocity as 32 ms-1, the average droplet diameter is higher by 3µm 

when the plasma is off while the average droplet velocity ratio is increased by 20% 

when the plasma is on. It was suggested that the evaporation of slow droplets, which 

is more likely due to being exposed to the plasma for a longer time, was a potential 

reason for the velocity increase when the plasma is on, since these smaller droplets 

may escape detection i.e. below the imaging threshold, or be fully evaporated. The gas 

temperature was also estimated in this study to be below 400 K from the nitrogen 

atomic lines using a spectrometer [49]. Microdroplet transport through plasma jets can 

generate beneficial enhancement and transport of radical species (e.g., OH•, H2O2), 

important electron reduction reactions and rapid nanomaterials synthesis. The 

chemical kinetics are thought to depend on droplet evaporation which in turn is 

sensitive to gas temperature.  

 

Figure 2-7: Droplet diameter versus normalised droplet velocity distribution with 

gas velocity for with and without plasma [49].   

 

 

Liquid droplets were also used in material processing such as nanoparticle 

deposition using direct writing technique so that plasma deposition is processed using 
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direct plasma and without extra steps such as printing. The first technique is 

introducing the aerosol generated by atomization into a microplasmas jet and followed 

by scanning the substrate. Another technique is to spray the nanoparticles through the 

plasma using the liquid droplets then the deposition step on the substrate. Liquid 

droplets have been utilised also in replacing vapor precursors by liquid ones to be 

introduced into microplasmas as well as introducing non-equilibrium precursors and 

other new types of precursors for modification and reaction. Printing is another 

application of plasma droplet technique showing faster treatment time compared to 

heat treatment by post-deposition [51]. Furthermore, synthesis of small (∼4 nm) gold 

nanoparticles (Au) using APPJ with droplets has been successfully achieved and it has 

proved a higher rate of synthesis within the droplets than that of radiolysis and 

irradiation of electron beam. These findings support applications of nanomaterial 

synthesis and fast delivery to target which is required in medicine applications such as 

cancer treatment and wound healing. In addition, the production of ultralow energy 

electrons of below 0.1 eV, supports studying and improving many cancer therapies 

[43]. 

The possibility of providing green chemistry has significantly been maximised 

by studying many reactions of microdroplets. This can be achieved by enabling the 

electrochemical activity of water molecules without any added reducing agent or 

applied potential [146] and could represent a potential example of on-water catalysis 

[147,148]. Accelerated reactions have been observed for a wide range of chemistries 

[43,149–152] and the spontaneous nature of the acceleration, without catalyst, 

radiation or applied field, has often been claimed [146,150,153]. Routes to reaction 

scale-up using gas-phase microdroplets are now being explored [38,154–156]. 

However, the several mechanisms leading to reaction acceleration in aqueous 

microdroplets are still unclear despite extensive investigation [157]. Reaction 

acceleration is known to be significantly impacted by the presence of internal electric 

fields [158,159]. H2O2 can be spontaneously generated in droplets, with the production 

yield inversely proportional to microdroplet size. A possible mechanism involves 

spontaneous oxidation of water by a strong intrinsic electric field at the water−gas 

interface [160], generating OH• from OH- which recombines to form H2O2.  
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In aqueous droplet microfluidic systems, it has long been thought that high 

electric fields at the water – oil interface drives reaction acceleration in such systems 

however, challenges of complicated measurements have halted the accurate 

measurements of field values at the droplet surface. Xiong et al. recently reported the 

measurement of high electric fields (~109 Vm-1) at droplet surfaces using Raman 

excited fluorescence microscopy [161]. These fields were thought to be generated via 

the separation of charges and the high affinity of negatively charged ions at the 

interface. For water droplets in gas, H3O
+ accumulates at the surface while the pH 

increases in the droplet core, which also leads to high electric fields [162]. Various 

theoretical studies of water – vapour interfaces also demonstrate high interface electric 

fields, attributed to ordered orientation of surface water molecules. It is observed that 

the removal of bonded electrons induces spontaneous oxidation and reduction and may 

occur because of such fields. Moreover, external fields acting on aligned reactant 

molecules are reported to substantially change the energy profile of chemical reactions 

resulting in catalysis [29].  

2.9.3.2 Influence of plasma on droplets 

Droplets delivery, which may contain particles, to the target is affected by the 

droplet’s evaporation. Heinisch et al [163] studied the evaporation rate of single 

droplet and the factors affecting this rate. The droplet evaporation rate was linked 

through mathematical models to the gas velocity, viscosity, heat flux and conductivity, 

in addition to other factors such as droplets diffusion, surface tension, water mass 

density gradient. The vapour of the adjacent droplets and collision with the capillary 

tube wall may influence the process. Furthermore, the increase in the gas temperature 

and the attributed KE of the gas molecules, led to an increase in the evaporation rate. 

A drop in the droplet’s temperature by 17K was reported due to the evaporation using 

Raman spectroscopy. The droplet evaporation rate in the Heinisch study was lower 

than that measured in NIBEC system, which is like our experiment setup, by 2-3 orders 

of magnitude showing that evaporation is enhanced in plasma compared to gas. 

However, most droplets, except the smallest diameters (< 4 m)  survived transport 

through the plasma without total evaporation [49]. In our case of plasma aerosol, 

convection is another factor that helps enhancing the evaporation and may take place 

in plasma if there is a speed difference between the gas and the droplet. The plasma 
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itself may affect the evaporation rate due to the presence and collisions of energetic 

species. In particular, positive ions would accelerate towards the droplets leading to 

an increase in their KE and may cause an increase in the droplets evaporation rate if 

the ion collision energy with the droplet is > Tgas. Plasma reactive species hits the 

droplets when they enter the plasma where some of these species dissolve in the 

droplet producing ROS and leads to many reactions. However, plasma factors and 

their influence on the droplet evaporation rate and the production of the ROS need 

further investigation.  

2.9.3.3 Impact of droplets on plasma 

Plasma characterisation can be achieved by understanding and controlling its 

main parameters that divide into internal parameters such as ne, Te, Tg and absorbed 

power, and external parameters e.g., gas flow and type, delivered power, geometry, 

configuration, and size. Whereas electron density and electron temperature are the 

most essential parameters because higher electrons loss causes an increase in Te to 

compensate for this loss and a corresponding potential decrease in ne which affects the 

ionisation and excitation processes in the plasma. Electrons loss can take many forms 

such as electrons loss due to charging of droplets and being part of creating ROS 

processes in plasma. Molecules have electronic excitation states as well as rotational 

and translational excited states which allows low energy electrons (LEE) to be 

absorbed, representing another form of electron loss. The absorbed electrons release 

energy and cause the molecules to vibrate and rotate. There is also some electrons 

energy loss due to the momentum exchange collisions with gas atoms and molecules 

leading to a potential increase in the gas temperature (Tg) where this electron energy 

loss is more common in collisional APP plasmas compared to LPP. Electron 

attachment to molecules happens if the electrons have a specific energy creating 

negative molecular ions and forms another mechanism for electrons loss. Ions are 

much heavier and slower than electrons and do not contribute to gas ionisation like 

electrons therefore, the creation of negative ions increases the plasma impedance 

which adds more resistivity to the plasma and may lead plasma to extinguish. Droplets 

evaporation is another potential reason for plasma to extinguish by increasing the 

water content in the plasma over a specific level. The total amount of water released 

into plasma per droplet can be calculated from the evaporation rate per droplet and 
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droplet rate [49]. Increasing the input power result in increasing the electron energy 

(Te) that may compensate for various forms of electrons loss. Although it is unlikely 

that the number of electrons lost in charging droplet, to have a remarkable number 

compared to the total number of electrons in plasma, estimation of the flux of charged 

species to the droplet would be required to quantify the contribution of electrons in 

creating ROS. 

2.10 Focused applications of this research  

Significant attention has been recently paid to non-thermal atmospheric 

pressure plasma medical science for the delivery of reactive oxygen and nitrogen 

species. It has been used in treating heat-sensitive and vulnerable materials such as 

tissues and biological cell due to their low operating gas temperature. RONS has a 

high biological activity e.g. anti-cancer, anti-microbial and wound healing as they are 

responsible for majority of the plasma-induced chemical reactions on both tissues and 

cells. One of the major advantages of direct plasma treatment is the high flux of 

positive and negative charged species that interact with the target surface liquid, 

creating high concentrations of RONS locally to use their high reactivity immediately 

despite the lifetime of these short-lived species [118]. There are many other 

applications where the plasma interacts with liquid leading to an increase in the liquid 

reactivity. However, the plasma only interacts on the surface and its effect can be 

significantly diluted if the volume of liquid is large. Also, it take time for radicals to 

transport through liquid layers to cells and this could result in loss of reactivity. The 

plasma interaction with very small volume microdroplets is expected to significantly 

improve this liquid reactivity due to the high surface to volume ratio but measurement 

of concentrations in such small volumes if not directly possible. Therefore, the 

measurement of surface charge and estimation of the flux of these charged species, 

which create radicals in the liquid, as well as other radical species arriving from the 

plasma, is essential for liquid chemical simulation. However, the measurement of 

charge on microparticles or microdroplets has not yet been achieved at atmospheric 

pressure plasma. 

Plasma gas temperature measurements is vital for temperature sensitive 

applications as it affects chemical, surface and composition reactions and also needs 
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to be controlled directly. Many biomedical and material applications are heat sensitive 

surfaces e.g. wound tissue and polymers where a controlled heat load is required for 

the treatment [164]. The traditional in-situ and lab techniques for temperature 

measurement have many limitations such as analysis and measurements complexity, 

high cost and some of them causes plasma disruption. The investigation of a small 

focal-spot IR sensor in this study to measure plasma gas temperature aims to provide 

high accurate and continuous measurements without disrupting the plasma and 

without any complex analysis, ie giving instant temperature values repeatedly. In 

addition, the plasma gas temperature with microdroplets has not been measured before 

and the IR sensor would provide these measurements for the first time. Consequently, 

plasma with and without microdroplets can be used safely in heat sensitive 

applications such as wound healing and cancer treatment by avoiding causing damage 

to the surrounding tissues. 

  Despite of the wide range of applications that may benefit from the results of 

our research, our main prospective application is cancer treatment inside the body 

using inflight of low-temperature plasma activated microdroplets. This may deliver 

high concentration of the most reactive species to the target while the plasma source 

is kept far away from the patient, allowing the highest possible benefits to the target 

area without being affected by any of the plasma drawbacks such as arcs, erosion, high 

electric field, UV photons, high gas temperature etc. Investigating the radical 

concentrations inside droplets and their lifetimes experimentally or by simulation is 

critical and has not been carried out up to now. However, adding water vapour to a 

plasma often leads to rapid increases in gas temperature. It is not known how much 

water vapour is evaporated from the droplets or its effect on gas temperature.   

Therefore, continuous measurements of plasma gas temperature with microdroplets 

would be of high importance to keep it under control. In addition, the study of the 

charged droplets and the measurements of the electron flux would support liquid 

simulation models to prove the validity of this idea. Developing the XPS-PAD system 

would support this application by allowing plasma treatment, instant freezing and then 

the measurement of plasma – induced chemical reactions at the droplet surface, 

without environmental contamination or species decay.  
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3 X-ray photoelectron spectroscopy (XPS) - PAD system  

3.1 The characterisation of the XPS technique  

XPS uses ultrahigh vacuum chamber where the sample is placed in and 

exposed to X-ray of a chosen wavelength producing XPS spectra [1]. Photoelectrons 

are released from the sample surface as a result of X-rays adsorption and have energies 

with high sensitivity to their chemical states. Notably, photoelectrons ejected from a 

specific place have intensities which are proportional to the element concentration [2]. 

These photoelectrons are collected and get analysed according to its energy spectrum 

where each element has a unique energy that could be matched with the photoelectron 

spectrum. Thus, XPS is able to measure the elemental composition, empirical 

chemical formula, electronic state and chemical state of the elements that exist within 

a material [2,3].  

XPS has been applied to various bioengineering and biological field due to the 

common characteristics between the nanomaterials and the biomolecules for example: 

some of the biomedical molecules and organisms have the same size of the 

nanoparticle as well as cells nanostructures influence significantly the interaction 

between the cells and their environment [4].  In addition, XPS has the ability to 

characterise the chemistry of materials, providing an advantage over other 

conventional techniques such as quartz crystal microbalance (QCM), atomic force 

microscopy (AFM), and surface plasmon resonance (SPR). These techniques are able 

to provide analysis of the interactions between materials and biomolecules and the 

interaction kinetics of protein-protein without giving any chemical information [2]. 

XPS has various advantages characteristics which qualify it to be used for frozen water 

analysis and other biomedical techniques such as XPS freezing hydration capability, 

it covers wide range of elements, its surface sensitivity, and its ability to map and make 

a spatial control.  

3.1.1 XPS freeze hydration 

Most of biological molecules and bioengineering materials are hydrated, 

therefore the ability of XPS to freeze wet samples has been investigated. XPS can 

apply a quick freezing of a sample in its first (load-lock) chamber before moving to 

https://en.wikipedia.org/wiki/Spectrum
https://en.wikipedia.org/wiki/Empirical_formula
https://en.wikipedia.org/wiki/Chemical_state
https://en.wikipedia.org/wiki/Electronic_state
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the UHV one. Exposing the sample to UHV at temperature of around -100 oC causes 

etching of the ice formed on the surface before lowering the sample temperature to -

120 oC for analysis [2].  

3.1.2 The wide range of elements covered 

XPS can detect all elements excluding hydrogen and helium. Generally, to 

identify the existence of proteins and its quantity on a surface, the content of nitrogen 

on the sample is used as indicator beside detecting other elements such as Zn, Fe, and 

S [2].  

3.1.3 XPS surface sensitivity and depth profiling 

XPS sampling depth is indicated by around three times of the inelastic mean 

free path of the element in case the sample is perpendicular to the detector. This makes 

XPS a sensitive technique for surfaces investigations and suitable for water contained 

samples and for biomedical applications. Consequently, XPS can detect overlayers of 

proteins and biomolecules in addition to determining the thickness of the absorbed 

films from the element attenuation from the substrate. XPS profile depth depend also 

on the angle between the sample and the X-ray source. By changing the sample stage 

angle of inclination, we can get depth profile merely from 2 to 10 nm. This feature 

enables the uses of XPS in detecting compositional changes with depth in a sample 

without any destructive effect [2,5].  

3.1.4 XPS mapping and spatial control 

There is a necessity to put more spatial control on biomolecules for various 

applications. XPS is capable of mapping chemical state and providing small spot 

analysis as well as its small spatial resolution below 10 μm, making it more suitable 

for tissue engineering and other array technologies. To get a reliable measurement, the 

signal from area around the spot required needs to be reduced. This can be achieved 

by using a transfer lens to control the area where the photoelectrons are ejected or by 

focusing a monochromatic X-ray beam on the area of interest [2].  

Although all these advantages, characterising nanomaterials, biological 

samples, water samples and the interaction between them are challenging. These 

challenges include sample preparation, sample handling, the effect of the environment 
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and time on the samples, issues attributed to samples susceptible to damage, and other 

challenges to identify and understand the structure of nanoparticle samples. 

Consequently, more attention should be paid while preparing, handling, and studying 

the bionanomaterial samples [4].  

3.2 Applications on liquid and samples under humid conditions 

 

Figure 3-1: The spectrum of XPS for ionic liquid sample (1-ethyl-3-

methylimidazolium ethyl sulfate) where the solid and dash lines indicate the 0o 

and 70o emission angles, respectively [5]. 

 

Analysis of liquid solution has a high importance due to the presence of liquid 

in different materials which interfere in various scientific fields such as biological field 

analytical chemistry, and porous material applications [6]. XPS was utilised to study 
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the characteristics of condensed water films on a surface including its structure, 

thickness, and hydrogen bond changes with the surface and with itself. Owing to XPS 

ability to measure the chemical properties of the sample, the hydroxyl groups were 

used for measuring the adsorbed molecular water [7,8]. In addition, the reaction of 

surfaces with water vapour was investigated. It was found that this reaction changes 

mostly the properties of the surface such as its reactivity and absorptivity. Moreover, 

when the humidity increases, this leads to the formation of thin water layer which 

changes more properties such as the electrical and ionic properties of the surface. 

Atmospheric pressure XPS (APXPS) is a new XPS technology that operates at 

elevated pressure and provides high resolution of surface analysis [9,10]. 

Experimental method was used to study APXPS and the control of the thermodynamic 

conditions, wettability of water, dissociation, and adsorption. In addition, examples of 

using APXPS in the applications of water films on oxides and metals were also 

provided [7,8]. 

One of low pressure XPS liquid-surface applications is studying the surface 

composition of ionic liquids, salts with a melting point lower than 100 oC in a liquid 

state, at room temperature because of their low vapour pressure [5,11]. The influence 

of inorganic elements as well as contaminated silicon on the composition of the surface 

were also investigated. XPS was able to provide the molecular composition of the top 

ion layer at the UHV/ionic liquid interface by angle-dependant XPS as well as 

indicating even tiny amounts of impurities by showing surface activity in ionic liquids. 

Figure 3-1 reveals the ability of XPS to measure liquid surfaces and indicate the 

dependency of the spectrum intensity on the emission angle, showing that with the 

bigger angle (70o) XPS gives more details about the surface elemental structure than 

that of (0o). This indicates that when X-ray beam is perpendicular to the sample, it 

penetrates therefore, it does not provide much information about the surface. In 

contrast to the case of higher beam angle, it allows more rays to bounce of the surface 

providing more details about the sample. This also indicates the possibility of attaining 

depth profile of the sample by changing the inclination angle of the X-ray beam [5]. 

Other studies were performed on solid-liquid interfaces in which there were a 

need to investigate the properties of each part individually: the solid part, the liquid 

one and the layer between them. XPS was an appropriate tool for this study because 
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of its chemical and elemental sensitivity with a need to balance between maintaining 

the surface pressure of the sample above 90-95% of the chamber pressure and 

constraining the scattering of electrons from the molecules in the gas phase. The AP-

XPS studies of solid-liquid interfaces was challenging in adjusting the experimental 

conditions such as the energy of photons to get a better signal of the photoelectrons 

coming from the interface as well as preparing the liquid films which need to be thick 

enough to represent the liquid and thin enough to allow the ejected photoelectrons 

from the layer in between the solid and the liquid to pass from the liquid to the 

analyser. XPS was used to examine the solid-liquid interfaces and to get the best range 

of photon energy which indicates the highest sensitivity of the interface. This range 

was obtained from the simulation of photoelectron intensities emitted from TiO2 

covered by a thin layer of water using a method called ̏ dip and pull ̋. In addition to a 

study of the effect of changing the electrolyte pH on the band-bending and the 

chemical composition of the functionalized TiO2 surface was performed [12]. AP-XPS 

is a very new and expensive technique that shows great promise. However, for 

standard XPS, liquids can only be measured by freezing. For water, this is normally 

termed crystalline water (ice) or amorphous solid water (ASW) and some XPS studies 

have been carried out [2,5,7,8]. For biological samples, freeze drying techniques 

which preserve the biological structure and properties is well developed. For plasma 

treated water we wish to study not only water (ASW), but the surface chemical 

conditions induced by the plasma. For this we need fast freezing of the plasma treated 

liquid. This may be difficult with bulk water but may be possible with microdroplets 

since their volume is so small.  

3.3 Droplet freezing 

Ice crystals can be formed when ice nucleation take place in water droplets 

which involves less existence of particles. Ice nucleation can be categorised as  

heterogeneous nucleation when the freezing is at a temperature from 0 to -36 oC and 

ice nuclei is presented whereas homogeneous nucleation occurs at temperature below 

-36 oC, in this case ice is formed automatically without forming ice nuclei [13]. Water 

droplet freezing has four stages when in contact with a cold surface. First stage is the 

pre-cooling when the temperature decreases to the nucleation temperature; then the 
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droplet temperature increases abruptly due to the latent heat released. This is followed 

by droplet freezing while maintain almost a constant temperature. Finally the droplet 

temperature decreases further to a temperature close to ambient, i.e. cold surface [14]. 

The probability of ice nucleation increases by decreasing the temperature where ice 

can be formed in a droplet due to crystallisation in the presence of a single nucleation 

event. 

 Murray et al. [15] developed an experiment to study the kinetics of water 

freezing where the water phases were monitored by optical microscopy. Video 

recordings were used to capture the freezing which takes and image every ~40 ms. An 

equation was provided to calculate the number of droplets remaining in a liquid state 

with time based on nucleation rate and droplet volume. From this equation and the 

provided nucleation rate, RN, at T = 235 K and for droplet volume of 10 µm, an 

estimate of 40% droplets would be frozen in 1 sec while almost 0% of droplets get 

frozen in 1 µs. This leads to the conclusion that the freezing rate due to nucleation and 

crystallisation is slow and not suitable for freezing treated-water droplets for studying 

short-lived reactive species. Therefore, rapid freezing with a rate faster than their short 

lifetime would be required. Recent experiments suggest that homogeneous nucleation 

may not be the only mechanism of freezing at these low temperatures but also surface 

induced heterogeneous nucleation, i.e. the freezing occurs from the outside [16]. This 

could be a key factor since XPS studies would only need a surface layer <10 nm thick 

to be frozen quickly. Estimating timescales for this from [15], the volume is reduced 

by a factor of 6 x 10-3 and the timescale for freezing 50% of droplets is, ~1 ms, 

obtained from t = -ln(0.5)RN x Volsurf where RN is 1015 m-3 s-1 and the surface volume 

is 3 x 10-18 m-3 (10 nm surface layer on a 10 m diameter droplet). To reach 1 s, the 

frozen surface layer thickness would be <0.05 nm. However overall rates could be 

much faster since freezing occurs by heterogeneous nucleation where the rates are 

unknown.  

There is another option for water freezing which is amorphous solid form of 

water (ASW) providing non-crystalline ice. The major difference between crystalline 

and non-crystalline ice is that the molecules in the former are arranged in a regular 

hexagonal lattice which does not exist in non-crystalline ice. ASW is formed by either 

rapid freezing of water or by compressing crystalline ice at low temperature. The fast-



79 

 

cooling rate in the range of milliseconds as well as low temperature below ~130 K are 

principal factors in producing ASW so as not to allow time for crystals to form. As 

with crystalline ice for XPS-analysis of short-lived species, freezing the surface first 

where the plasma liquid chemistry has occurred could be a solution for fast enough 

freezing. For ASW, a lower temperature is required than for ice. Otherwise, 

cryoprotectants should be added to the water to increase its viscosity and to prevent 

crystals formations. The flux of water droplets is another factor affecting the formation 

of ASW known as the deposition rate where ice crystals are formed on a substrate if 

the water deposition rate is less than the critical flux which depends on the temperature 

[17].  

The PAD is a specially designed chamber attached to a standard XPS-analysis 

and sample loadlock chamber. It is meant to allow different plasma systems to be 

installed to treat solids or liquids and then transfer them directly to the XPS analysis 

chamber without exposing samples to environment. This is a unique system never built 

before by any XPS manufacturer. In the design specification for the PAD, it was 

specified by Ulster design team that the PAD sample stage for plasma treatment and 

the transfer arm be cooled sufficiently, at atmospheric pressure, so that on arrival at 

the ultra-high vacuum XPS stage, the water sublimation rate of the sample would be 

below the allowed leak rate at XPS pressure. This was calculated to require a solid 

water temperature at the XPS entrance of < -83 oC. The temperature rise that would 

occur during transfer from PAD to XPS was then to be determined by manufacturer 

to establish the maximum temperature allowed at the PAD sample stage. A number of 

options for active cooling of PAD sample stage via miniature Stirling coolers or 

biological cryocoolers were requested. The objective was to investigate droplet 

freezing in flight using cold background gas and deposition onto cold sample stage at 

its lowest possible temperature or a mixture of both. A second objective was to plasma 

treat already frozen bulk liquid at various temperatures. However, the manufacturers 

approved tender only guaranteed the required cold temperatures using a passive liquid 

nitrogen (LN2) probe design based on their standard product which was specified to 

reach -150 oC. Unfortunately, the supplied LN2 probe was unable to reach a 

temperature below 0 oC and samples could not be frozen at all due to manufacturing 

issues leading to be provided a probe not matching with the design specifications. The 

revised objective was to find a method to obtain bulk liquid sample freezing at 
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atmospheric pressure inside the PAD for plasma treatment and transfer to XPS. Then 

the possibility of rapid droplet freezing was to be investigated after that. 

3.4 The characterisation of the plasma attachment (PAD) 

PAD is a custom-designed vacuum chamber capable of installing different 

atmospheric plasma devices and samples. It is connected via a gate valve load-lock to 

the standard sample preparation entry stage, known as Preplock, and from there to the 

XPS analysis chamber. It is designed as an additional specialised sample preparation 

stage where samples can be plasma treated and transferred directly to XPS without 

coming into contact with airborne impurities for the lab. This preparation will be via 

atmospheric pressure plasma (APP) exposure, either directly or through plasma-liquid 

interactions, the latter in the form of bulk liquid or in-flight microdroplets. 

Interchangeable APPs sources can be installed in the PAD leading to a highly versatile 

facility capable of handling a large variety of samples including inorganic materials, 

organic, composite, liquid, and biological samples under high-quality environmental 

control. Our main strategy for overcoming the failure of supplied cooling system to 

allow for plasma – liquid droplet study is to cool the background chamber gas to as 

low temperature as possible as well as use the sample cooling stage provided by the 

manufacturer. Adding the water sample to the cooling stage under atmospheric 

pressure was not a successful option because the chamber filled with warm gas will 

halt the formation of ice. Therefore, it is necessary to get rid of this warm gas by 

pumping and cooling the sample stage as low as possible simultaneously. When 

minimum temperature reached, pump is turned off and the chamber is backfilled with 

chilled gas. If water sample is present during pumping it will evaporate so there is a 

need to find a method of adding water without it leaking into vacuum pump while 

chamber is at low pressure. Several attempts were made for water sample delivery, but 

these caused problems with the chamber leak rate and pumping. Finally, injecting a 

ridiculously small volume of water using a syringe and a Swagelok valve to prevent 

the leak path was the most successful method. After water sample delivery, plasma 

treatment can be initiated with a small flow of warm He while maintaining the cooling 

of the substrate using LN2 and the presence of the cold background gas to increase the 

probability of keeping the water sample frozen. 
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3.5 The experimental achievements to date 

3.5.1  Droplet freezing PAD configuration 

 

Figure 3-2: Diagram of the PAD-XPS setup and the main components including 

gas bottle, cooling coils, thermocouples, water sample delivery system and 

substrate holder. 

 

Diagram, Figure 3-2, for x4 coils and the components involved from bottle to 

end, including connections and valves also, location of thermocouples. Where 

"Preplock" is a moderate vacuum load-lock chamber for standard sample entry aiming 

at ensuring that XPS can remain at UHV (ultra-high vacuum) without exposure to 

atmosphere. The coils are made of copper and the ones used in the preliminary 

measurements were provided by the manufacture and have 10 turns each. I later 

developed the coil design to improve their cooling performance by making handmade 

coils with higher number of turns formed by a double helical coil of smaller diameter 

coil inside a larger diameter one. Figure 3-3 shows a picture of the sample stage in the 

PAD with the block, when PAD is used, samples on the block are transferred using 

two arms through preplock into XPS as indicted in Figure 3-4. PAD-preplock arm is 

docked to the block in the PAD, Figure 3-5, and then pulled with the block to the 
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preplock where the block is docked to the cooled Rotational Stage, Figure 3-6. The 

Rotational stage should be rotated about 90 oC then the analysis arm can be docked to 

the block in the preplock and moved to XPS for analysis. 

 

 

Figure 3-3: The sample stage in the PAD with the block. 

 

 

Figure 3-4: A photo for the XPS-PAD system including two transfer arms 

between them and three cooling stages. 
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Figure 3-5: Photo of the micro camera and the block docked to the PAD-preplock 

arm holding a frozen liquid sample . 

 

 

Figure 3-6: The Rotational Stage of the preplock chamber with a vernier and two 

sample view points. 
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3.5.2 Liquid nitrogen (LN2) cooling coils 

         

 

Figure 3-7: The photo in a) is location for coil 1&2 and the dewar with trolly 

while the photo in b) is for coil 3&4. 

 

• Coil 1: for cooling the substrate.  

• Coil 2: for N2 backfill cooling.  

• Coil 3: for cooling the preparation chamber.  

• Coil 4: for cooling the analysis chamber.  

Small hollow cooling coils were supplied with the system to cool the sample 

on the PAD sample holder, to maintain the sample cold in preplock and in XPS 

analysis chamber. To chill the background gas another cooling coil system (Coil 2) 

was designed and evaluated.  

For copper coil immersed in LN2, the gas cooling rate is approximately 

𝑇(𝑡) = 𝑇𝐴 + (𝑇0 − 𝑇𝐴)𝑒
−𝑡/𝜏 Equation 5 

 

where TA is the temperature of the coil (-196 oC) and T0 is the initial temperature of 

the gas. The time constant, , is given by [18] 

𝜏 =
𝑚𝑔𝑎𝑠𝑐𝑔𝑎𝑠

𝐴𝑐𝑜𝑖𝑙

𝑥𝑐𝑜𝑖𝑙
2𝑘𝐶𝑢

 Equation 6 
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where  cgas is the heat capacity of the gas, kcu is the copper thermal conductivity, xcoil 

is the thickness of the coil wall and Acoil is the cross-section area of the coil. The 

cooling time is the residence time of the gas in the coil in contact with LN2 which 

depends on the flow velocity and mgas is the mass of N2 gas within the cooled section 

of coil. From Equation 6, τ = 7184.4 oC for mgas = 28.02 g/mol = 627.65 g/L = 265161 

g, cgas = 1.04 J/ g k, Acoil = 2.83 x 10-5 m where R= 0.003 m, xcoil = 15 x 10-5 m and  

kcu =  98 W/m•K. T(t) from Equation 5 and for T0  (room temperature) = 23 oC is: 

𝑇(𝑡) = −196 + (219)𝑒−𝑡/7184.4 Equation 7 

 

Where t = 
𝐿𝑐𝑜𝑖𝑙 𝑥 𝐴𝑐𝑜𝑖𝑙

𝑄
  knowing that Lcoil is 1.5π m and 7.5π m for a coil with 10 

and 50 turns for comparison, respectively where the diameter is 15 cm and Q is the 

N2 flow rate in m3/s. Figure 3-8 shows the effectiveness of increasing the flow rate of 

the cooled N2 gas in changing the cooling probe temperature and provides a 

comparison between the performance of the actual coil of 10 turns to the performance 

of a predicted coil with 50 turns using Equation 7. The figure demonstrates negligible 

effect of increasing the gas flow on the cooling of the probe and the sample. Therefore, 

increasing the N2 gas flow rate is not advisable option to speed up the cooling rate of 

the probe and the sample, especially since this option would significantly increase the 

gas consumption. In addition, for the provided coil with 10 turns at the smallest flow 

rate of 1 slm, it would take approximately one hour to fill the PAD chamber with N2 

(650 mm x 650 mm x 1000 mm, 420 litres).  
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Figure 3-8: The change in copper coils temperature versus cooled N2 gas flow 

rate for coils with 10 turns and 50 turns. 

 

I made custom-designed double helical coils with higher number of turns (~50 

turns), Figure 3-9, as a trial to speed up the cooling and reduce the LN2 consumption. 

The cooling stage temperature was monitored using both 10 turns and 50 turns coils  

and a drop from room temperature to -35 oC and -110 oC using each of them, 

respectively was observed. This indicates a significant increase in the cooling rate 

when using 50 turns compared to 10 turns coil. Therefore, I changed the coils provided 

with the system (coil 1 and coil 2) by the custom-designed coil with 50 turns and used 

in all the following measurements. Monitoring the performance of the new coil 2 in 

changing the PAD chamber’s temperature, the temperature decreased 8 oC from room 

temperature with the cooled LN2 backfill in 15 minutes. As per the above 

measurements, increasing the number of coils is expected to increase the cooling rate 

however, this means a higher consumption rate of LN2 which is not a cost effective 

option. 
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Figure 3-9: A handmade custom-design double helical coil with 50 turns. 

 

If the final cooling rate is not good enough it may be necessary to try (i) have 

multiple double coils in series in individual dewars, needing a much larger amount of 

LN2 (ii) operate at much lower flow - therefore many hours required to fill chamber 

and more LN2, (iii) add insulating jacket to the PAD chamber, (iv) use microbore 

piping – very small diameter which would reduce mass and area in equation 2 but 

might allow much higher number of turns so longer. Another solution originally 

considered was to place/inject liquid N2 into PAD chamber, then pump down. The 

LN2 volume after evaporating would be enough to bring chamber to atmospheric 

pressure with cold gas. This would also reduce the need for a large volume of coil 

LN2. To do this, the safety aspects would need to be evaluated carefully and safety 

systems installed. This was not possible up to now. Finally the ultimate (and 

expensive) solution would be to install a miniature high performance Stirling cooler 

as originally request (e.g. https://www.sunpowerinc.com/products/stirling-

cryocoolers/cryotel-cryocoolers ). This would require design to allow make/break 

contact with travelling sample stage and if possible, locate within chamber so that 

travelling vacuum port is not needed. 

https://www.sunpowerinc.com/products/stirling-cryocoolers/cryotel-cryocoolers
https://www.sunpowerinc.com/products/stirling-cryocoolers/cryotel-cryocoolers
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3.5.3 Notes on thermocouples 

 

Figure 3-10: The photo shows the white wire as TC1 and the blue wire as TC2. 

 

• TC 1: for temperature measurements of the room inside the PAD (changes with 

backfill), Figure 3-10. 

• TC 2: connected to the block via the PAD port as a secondary technique to 

measure the substrate temperature knowing that the primary device is the 

Eurotherm controller, Figure 3-10. 

 

3.5.4 Experimental methods   

          

Figure 3-11: a) The sample stage while outside the PAD and b) is the sample stage 

with a water sample inside the PAD. 
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The experiment starts by turning on the backing pump with target pressure 

1 - 10 mbar and start cooling the sample stage with LN2 simultaneously. The backing 

pump is turned off after reaching the lowest possible temperature for the sample stage 

then PAD chamber backfilling is started through cooled LN2 (coil 2) with minimum 

possible flow value to increase the filling time and to minimise the increase in the 

sample stage temperature as a result of the backfilling gas. Backfilling is then off 

followed by the water sample transfer to the sample stage, Figure 3-11. The water 

sample is loaded manually to the block by opening the pinch valve and pushing the 

required water amount by a syringe. A microcamera is installed inside the PAD to 

monitor the frozen sample and x2 pressure relief valves were installed for safety. Once 

a frozen sample is achieved, the PAD should be pumped down again to vacuum by 

turning on the backing pump to the target pressure (1 -10 mbar) then the turbo pump 

until reaching pressure (1x10-5 - 10x10-5 mbar) or lower. This pressure allows opening 

the gate between the PAD and the preplock to prepare the sample for the transfer to 

the preplock then the XPS analysis chamber while both at the standard pressure of 

~10-7 mbar. The pressure in the PAD is a critical factor and if it did not reach 10-5 mbar 

or lower, this indicates a leak in the chamber which should be checked and fixed before 

opening the gate between the PAD and the preplock. 

The leak was one of the major challenges in our system, it was recognised from 

the PAD pressure measurements with the turbo pump which had higher pressure than 

its specifications (10-5 -10-7mbar) in addition to the turbo interface which indicated its 

working capacity of 70%. The minimum pressure with turbo was 1.7x 10-3 mbar after 

an hour which is an indication for a leak. Reaching lower pressure is important to 

reduce the pressure on the preplock turbo when opening the gate valve between the 

PAD and preplock. The proposed solution was by removing all items inside the PAD 

as well as removing all installed ports and replacing them by blanks. The system was 

assessed while all ports have blanks and the turbo indicated working capacity of 99%. 

Each port was installed individually while other ports have blanks and pressure 

measurements were taken to identify the source of the leak. Pressure measurements 

indicated the water feedthrough as the major reason for the leak. Therefore, a change 

in the design was required and a Swagelok valve was added to the port to prevent the 

leak. 
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3.6 Results 

In this section experimental results will be presented for the different attempts to 

achieve a frozen water sample. 

 

3.6.1 Experiment with cooling at higher pressure near atmospheric (ATP).  

Initial measurement of the block temperature while the PAD chamber is near 

ATP were taken. Figure 3-12 demonstrates the response of the LN2 probe at the 

sample stage and shows a minimum temperature reached of 15 oC after an hour. This 

trial did not work for cooling the sample stage to a freezing temperature due to the 

large mass of block to be cooled, Figure 3-13, and the effect of the warm chamber air 

resisting the cooling process. 

 

Figure 3-12: Initial measurements of the block temperature vs time at ATP. 
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Figure 3-13: A picture of the sample stage and the gas cooling pipe. 

 

3.6.2 Experiment with cooling while the PAD under vacuum  

 

Figure 3-14: The block temperature vs time under vacuum of around 1mbar.  
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The LN2 probe response to the cooling was monitored when the PAD chamber 

was pumped down. Figure 3-14 shows the block temperature versus time at pressure 

near 1mbar where the temperature reached -70 oC after around 30 mins. This pressure 

was achieved by using both backing pump and turbo pump. The comparison between 

the cooling time at ATP and 1mbar demonstrates that the large volume of gas in the 

chamber is a major factor and even pumping it out is not enough to reach a low cooling 

temperature results also the chamber walls would heat the gas. In addition, this 

comparison shows that LN2 probe performance is unsatisfactory at ATP and not 

performing to specification (i.e., 190K when entering the XPS chamber) even under 

vacuum. So next, there are few options to be conducted: 

1. Cool the background gas to get minimum temperature at ATP. 

2. For transfer, perform additional cooling under vacuum then transfer to preplock         

and in preplock cool further to 190K if necessary. 

 

3.6.3 Experiment of backfilling the PAD 

 

 

Figure 3-15: The backfill connections and the LN2 coil container.  
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Figure 3-16: Temperature vs time after installing the backfilling port. 

 

By the end of each experiment run, there is a need to bring the chamber up to 

ATP and to be able to open the door for further experiments. After turning off both 

pumps, the PAD is very slow returning back to ATP naturally as it took ~15 mins for 

the pressure to rise by 0.01 mbar. Even when the PAD reach ATP, the door cannot be 

opened and may need to be left overnight before opening it. This shows the need for 

connecting a port that can be used for backfilling the chamber to speed up the process 

of opening the door at ATP and to cool the background gas. Figure 3-15 shows the 

connections used between the LN2 containers and the PAD port which includes 

cooling coil of copper (coil 2), a metal tube connection and a valve.  

An attempt was made to operate at higher pressure (lower vacuum), which 

affects the experiment running time, and experiment the cooled background gas. The 

pressure of the PAD reached 8.7 mbar after 40 mins by the backing pump and then 

cooling of the block was turned on. Temperature measurements were taken for the 

block, Figure 3-16, and minimum temperature observed was -36 oC after ~45 

mins. After 1hour, backing pump was turned off and cooling substrate was continuing 
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while starting backfilling with cooled gas passing through LN2 via the new port, 

Figure 3-15. The backfill took around 6 mins to reach ATP and caused an increase in 

the block temperature by ~10 oC. This comes to a conclusion that the high vacuum is 

essential for reaching lower temperatures and the effect of the cooled background gas 

in negligible compared to the LN2 cooling for the sample block. 

3.6.4 Introduction of water sample 

 

 

Figure 3-17: The block dimensions in mm.  

 

The procedure for introducing a water sample on the block inside the PAD is: 

1. Pump down. 

2. Sample cooling via LN2 probe to minimum temperature. 

3. Pump off. 

4. Add cold gas while still cooling with LN2 probe. 

5. Add small volume water to container on sample stage.  

6. Continue cooling until water freezes. 

7. Turn off cold gas and pump down – ready for transfer. 

8. Transfer to preplock. 
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The design of connections for water sample delivery had many challenges such as: 

(i) Need to inject a small volume but need a long tube to get from inlet to 

sample stage. 

(ii) Need to seal the water port and pipe when chamber under vacuum. The 

syringe does not provide a vacuum seal. 

 

 

 

 

Figure 3-18: the top photo is for a syringe pump for water sample delivery and 

lower is a 6 mm SST tube from inside positioned over the block. 
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Figure 3-19: The water sample delivered by a teflon capillary tube inside the 

6 mm SST tube which is surrounded by heat insulator. 

 

 

Figure 3-20: A syringe to load the water sample and a pinch valve to control the 

flow.  

 



97 

 

 

Figure 3-21: Swagelok valve to control the leak. 

 

The initial design was attaching a valve from outside to a port with 6mm pipe 

and connecting a flexible tube on inside. This design was not suitable practically 

because the cooling block has a small dimension of 14 x 24 mm, Figure 3-17, and it is 

not possible to fix a flexible tube exactly above the block especially with the high 

vacuum. Another design was applied by using a syringe pump outside and a SST 6 

mm tube inside the chamber, Figure 3-18. This was better in positioning the SST 

exactly above the block, however, the 6 mm pipe was big and caused a splash of the 

water on the block and in the chamber. In addition, getting only one droplet using the 

syringe pump was hard and not easy to control. Less control over the water amount 

delivered inside the chamber may cause additional unneeded water to be added to the 

chamber which would affect the vacuum and the functionality of the pumps. Other 

number of different approaches were attempted but these resulted in either poor 

vacuum, less control, and/or poor temperature results. The final solution is having a 

very narrow capillary tube of 0.02in inner diameter passing through the 6 mm SST 

tube inside the PAD to reduce the water exit diameter and to control the water to be 

on the block, Figure 3-19. The SST pipe is connected to a pinch valve outside the PAD 

to control the flow leak and is connected to a syringe which has been tested and 

experimented to load only the exact amount of water required as shown in Figure 3-20. 

A final modification was made on the design was by adding a Swagelok valve on the 
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port from outside to control the leak, Figure 3-21. Then the temperature of the docking 

stage in the PAD was recorded using external TC2 inserted in the centre of the rotating 

gear, Figure 3-22. The temperature dropped from room temperature to -115 oC in two 

hours but after this, the temperature started to increase slowly again during the third 

hour and that might be due to saturation. However, the target is to achieve a frozen 

liquid sample which can be obtained at any temperature below zero. Therefore, the 

recommended cooling running time is below 1 hour to achieve a frozen liquid sample, 

Figure 3-23, without wasting extra unnecessary time or high amount of liquid nitrogen. 

 

Figure 3-22: Temperature measurements after removing the water feedthrough 

indicating drop in the temperature to -115 oC in two hours followed by a slow 

increase in the temperature, most likely, due to saturation. 

 

Figure 3-23: A frozen water sample inside the PAD and the blue wire is a 

thermocouple for measuring the block’s temperature. 
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3.6.5 Pressure – time chart 

The PAD reaches 1 mbar from ATP when backing pump is on after around 30 

mins, followed by vacuum increase by turning the turbo pump on. After ~ one hour 

from the start of the experiment, the pressure decreased to 4.7 x 10-5 mbar, Figure 3-24. 

 

Figure 3-24: PAD pressure vs. time with both backing pump and turbo pump. 

 

3.6.6 Sample transfer to preplock 

  

Figure 3-25: A trial of measuring the temperature inside the preplock using IR 

probe and BAF2 transparent window. 
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Sample transfer to the preplock encountered many challenges including: 

(i) The transfer arm is not actively cooled except by the cold gas therefore the liquid 

will start heating up once step the transfer is commenced 

(ii) No internal temperature measurement possible from when sample is undocked 

from PAD cold stage until it reaches XPS 

An attempt to use an IR probe through an IR transparent window (MgF2) fixed on a 

preplock port for temperature measurement inside the preplock, Figure 3-25, was 

carried out. This trial was unsuccessful, and the temperature measured was around 

room temperature which is not an indication of the block temperature. Another 

proposed solution was to insert a thermocouple into preplock; however, this was not 

attempted as it was not allowed under warranty conditions. Alternatively, 

experimental trials were carried out to judge whether the frozen sample will exist when 

it is been moved to preplock or not. Although the PAD-preplock transfer arm cannot 

be cooled, it can keep the water sample frozen for around 15 mins or a little longer. 

This result has been proven by a picture of the frozen sample from the preplock 

window as depicted in Figure 3-26. 

 

 

Figure 3-26: A picture of the frozen water sample taken from the preplock 

window. 
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3.7 Conclusion 

In conclusion, after many attempts, a successful design has been achieved to 

provide a frozen water sample while the PAD was under high vacuum. The minimum 

temperature obtained on PAD was ~ -115 oC and can be achieved after an hour, 

approximately. In addition, the frozen sample has been successfully transferred to the 

preplock and proven to stay frozen for around half an hour from the minute it leaves 

the cooling stage in the PAD which should be enough time to be docked on the 

rotational stage and to be transferred to the XPS analysis unit. However, the transfer 

time should be kept as minimum as possible to reduce the possibility of the sample to 

get melt. The plasma treatment time are estimated to be in minutes, with the transfer 

time an overall estimate of the entire process time will be below an hour and half. The 

full process would consume around 25L of LN2 that would be used in the four coils.  

Next step would start by fixing the transfer arm. The cooling in the preplock 

and XPS have been assumed to be working properly, however experimental trials 

should be done to check their cooling efficiency. Installation of the plasma system 

may encounter few challenges such as locating the plasma capillary tube exactly above 

the sample. Also, a high control on the plasma parameter such as gas flow and power 

are important to maintain the plasma temperature under control in order to keep the 

sample frozen during and after the treatment. Although the final design presented of 

water sample delivery to the cooling stage in the PAD was successful, it requires a 

high control over the amount of water pushed by the syringe. Further improvement 

can be done by changing the 6 mm SST with a smaller diameter and using the suitable 

fittings to connect it with the 6 mm water feedthrough port.  
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4 Plasma gas temperature 

Work is published [1]  

4.1 Introduction  

Continuous and reliable measurement of gas temperature in atmospheric 

pressure plasmas (APP) is critical for future applications in plasma medicine, food, 

and agriculture as well as nanomaterials synthesis. APP systems cover a wide variety 

of configurations, geometries, and temperature ranges. In non-thermal equilibrium 

APPs, there is generally a desire to maintain temperatures as low as possible. 

However, there is also an understanding that gas temperature can be sensitive to 

several factors that are rarely well-characterised or controlled, especially with the 

inclusion of molecular gases and water as environmental feedback factors. Gas 

temperature increase in APPs is due to the high electron and particle collisionality of 

these systems [2]. Most chemical and combustion reactions are strongly dependent on 

gas temperature [3], as are surface reactions and neutral radical distributions and their 

kinetic [4,5]. Additionally in many biomedical and material applications a controlled 

heat load is required for the treatment of heat sensitive surfaces e.g. wound tissue and 

polymers [6]. Issues such as feedback process control, process stability/repeatability, 

regulatory, or end-user approval, require a capability for inline monitoring of 

temperature and rapid response to fluctuations or thermal runaway. The various 

techniques to measure gas temperature include optical emission spectroscopy (OES) 

[1], [6]–[15], infrared thermometry [2,17–19], millimetre wave interferometry [20] 

Schlieren [2,6], Rayleigh scattering [21,22], thermocouple [2,11,23,24], and fibre 

optic based thermometry [25,26]. These have been applied to a varying degree in 

different plasma systems including plasma torch [15,27,28], dielectric barrier 

discharge [2,14,16,19,20], plasma jet, [6,8,9,17,21,25,28,29], gliding arc discharge 

[3,18,26], and glow discharge [22]. 
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4.2 Measurement of plasma gas temperature  

The main techniques and principles used to obtain estimates of the gas 

temperature divide into lab and in-situ techniques. The main lab techniques are 

measurement of line profiles technique, Raman and Rayleigh scattering and optical 

emission spectroscopy (OES). While the major in-situ techniques are thermocouples 

(TC), fibre optic probes (FO), and thermal imaging by IR sensors and IR cameras. 

 

4.2.1 The main lab techniques 

4.2.1.1 The line profile measurement technique 

 

Figure 4-1: Standard spectral emission of Ar plasma [30]. 

 

 The line profile measurement technique considers the radiation emitted due to 

the energy difference between two levels at a specific wavelength in molecular and 

atomic transitions which provides a range of frequencies with nonzero linewidth. 

Many external conditions may affect the atomic radiation such as atomic collisions 

and movement of particles around the atom causing shift in the spectral line from the 

wavelength centreline [31]. Changes in the intensity of the spectral lines is mainly 
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caused by changes in electron temperature. While the change in the electron 

temperature affects the electron energy distribution function which changes the 

electron densities at the specific energy relevant to each line therefore, higher number 

of electrons result in higher excitations. Spectral line intensity also depends on the 

electron density and excitation energy as the excited electrons within the atom at high 

energy state release energy moving to the lower energy state. The released energy 

equals to the energy difference between the two states and result in emission line. The 

intensity of emission at a specific line is higher if the electron density and electron 

temperature are higher which lead to excitation of more electrons. Atomic lines were 

used to provide an estimate of argon (Ar) plasma temperature variation with RF power 

at wavelengths 810.37 nm and 811.53 nm from the standard spectral emission of Ar 

plasma [32]. All OES measurements mentioned in this chapter have been referenced 

from the literature, including from the same plasma device as used here, in order to 

compare with the IR sensor technique developed for measuring the gas temperature. 
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Figure 4-2: The NO (A-X) spectrum versus wavelength generated from LIFBASE 

software a) for set temperature of 300 K and b) 2000 K, showing width increase 

for each peak by increasing the temperature and indicates the importance of 

having high resolution spectrometer for accurate temperature measurements 

[33].  

Figure 4-1 is an example of Ar plasma spectral emission indicating the wavelengths 

of most intense Ar atomic lines [30]. Both atomic and molecular lines were used in helium 

(He) atmospheric pressure microwave plasma to predict the gas temperature which had a value 

of 1700 ± 100 K from the rotational vibrational OH transitions for a power of ∼180 ± 10 W 
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[34]. Excited molecules in microplasmas emit visible (VIS) and close to UV emissions and 

there are different plasma processes which can form excited species such as electron impact 

and dissociative excitation. This technique requires a spectrometer with high resolution to be 

able to analyse the line broadening at high accuracy [3]. The collisions in atmospheric 

pressure thermalize the gas temperature with the rotational temperature Trot = Tg. Also, 

the collisions with the background gas are not high enough to make transitional-

rotational equilibrium so the lowest rot levels are the only thermalized ones even in 

collisional system. Therefore, rotational temperature has been used extensively as a 

representation of gas temperature [3]. LIFBASE is a spectroscopic software of 

diatomic molecules which provides spectral simulation, thermal and non-thermal 

population distribution and line boarding, allowing changing simulation parameters 

such as set temperature and rotational and vibrational temperatures [33]. Figure 4-2 

depicts the NO (A-X) spectrum for a set temperature of 300 K in (a) and 2000 K in 

(b) indicating an increase in the peaks’ widths by increasing the set temperature. This 

demonstrates the need for a high-resolution spectrometer in Angstrom scale or higher 

resolution to be able to capture the changes in temperature and provide accurate 

measurements. 

Atoms such as He and Ar can be excited electronically when provided with 

high energy resulting from collisions of highly energetic electrons where the energy 

of the excited states depends mainly on the element’s nature. Electronic excited states 

are existing also in the case of molecules such as N2. In addition, the collisions between 

a molecule and heavy gas molecules result in additional vibrational and rotational 

excited states, whereas no vibrational nor rotational states exist in the case of atoms. 

In Figure 4-3 the curved lines represent the electronic states where the horizonal lines 

correspond to both vibrational and rotational states by adding more energy to the 

electronic states due to the vibration and rotation of the molecule. The energy 

difference between the two curved energy levels represents the excitation energy. 

Therefore, there is only one emission line for atoms compared to several emission 

lines for molecules. High accuracy spectrometer will be required to perform the 

measurements accurately otherwise, those peaks may get merged forming a broad 

peak and causing inaccurate measurements. In molecular rotational distribution 

technique, the VIS and UV emission from excited molecules can be detected by 
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spectrometry and diagnosed by techniques such as Raman scattering and laser-induced 

fluorescence (LIF).  

Laser-induced fluorescence is a laser gas temperature measuring techniques 

and can be applied to different plasma system used in various applications [4]. It works 

by detecting the fluorescence which arises when high energy photons are absorbed 

causing molecular excitation, at wavelength of about 550 nanometre, and lower energy 

photons are emitted at different wavelength. Molecular transition is being excited by 

a laser pointed to it then the excited state produces the fluorescence, see Figure 4-3 an 

illustration of both the fluorescence and excited spectra formation. LIF can be used to 

determine Trot for both the ground and excited states depending on the experiment 

conditions. This technique has been widely used in plasma physics knowing that the 

molecular excitation is initiated by plasma not a laser source [3]. A modern approach 

of using a two-photon absorption LIF to measure gas temperature in oxygen plasma 

was reported. The inaccuracy in gas temperature measurements was estimated by ±10 

K when the wave meter resolution was 5MHz FWHM [35]. 

 

 

Figure 4-3: Illustration of both a) fluorescence and b) excitation spectra energy 

levels [3]. 
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4.2.1.2 Raman scattering 

Figure 4-4: Raman spectroscopy technique schematic diagram including the 

main components of laser source, optics, condensing system and spectrometer 

[36]. 

Raman scattering represents photons inelastic scattering from a molecule. Both 

rotational and vibrational modes, that are attributed to the symmetrical structure of the 

molecule, can be determined by Raman scattering to get distinctive molecular 

spectrum. Therefore, Raman is used to provide the molecular composition in many 

experiments. In addition, Raman scattering can be used to obtain the rotational 

temperature of the gas that can be indicated from the vibrational ground state of the 

molecules. Calibration of Raman spectroscopy components such as laser source of 

light (in the range of VIS, UV or IR), detectors and the laser beam power, Figure 4-4, 

is essential for providing accurate gas measurements [37]. However, the spectrum 

from the vibrational ground state is very close to rotational line of the stray light, 

Rayleigh signal and the laser beam hence, a filter should be used to avoid the 

interference of these signals. Nevertheless, filtration of inelastic scattered light is 

challenging due to the weakness of the spontaneous Raman scattering. Raman 

scattering was used to indicate gas temperature by measuring carbon dioxide (CO2) 

vibrational ground state in DBD plasma using a spectrometer with paper filter while 

IR camera was used to measure the wall temperature (Twall). Trot was assumed to be an 

indication for Tg while the validity of this assumption was studied by Brehmer et al 

[37] depending on some indications such as the relaxation of collisions in the rotational 

states and the low probability to observe filament. The gas temperature was estimated 

by varying the plasma power (0-60) W and the gas heating had a value of 160 K at 

power of 33 W with observed deviation in the measurements’ accuracy of about 5% 

[37]. 
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4.2.1.3 Rayleigh scattering 

In neutral density technique, Rayleigh scattering can be used to measure the 

neutral density directly since the scattering cross section depends on the neutral 

species type and density, therefore the scattered light is proportional to the density of 

the neutrals found in the scattered volume. Assuming ideal gas law conditions, the gas 

temperature is then inversely proportional to the scattered light at constant pressure 

[3]. Gas temperature was measured using Rayleigh scattering and Raman scattering in 

APP glow discharge using air as the feeding gas and water electrode at 15 mA, Figure 

4-5. The measurements using Rayleigh and Raman were almost the same except 

having higher error using Raman scattering at the middle of the discharge due to the 

lower signal intensity at higher temperature [22]. Raman and Rayleigh scattering 

techniques may be used to measure the gas temperature due to the temperature 

dependence of the scattered light intensity/ wavelength. Nonetheless, it is considered 

expensive methods for most of lab work or industrial applications. Moreover, laser 

techniques need to be used carefully to keep the plasma parameters without any 

changes as a result of, for instance, photoionization [21]. There is also a major 

difficulty in using these techniques with microplasmas because there are many objects 

in the pathway between the light source and the detector need to be carefully 

considered e.g. optics, condensers etc. In addition the accuracy of the measurements 

depends mainly on the pathlength exposed to the light beam, determined by the 

volume of the sample, and a minimum pathlength  is required to ensure absorbance 

values are within the dynamic range of the detector . That is very hard task with small 

volumes such as the case of microplasmas. Therefore, these techniques are complex 

and unable to provide in situ and continuous measurements as required for many 

applications such as medical and material applications so they are not recommended 

in our research. 
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Figure 4-5: Gas temperature measurements vs. plasma radial position using 

Rayleigh scattering and Raman scattering at 15 mA and inset plot of Raman 

spectrum at 0.8 mm radial position [22].  

 

4.2.1.4 Schlieren technique 

 

Figure 4-6: Schlieren imaging setup technique for DBD plasma including light 

source, mirrors and a camera [2]. 
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Schlieren is an imaging technique to study plasma diagnostics by visualising 

the flow in a transparent media. The main setup components of Schlieren experiment 

are light source such as Xenon/ LED lamp, slit to get homogeneous lighting from the 

light source, two mirrors working as focusing lenses, knife edge to reduce the intensity 

of light collimated by the focusing mirror, and a high-resolution camera (e.g., CCD, 

Canon camera) to provide Schlieren signal imaging. Plasma source is placed between 

the two mirrors so that reflected light from the lamp passes through the plasma and 

imaged by the camera. Figure 4-6 illustrates Schlieren experiment setup for AC DBD 

plasma [2]. According to the ideal gas law, gas density is inversely related to the gas 

temperature. Therefore, Schlieren has been also utilised in measuring gas temperature 

by monitoring the flow patterns to evaluate density gradients. Maximum gas 

temperature recorded using Schlieren in non-thermal APP jet operated by argon in the 

effluent was 328 K [6]. While uncertainty of Schlieren gas temperature measurements, 

in a different study, was expected to be ±2.5% [38]. Schmidt-Bleker et al [6] 

mentioned that the state of the gas flow should be constant with no laminar-turbulent 

transitions to get accurate measurements. Also mixing gases caused change in the 

refractive index and a consequent change in the temperature. Therefore, adjustments 

in the Schlieren contrast should be considered when mixing various gases. Although 

Schlieren imaging method is an accurate gas temperature measuring technique but in 

microplasma, like our case, it is impossible to perform a Schlieren measurement inside 

the capillary, making Schlieren inappropriate technique for microplasmas [6] 

4.2.1.5 Optical emission spectroscopy  

While some methods offer high accuracy, they are not suitable for continuous 

measurement due to size and cost and have generally been used to provide a calibrated 

reference for other techniques, particularly OES, which is a routine and non-invasive 

technique. OES obtains a gas temperature estimate by fitting the experimental spectra 

to theoretical spectra of chosen molecular species, for example N2, NO, OH or CN 

[21,28]. However the population of the rotational energy levels, derived from the 

observed emission cannot automatically be assumed to be in equilibrium with the 

translational states i.e. gas temperature [3,29]. Iseni et al. [39] compared the analysis 

of broadening (line, resonance and Van der Waals) of specific isolated lines with the 

analysis of the rotational distribution of diatomic molecules as methods to determine 
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neutral gas temperatures. They provide estimates of uncertainties of 3% - 6% and 4% 

respectively [3,28]. In spectroscopic, rotational spectra can be fitted to the original line 

profile as it has many resolved rotational lines then Boltzmann plot can be used to 

represent the spectra. Fitting rotational temperature with Boltzmann plot is an iterative 

process and, in some cases, may not result in a good fit. Results showed that fitting 

with single temperature does not yield to good match with experimental data and using 

two Boltzmann plots showed better fit. However, temperature measurements are more 

realistic and accurate when they are been aligned to the wavelength. Knowing that not 

using the wavelength fitting may result in inaccuracies in temperature by 10 K along 

with potential inaccuracies due to other sources [3]. 

 

Figure 4-7: Results of experiment and simulation of rotational Spectrum of N2 

(C–B; 0–0) vibrational band [3]. 

 

N2(C–B), OH(A–X) and N+
2(B–X) are the transitions that has been widely 

used in determining Tg by OES. Most emissions occur in plasma comprising N2 or can 

be represented by the N2 positive system. The wavelength for N2 positive vibrational 

branches lay between 280-500 nm. The (0,0) and (0,2) transitions at 337nm and 380 

nm, respectively has mostly been used for the determination of Tg. Figure 4-7 is an 

example of Rot. Spectrum of N2(C–B; 0–0) vibrational band recorded with high 
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resolution of RF APP glow discharge plasma with He–H2O. In another example of 

APP micro-glow plasma with a high-resolution rotational temperature measurement 

of  N2(C-B), the temperature difference of afterglow discharge was found to be 

between 800 -1450 K. OES was not possible for many cases such as filamentary 

plasmas with small size because of the difficulties in obtaining accurate inline 

measurements. The fitting accuracy is so important because an error in the rotational 

temperature of roughly 200 K may result from a small deviation in the fit. In the case 

of N2(C-B) function, fluctuation of 10% result in difference of 50 K in the rotational 

temperature was found when using Boltzmann fit at 350 K [3]. OES was applied to 

many experiments to measure different temperatures such as rotational and vibrational 

temperatures (Trot and Tvib). Although analysis of nitrogen gas rotational lines is most 

common in determining Tg, adding N2 to the experiment, if it is not one of the gases 

used, may lead to changes in the discharge characteristics [37].   

 

Figure 4-8: N2 and OH(A-X) optical emission spectral lines for a) plasma without 

aerosol and b) with aerosol [7]. 
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In a previous work in NIBEC which has the same system for droplets, gas 

temperature was measured by portable OES to determine the impact of APP heating 

on nanoparticle synthesis. The gas temperature was estimated by fitting the 

experimental measurements with theoretical N2 and OH spectral lines generated from 

Specair software. For He plasma with 0.1% N2, maximum Tg measured from N2 lines 

was below 400K with an estimated fit error of ±50 K due to difficulty of fitting, for 

temperatures around 600 K in dry Ar [40]. A comparison between N2 and OH spectra 

is presented in Figure 4-8 (a) for plasma with aerosol and Figure 4-8 (b) for without 

aerosol, showing a noticeable reduction in the intensity of OH(A-X) line with the 

introduction of aerosol. Therefore with added water, the use of the OH lines leads to 

heightened error margins due to electronic quenching of OH (A-X) emission by H2O 

molecules [41]. This effect becomes noticeable at 100 – 300 ppm H2O and above [42]. 

Microdroplet transport through plasma jets can generate beneficial enhancement and 

transport of radical species (e.g. OH•, H2O2), important electron reduction reactions 

and rapid nanomaterials synthesis [43,44]. The chemical kinetics are thought to 

depend on droplet evaporation which in turn is sensitive to gas temperature. However 

the OES derived temperature estimates, obtained using OH lines, exhibit significant 

differences compared to using the N2 lines, once droplets are introduced into the 

plasma [7]. 

 

Figure 4-9: Comparison of gas temperature using Rayleigh scattering and OES 

for (N2 and OH) vs. current [22]. 
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  The gas measurements using Rayleigh scattering were compared with Trot 

obtained by OES using OH(A-X) and N2(C-B) lines, Figure 4-9. Gas temperatures 

determined from Rayleigh scattering, OH(A) and N2(C) emission were 2600 ± 100 K, 

3600 ± 200 K, and 2700 ± 150 K, respectively. The difference between Trot (OH) and 

Tg from Rayleigh scattering was estimated by 1000 K. While Trot from N2(C) 

represents a much closer fit to that obtained from Rayleigh [22].  The lack of accuracy 

in the temperature measurement using OH(A) was also observed at low temperatures 

using the NIBEC aerosol system [7]. Since high resolution spectrometer 

instrumentation is not viable for continuous sensing, the inability to resolve the 

rotational structures leads to a fitting process which can be complex, slow, difficult to 

automate, and with accuracy levels strongly dependent on apparatus parameters [3,28]. 

Temperature resolution is of the order ≥ 50 K in cold plasmas unless high resolution 

spectra are available. However, high resolution OES would have a bigger size and a 

higher cost therefore, OES is not suitable for field measurements nor suitable for 

continuous measurement due the complicated manual calculation. In addition, OES 

cannot provide instant measurement which is required for many applications such as 

medical ones. 

4.2.2 In-situ sensors for continuous monitoring  

4.2.2.1 Thermocouples 

Metal wire thermocouples can be used in various applications although 

challenging to use in microplasmas due to the geometrical restrictions and because 

thermocouple measurements can be significantly affected by plasma interference. 

Furthermore, thermocouples affect the properties of plasma when obstructing the 

plasma outlet [3].  

4.2.2.2 Fibre Optic Thermometer 

Fibre optic thermometer (FOT) is another method to measure gas temperature 

that consists of optical fibre with GaAs probe on its tip with connections to source of 

light and a spectrometer. The idea of this device is that the gas temperature variation 

is attributed to the probe band gap edge shifting [3]. Figure 4-10 demonstrates the 

changes in temperature and absorption edge wavelength according to the change in 

the energy band gap of GaAs which have been measured from a mathematical 
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equation. From the plot, FOT shows unsensitivity to temperature variation and the 

wavelength has a slight change, below 10 nm, for a rise of 50 K in temperature [45].  

 

 

Figure 4-10: The relation between band gap, temperature and wavelength for 

GaAs where the wavelength changes slightly similar to the energy of the band 

gap with big increase in the temperature [45]. 

 

To conduct the measurements, fibre optic and a monitoring system will be 

required. Alternatively, a spectrometer with wavelength range of about 350 nm – 1 

μm and resolution of about 1.34 nm FWHM can be used. However, both options are 

costly and are not suitable for microplasmas. Since the fibre optic system is based on 

measuring the intensity of light, it could potentially show false readings if specific 

wavelengths penetrated through the probe. Both thermocouple (TC), fibre optic (FO) 

thermal indicators are problematic [46]. Permanently locating the TC or FO into the 

gas stream is often inhibited by geometric restrictions, flow disruption, contamination 

and electrical coupling concerns. Moreover, the finite size of the temperature probe 

may lead to slight smoothing of the temperature. 
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4.2.2.3 IR thermal imaging 

 

Figure 4-11: Blackbody spectrum with various temperatures [47]. 

A blackbody (BB) is a perfect absorption body that absorbs all the radiation 

falls on it and emits radiation at frequencies depending on its temperature. The 

radiation emitted by a heated blackbody is known as electromagnetic radiation or 

photons and is limited to infrared spectrum at room temperature. Blackbody radiation 

is a theoretical concept that can be used in determining objects temperature by 

assuming that these objects are behaving as perfect blackbodies. Figure 4-11 shows 

the blackbody spectrum according to its temperature and demonstrates that more light 

is emitted for blackbodies with higher temperature than the light emitted from lower 

temperature blackbodies. In addition, the spectrum is continuous and has a peak with 

a shorter wavelength when the blackbody gets hotter [47].  

4.2.2.3.1 IR sensors 

IR sensors are contactless IR thermometers used in measuring objects 

temperatures depending on the infrared energy emitted from them. The infrared sensor 

uses wavelength range of 1-20 µm for measuring the thermal radiation. The radiation 

intensity depends on the object’s material which is defined by material’s emissivity. 

The emissivity of an object describes its ability to emit IR energy and has a range of 
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0.0 to 1.0 where 0.1 represent a mirror and 1.0 represent a blackbody. The accurate 

value of emissivity depends on the material thickness, dimension, surface constitution 

and transmittivity while the materials range of emissivity are available in tables in the 

manufacture manuals. 

 

Figure 4-12: BB radiation for both T= 300K and 400K. 

 

The main components of IR thermometers are lens, detector, spectral filter, 

and controller. The temperature is collected by the lens that passes through the spectral 

filter which select the range of wavelength. Both controller and detector are 

responsible for converting the collected IR radiation into electrical signals [48]. Hence 

the temperature can be calculated from mathematical equations depending on the 

emissivity of the object and the generated voltage [49]. For instance, the IR sensor can 

read the difference in BB spectra for two temperatures from the voltage generated in 

the circuit, Figure 4-12. 
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Figure 4-13: A photo of a manufactured IR sensor with FoV and the best location 

of target for accurate temperature measurements [50]. 

 

The field of view (FoV) of IR sensor is the visual angle of its lens and it has 

different shapes for different manufacturing models. The optical resolution of IR 

sensor depends on its FoV and the object location with respect to the focal spot size. 

Figure 4-13 shows an example of IR sensor to demonstrate the target various locations 

with respect to its FoV. If the target is smaller than the spot size, average background 

will be considered in the temperature measurement and average temperature will be 

calculated including both the target and the background. Therefore it is important to 

make sure that the target is at a point where it is all included in the FoV i.e. the target 

has the same size or larger than the focal spot size in the FoV [50]. Normal IR probes 

offer arrange of focal area sizes vs. distance e.g. Calex IR sensor which offers a small 

focal spot size of 5 mm at distance of 100 mm [51]. However, it is not suitable in our 

case of microplasma with a small capillary tube size of 2 mm and a small distance 

between the two electrodes of 2 mm. Therefore, an IR sensor with a smaller focal spot 

size will be essential to perform a high accuracy temperature measurement in 

microplasmas. The model of the IR sensor used in our study is “CT-SF22 + CF lens”. 

Figure 4-14 shows a photo of the IR sensor and the manufacturing dimensions [52]. 

The optical chart, Figure 4-15, reveals the ratio between the measuring spot diameter 

“S” and the distance “D” between the sensor and the object where the spot size 

represents 90% of the object’s radiated energy. It is having a small focal spot of 0.6 

mm @ 10 mm stand-off distance which is suitable for microplasmas applications. For 

accurate measurements, the optical path should be always kept clear. 
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Figure 4-14: IR sensor photograph in a) and dimensions in b) in mm, not to scale 

[52]. 

 

Figure 4-15 Optical chart of spot diameter vs. the stand-off distance for the FoV 

[52].  

4.2.2.3.2 Thermal cameras 

 

Figure 4-16: Electromagnetic spectrum range from ultra violet spectrum to 

infrared and microwave spectrums identifying also the energy of each range [53]. 
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The object’s radiation can also be detected by a thermal camera at various 

wavelengths in the range of infrared spectrum using infrared sensors. It  provides 

temperature measurements in the form of coloured image hence IR cameras can be 

utilized as thermographic cameras [53]. Noting that for thermal cameras, a mass of 

photons will be required to produce electrical signal, representing the temperature 

measurements [54]. The electromagnetic spectrum includes Ultraviolet, Infrared and 

Microwave radiation, Figure 4-16. Where the IR radiation can be divided to various 

wavelength Long, Medium, and Short -Wave IR that have wavelength of (LWIR) (7.5-

14 µm), (MWIR) (3-5 µm) and (SWIR) (1-3 µm), respectively. Knowing that the 

LWIR range is the most common between modern thermal cameras [53].  

 

Figure 4-17 IR camera detector composition of  pixels [55]. 

 

Figure 4-18: Schematic diagram of microplasma traditional infrared imaging 

system with camera inner components and the associated field of view which is 

bigger than the microplasma dimensions and includes cooler background. 
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The resolution of the camera is determined by the number of pixels whereas 

high resolution IR cameras have 640 × 480 detectors which is equivalent to 307,200 

pixels. The pixel size is in micron and the distance between the centre of two adjacent 

pixel is called the pitch, Figure 4-17. The signal is formed from the photons collected 

by number of pixels where each pixel acts like a single IR probe hence, it has a focal 

spot size versus distance [55]. The spatial resolution of each camera describes pixel’s 

spot size at a specific distance and the field of view of each pixel is measured in 

milliradian (mrad). For example, FLIR A320 camera has a minimum focus distance 

of 0.4m and a spatial resolution of 1.36 mrad, equivalent to a pixel view area of 1.36 

mm at distance of 1 m [56]. However, at large enough distance the focal spots of 

neighbouring pixels will overlap and these signals interpolate to form the thermal 

image which may not provide an accurate measurement of microsize applications like 

our case of microplasmas [57]. Figure 4-18 depicts traditional IR measurements for 

microplasmas. It provides an average wall temperature value over the field of view 

(FoV) and at typical sensor stand-off distances, the FoV is unsuitable for many plasma 

systems because of size or temperature non-uniformity. Thermal imaging using cooled 

high resolution IR cameras can improve the spatial resolution but this technique is 

reserved for stand-alone experiments, often at high temperatures [58–62]. 

 Infrared camera (FLIR, A320) was used to measure the temperature of the 

quartz wall and gas temperature of dielectric barrier discharges experiment, estimating 

the temperature between 320-480 K [19]. While infrared camera (GUIDE M8) with 

160x120 resolution was utilised in measuring gas temperature in a gliding arc reactor 

and was found to be below 70 C for various flow rates [18]. The following are some 

of the major advantages of IR sensor over IR camera, IR sensor has a small focal spot 

that can be focused on a small area such as microplasmas applications, IR sensor is 

much cheaper than IR camera, it can be left in place to obtain continuous 

measurements, provides continuous monitoring (readings every 1 ms) and IR 

measurements are not affected by aerosol plasmas. Zhou et al [2]  used different 

techniques of measuring gas temperature and compared between them. K-type 

thermocouple was used to measure the air jet temperature in DBD reactor while the 

wall temperature was measured by infrared thermometer. The gas temperature 

measurements using the thermocouple showed inaccuracy range of 1.0 K compared to 

1.8 K of using the IR thermometer for wall temperate measurements. While the use of 
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IR thermal camera to observe the temperature in the plasma area revealed inaccuracy 

range of 2%. OES, using N2 positive/ negative systems, was used for providing 

temperature distribution and gas temperature verification by using LIFBASE software 

spectrum simulation. The comparison between the Trot from OES measurements with 

gas temperature measurements using IR thermometer indicated a close approximate 

and demonstrated that Trot of plasma can represent the gas discharge temperature [2]. 

Also, gas temperature was measured in atmospheric pressure microwave plasma 

running by helium gas inside a 13 mm diameter tube using thermocouple and the 

excitation of the plasma was studied by OES. Measurements reported gas temperature 

to be 1208 K inside the tube while the optical emission of N2 rotational spectrum 

provided gas temperature measurements in the range 1000 to 2000 K for similar 

operating conditions [11]. 

4.3 Experimental setup and methods for gas temperature measurements 

 

Figure 4-19: a) 360° of Coarse Rotation  and Vernier Scale Provide ±5° Fine 

Adjustment and b) is a photo of all experiment components. 

 

Here the use of a small form factor IR sensor for continuous monitoring of gas 

temperature of a RF plasma jet contained in a narrow quartz capillary tube is 

investigated, a photo of the experimental apparatus is shown in Figure 4-19. The 

plasma region is defined by two outer ring electrodes which are separated by a distance 
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≥ 2 mm. The sensor FoV diameter is 0.6 mm at a stand-off distance of 10 mm. It is 

expected that the inner wall temperature of the capillary in contact with the plasma 

will rapidly reach equilibrium with the plasma gas temperature and represent a close 

approximation. To determine the temperature gradient across the quartz, i.e., between 

inner and outer walls, first the temperature of the inner wall in contact with the plasma 

with the sensor placed at the capillary exit and directed along the capillary axis is 

measured. Precisely locating the sensor FoV within the plasma region is achieved with 

reference to a known geometrical setup, by scanning the sensor in XYZ directions and 

over a range of angles. After obtaining calibration measurements of outer wall against 

inner wall temperature for varying power, flow, and He/Ar gas mixture, then gas 

temperature in the presence of microdroplets from the outer wall temperature is 

determined.  

 

         

Figure 4-20: a) magnified photo showing the IR sensor, electrodes and capillary 

tube and b) is 3D drawing of the capillary tube and the two ring electrodes. 
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Figure 4-21: (a) Schematic of the plasma setup with axis labels, (b) vertical 

orientation for inner wall temperature measurement and (c) horizontal 

orientation for outer wall measurement. 

 

Figure 4-20 shows a closer photo of the IR sensor, electrodes and capillary 

tube and Figure 4-21 depicts a schematic diagram of them with the horizonal and 

vertical position of the IR sensor for wall temperature measurements. The plasma is 

generated inside a capillary quartz tube 2.00 mm inner diameter (0.2 mm thickness). 

Radio frequency (RF) power at 13.56 MHz is connected to two concentric copper ring 

electrodes with a 2 mm separation, with the quartz tube extending 1 mm below the 

lower electrode. He, Ar and Ar/He gas flows from 0.5 to 3.0 slm without droplets were 

controlled by MKS G-Series mass flow controller. The net RF power, as determined 

using an Octiv Suite 2.0 VI Probe, is varied from 0.05 W to 0.6 W. For microdroplet 

studies, microdroplets with average diameters in the range 12 m – 15 m was 

obtained from a Burgener Mira Mist X-175 nebuliser and were injected into a helium 

gas flow (Q1) of 0.7 slm upstream of the plasma. The nebuliser was driven by a 

separate He gas flow (Q2) and the total plasma gas flow was Q = Q1 + Q2. The liquid 

(H2O) was supplied from a syringe pump at 4 µl/min and an estimated 5 x 104 droplets 

per second were delivered into the plasma [7,43]. Infrared temperature measurements 

were obtained using a Micro-Epsilon Thermometer CT precise infrared sensor (CT-

CF22-C1 Miniature-Pyrometer) with spectral range 8 - 14 μm and integrated CF lens 

providing a focal spot diameter of 0.6 mm at a stand-off distance of 10 mm [63]. 
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In normal operation, the sensor face is positioned at a stand-off distance from 

the outer wall of the quartz tube to collect emission from between the copper 

electrodes, Figure 4-21 (c). In order to calibrate the temperature gradient across the 

thin quartz wall, calibration measurements of the inner wall temperature between the 

electrodes are obtained with the setup shown in Figure 4-21 (b), with the sensor 

pointing upwards along the capillary axis. The variation in sensor FoV with stand-off 

distance is given in Figure 4-22 (a) and the sensor position relative to the capillary 

exit, in the configuration of Figure 4-21 (b), is shown in the CAD drawing of Figure 

4-22 (b), with the optic field profile overlaid (red). The 7 mm wide sensor face is 

inclined at angle  with its centreline situated X mm and Y mm from the capillary axis 

and Z mm from the capillary exit. To obtain an optic field intersection with the inner 

wall, of diameter D, within the region bounded by the two electrodes, the sensor XYZ 

position and angle  is varied in increments of 0.25 mm and 0.5 degrees, respectively. 

The clearance, c, between the upper edge of the optic field and the bottom of the quartz 

tube determines the limit of sensor vertical movement. Firstly, the precise centreline 

(axis) of the tube is determined by scanning the sensor in x- and y-directions with a 

nominal 0o inclination. The resultant temperature profile when the plasma was on, 

Figure 4-23 (a) shows two peaks indicating the wall positions and the centreline is 

assumed to be at the lowest temperature between the walls. The sensor is then 

positioned at this centreline axis and the temperature is obtained while the inclination 

is varied using a precision rotation platform (5 arcmin resolution), Figure 4-23 (b). 

The reference 0o inclination is taken as the angle at which the minimum temperature 

occurs. It should be noted that these plots act as a calibration procedure specifically to 

identify the capillary tube centerline and hence the measurement location point on the 

capillary, before each set of measurements. The actual gas temperature measurements 

will be discussed in the next section and represented by series of measurements with 

error bars. 
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Figure 4-22: (a) IR sensor optic field profile showing spot diameter versus stand-

off distance and (b) CAD drawing of the geometric setup of the plasma capillary 

and IR probe, in vertical configuration for inner wall measurement. Overlay 

shows the positions of the optic field profile outlines,  initially (red, dashed) and 

after translation in the Z-axis (red, solid), where the initial clearance between 

upper edge of the optic field and quartz wall is 0 mm and the final clearance is 

c mm.  
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Figure 4-23: Determining the alignment of sensor with respect to the quartz tube 

axis from temperature profiles across the tube by (a) varying X and Y distances 

and (b) angle of inclination  

 

 

Figure 4-24: Vertical and horizontal temperature profile of the outer surface of 

the capillary with the IR probe in the horizontal position. The peaks in the z-axis 

profile indicate the Cu electrode temperature. An emissivity value of 0.93 

(quartz) was used and temperature values are valid only for the quartz region. 

Assuming a Cu emissivity range of 0.5 to 0.8 for unpolished/rolled metal, gives a 

maximum upper electrode temperature in the range 50 oC – 80 oC. 

 

To locate its normal position reading the outer wall temperature at the centre 

of the plasma, the sensor is set at a stand-off distance of 10 mm, with an FoV diameter 

at the outer quartz wall of 0.6 mm, Figure 4-21 (c). The sensor is scanned in the 

horizontal direction (X), to determine the tube limits and central axis, and in the 

vertical direction to locate the two electrodes and obtain plasma temperatures in the 

interval. The temperature peaks in the z-axis profile of Figure 4-24 represent the Cu 
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electrodes. The actual value of temperature is unknown since the emissivity of Cu 

varies considerably (0.1 to 0.9) based on surface condition. Assuming a Cu emissivity 

range of 0.5 to 0.8 for unpolished/rolled metal, gives a maximum upper electrode 

temperature in the range 50 oC – 80 oC. The distance between temperature peaks in 

the vertical (Z) profile, figure 4, is ~3 mm, equivalent to the 2 mm gap between 

electrodes and accounting for electrode thickness and FoV diameter. The constant 

temperature valley extends ~1.5 mm and this provides the average plasma 

temperature. 

The IR sensor readings are available every 1 ms. Transient thermal response 

characteristics are shown in Figure 4-25 for both inner and outer wall measurements. 

Plasma ignition and extinction points are obtained from a photodiode response to 

plasma brightness. The rise time to final average value is ~3 s for both. For all 

temperature measurements, a constant quartz emissivity value of 0.93 was used. 

 

 

Figure 4-25: Temperature rise and fall times for inner wall (black) and outer wall 

(red). Dashed lines indicate the plasma ignition and extinction times obtained 

from photodiode response. 
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4.4 Validation 

4.4.1 Preliminary measurement of the electrode’s temperature profile  

The electrodes temperature is subjected to an increase due to being connected 

to a driven power. Therefore, it is important to study the electrodes temperature so that 

we can judge the factors affecting the capillary tube temperature along with the plasma 

temperature. Figure 4-26 is the temperature profile of the copper electrode while 

pointing the focal spot of the IR sensor at the electrode in vertical position. The 

temperature profile of the electrode is affected by its material and consequently its 

emissivity. Using emissivity of 0.1 represents the best case as the temperature 

increases by increasing the emissivity of the material. Figure 4-26 indicates an increase 

in the electrode’s temperature to a maximum value of 44 oC in the first two minutes 

followed by a drop to room temperature. Consequently, the electrode temperature can 

be considered to have a neglectable effect on the quartz tube temperature with respect 

to the gas temperature.  

 

 

Figure 4-26: The temperature profile of lower electrode vs. time using emissivity 

of 0.10. 
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4.4.2 Aerosol temperature measurements 

 

 

Figure 4-27: a) Temperature measurements at the midpoint between the two 

electrodes during heating up till saturation and b) during cooling down at He 

flow rate= 1.5 slm, maximum net power of 0.58 W and droplets flow rate= 

4 µl/min. 

 

 

Figure 4-28: a) Temperature measurements at the midpoint between the two 

electrodes during heating up till saturation and b) during cooling down at He 

flow rate= 0.5 slm, maximum net power of 0.58 W and droplets flow rate= 

4 µl/min. 
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Aerosol temperature measurements with time were taken at midpoint between 

the two electrodes to find out the temperature saturation time when the plasma is on 

and cooling time after turning of the plasma. While using maximum net power of 0.58 

W, droplets flow rate 4 µl/min and He gas flow of 1.5 slm in Figure 4-27 and 0.5 slm 

in Figure 4-28, fast saturation and cooling time within few seconds can be noticed. In 

addition aerosol temperature measurements were taken at 2.0 mm above the top 

electrode in Figure 4-29 at the same plasma conditions. When plasma on at 0.5 flow 

rate, Figure 4-29 (a), the temperature showed a fluctuation between 24 oC and 29 oC 

compared to a rapid saturation with higher flow rate at 1.5 slm as shown in Figure 

4-30 while a rapid cooling down was always monitored after turning off the plasma, 

Figure 4-29 (b). The fluctuation in the top electrode temperature by ±2.5 oC, Figure 4 

29 (a), is probably due to the instability of the afterglow area above the top electrode, 

which is connected to the power supply and therefore heated by ohmic losses, while 

impacted by the cooling gas flow in the opposite direction. 

 

 

 

Figure 4-29: a) Temperature measurements 2mm above the top electrode during 

heating up till saturation and b) during cooling down at He flow rate= 0.5 slm, 

maximum net power of 0.58 W and droplets flow rate= 4 µl/min. 
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Figure 4-30: Temperature measurements 2mm above the top electrode during 

heating up till saturation at He flow rate= 1.5 slm, maximum net power of 0.58 

W and droplets flow rate= 4 µl/min. 
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4.4.3 Validation of CAD technique 

                     

 

Figure 4-31: Preliminary CAD drawings of initial IR sensor field of view when 

the sensor is at a) vertical position (θ=0) positions and b) when the FoV has high 

angle of inclination that results in FoV to lay outside the tube. The optical field 

profile (solid line) is obtained from manufacturers specifications (see Figure 

4-22(a)), the dashed lines indicate maximum Z-axis travel for c > 0.  
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Figure 4-31 shows a CAD drawing of the capillary tube and the IR sensor FoV when 

the sensor is vertical, the IR lens has a radius of 7.00 mm and the focal spot is 0.6 mm. At this 

position, the focal spot does not intersect with the capillary tube in the area between the two 

electrodes and there is a large area of background included in FoV so an inclined angle is 

required for accurate measurements. However too much inclination would result in the FoV 

to lay outside the tube and consequently misleading measurements as shown in Figure 

4-31 ( b). So, a precise measurement of the geometry and the intersections between the FoV 

and the plasma tube is essential.  

 

  

Figure 4-32: CAD drawings IR sensor field of view with all dimension that should 

be considered where X,Y are the location of the centreline of the IR sensor with 

respect to tip of the tube, D is optic spot intersection with the tube wall where b) 

is a trial for locating the FoV with the capillary wall. 

 

Figure 4-32 shows identification of factors and parameters to be considered 

and Figure 4-32 (b) shows an iteration to locate FoV between the two electrodes where 

D= 3.52 cm compared to D=2.94 cm in profile B. It indicates that higher D resulted in 

including part of the electrode in the FoV, so it does not provide an accurate indication 

of the gas temperature compared to profile B.  
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4.5 Results of gas temperature 

4.5.1  Plasma only 

After locating the sensor centreline point of the tube, the aim was to adjust the 

XYZ and  positions to achieve an intersection of the optical field with the inner wall 

that lies between the two electrodes. The sensor starting positions are chosen to ensure 

the optical edge at the minimum spot size is located as close as possible to the end of 

the tube inner wall. Three example starting positions are illustrated in Figure 4-33 and 

Y(0), Z(0) and (0) initial values along with the resultant focal spot diameter, D, is 

given in Table 4. The dashed optic field profile indicates the limit of Z-travel while 

maintaining c > 0. The inner wall temperature profile, Figure 4-34, was obtained for 

each starting setup in Figure 4-33, by varying the clearance, c, from zero up to the 

maximum possible, given in Table 4. Profile A is dominated by the temperature at the 

lower electrode region and is constant with c. The profile C diameter at the wall is 

> 4 mm and hence is greater than the plasma area. The temperature increases as the 

spot moves down since less of the cooler wall above the plasma region is included in 

the temperature measurement. In profile B, the spot size and location represent the 

closest match to the plasma region. The temperature decreases as the spot moves away 

from the powered electrode. The final position is taken therefore from the maximum 

temperature point of profile B and is given by Y = 4.91 mm, Z = 8.15 mm,  = 33.75o, 

c ~ 0 mm, with a spot diameter of 2.94 mm.  

Table 4: Values for initial IR sensor positions and inclinations according to CAD 

drawings in Figure 4-33. X and Y are the distances (mm) from the capillary 

centreline, Z is the distance from the sensor to the capillary, c is the clearance 

before the optic field hits the wall, θ is the angle of inclination with x-axis and D 

is the diameter of optical spot in mm. 

 Y(0) mm Z(0) mm θ(0) c(final) mm D mm 

Profile A 6.10 6.78 42.69o 0.42 1.75 

Profile B 4.91 8.15 33.75o 0.78 2.94 

Profile C 4.37 8.51 30.05o 0.94 4.05 
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Figure 4-33: CAD drawings of initial IR sensor positions and inclinations 

showing the intersection of optical field with inner wall. The optical field profile 

(solid red) is obtained from manufacturers specifications (see Fig 2(a)), the 

dashed lines indicate maximum Z-axis travel for c > 0. 

 

Figure 4-34: Temperature profile of the inner wall of the capillary tube versus 

clearance, c, between bottom of quartz tube and the upper edge of the optic field 

profile (see Figure 4-22 (b)). Note in Figure 4-33, the minimum clearance is shown 

by the dashed profile and maximum by the solid. 

 

Figure 4-35: Pictures of the plasma with the absorbed RF power variation using 

He flow rate at 1.00 slm. 



141 

 

 

Figure 4-36: Inner and outer wall temperature of the capillary tube against RF 

net power at a fixed flow rate of 1.0 slm for (a) He and (b) Ar plasmas. Error bars 

represent the standard error (n = 3). 

 

The delivered power is the total electric power received from the power supply 

and delivered to the system whereas the absorbed power is the quantity of power 

consumed by the plasma. The absorbed power can be obtained by the Octiv Suite 2.0 

VI Probe installed in the system whereas the difference between the absorbed power 

and the delivered power is lost in the component of the circuit. In a He plasma, Figure 

4-35 depicts the illuminance of the plasma with increasing the power and shows 

increase in the brightness along with the length of the afterglow areas. As the 

measurements in Figure 4-29 (a) were taken at maximum power with the longest 

afterglow area in Figure 4-35, less fluctuation would be anticipated at lower power as 

the afterglow area gets shorter.  The average temperature variation with power, Figure 

4-36 (a), follows an almost linear relationship with minimal difference between inner 
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and outer wall temperatures while for argon, a sub-linear relation is observed and the 

outer wall temperature is 2 oC – 4 oC higher than the inner. The temperature 

differences between inner and outer wall are of similar magnitude to error margin of 

individual readings. Nevertheless, there is evidence that the plasma electrode 

temperature increases when the plasma is operated with argon. This may cause some 

external heating of the quartz capillary. With increasing flow, the gas temperature 

decreases for both gases, Figure 4-37. The introduction of Ar into He changes the 

plasma impedance and at the lowest flow rate, the gas temperature falls to a minimum 

when the Ar:He fraction reaches 40:60, Figure 4-38 (a).  A plot of net power absorbed 

against mixture ratio shows the temperature fall is due to a reduction in absorbed 

power with mixture variation as indicated in Figure 4-38 (b).  

 

 

Figure 4-37: Inner and outer wall temperature of the capillary tube against flow 

rate at a fixed RF net power of 0.3W for (a) He and (b) Ar plasmas. Error bars 

represent the standard error (n = 3). 



143 

 

 

 

Figure 4-38: a) Inner wall temperature versus Ar:He mixture at total flow rate 

of 1.5 slm and maximum net power of 0.58 W and b) is the variation in absorbed 

power with Ar:He ratio. Error bars represent the standard error (n = 3).   

 

Also, thermocouple (TC) measurements close to the gas outlet were obtained. 

Using an unshielded Type K thermocouple resulted in large inaccuracies due to RF 

interference. To overcome this an earthed shield was incorporated around the TC tip, 

which was set ~20 mm from the outlet of a similar plasma configuration which had a 

greater clearance to accommodate the bulky TC. Measurements required up to 300 s 

to reach equilibrium and the final measured temperature variation with power at 1 slm 
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flow was from 34 oC to 55 oC. Finally, a number of different insulating probes were 

placed at the gas outlet and temperature stabilised in the gas flow. One probe consisted 

of a polymer tube of diameter ~1 mm covered with black tape while the other was a 

thin 0.5 mm black insulated wire. The IR sensor, in vertical mode, Figure 4-21 (b), 

was then focussed on these probes and a temperature reading obtained. An emissivity 

value of 1 was assumed for both. In He (0.58W, 0.5 slm) the measured temperature 

was 38 oC and 49 oC for the tube and wire respectively, while the inner wall 

temperature at these conditions was 44 oC to 46 oC. In Ar (0.58W, 0.5 slm) the 

measured temperature was 36 oC and 39 oC for the tube and wire respectively, while 

the inner wall temperature at these conditions was 43 oC to 45 oC. 
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4.5.2 Plasma with microdroplets  

Inclusion of microdroplets into the plasmas causes a reduction of the gas 

temperature. For a total He gas flow of 1.5 slm, the absolute temperature decreased by 

≥ 6 oC at the lowest power and by 12 oC at the highest power, Figure 4-39. The 

temperature sensitivity to power variation was also reduced. The reduction in 

temperature with the addition of microdroplets was most noticeable at the lower flow 

rates, Figure 4-40. At the highest flow (3 slm) the temperature difference was ~1 oC.  

 

Figure 4-39: Gas temperature against RF net power in He without and with 

microdroplets at flow rates of 1.5 slm. Error bars represent the standard error 

(n = 3).  

 

Figure 4-40: Gas temperature versus total He gas flow rate with and without 

microdroplets, for a fixed RF power of 0.3W. Error bars represent the standard 

error (n = 3).   
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4.6 Discussion 

The IR sensor demonstrated a promising technique for measuring the plasma 

gas temperature however, it is necessary for measurements accuracy to precisely 

locate the centreline of the capillary tube and locate the IR sensor’s small focal spot 

between the two electrodes. Otherwise, cooler background areas will be included and 

misleading measurements would be expected. CAD drawings was proved to be the 

most appropriate technique along with temperature scan in the three dimensions as 

demonstrated in Figure 4-22 and Figure 4-23, respectively. Also, the IR sensor 

revealed a very fast thermal response, Figure 4-25, to plasma gas temperature in both 

outer and inner wall measurements and the rise time was indicated as 3 sec when 

compared with the photodiode response to the plasma brightness. In addition, fast 

saturation and cooling time within few seconds were noticed when using the maximum 

power of 0.58 W and various gas flow rates. 

The use of plasma-exposed microdroplets has important potential for 

delivering plasma-activated liquids and on-demand nanoparticles downstream over 

rapid timescales. Their chemistry, lifetime and transport however will be sensitive to 

the gas temperature in the plasma. It is well-known that the addition of small quantities 

of electronegative gases, e.g. O2 or H2O, can increase the gas temperature in noble gas 

plasmas as they tend to attract free electrons to their orbits therefore higher voltage 

and power will be required to maintain the plasma [3,64]. Hence the possibility exists 

for accelerated gas heating as the droplet evaporation proceeds. However, under 

current conditions, the reduction in gas temperature with microdroplet addition 

indicates that other factors, including evaporative cooling, may be involved. The 

significance of such cooling depends on droplet number and evaporation rate.  

In the same plasma system, the average droplet evaporation rates were 

estimated by comparing lognormal droplet size and velocity distributions with and 

without plasma exposure and fitting to a D2 – time profile [7,43]. For the conditions 

in this study, the evaporation rate was  ~5 x 10-8 m2 s-1. The maximum droplet rate, 

obtained from the liquid flow rate and the droplet size distribution, is 5 x 104 s-1 and 

the total energy flux (power) required, from the plasma, for this level of evaporation 

is 18 mW. For the case where droplet and gas travel at same velocity, A simplified 
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version of the Abramzon and Sirignano model for droplet vaporisation was used which 

indicated that gas heating supplies a maximum energy flux of 3 mW, i.e. over 80% of 

the evaporation is due to droplet bombardment by charged species [65] Heinisch et al. 

observed experimental evaporation rates in flowing dry N2, without plasma, 

approximately one order of magnitude lower than found here, supporting the 

conclusion that evaporation is dominated by charged particle heating of the droplet 

[66]. 

A reduction was observed in gas temperature when droplets are introduced 

while the power absorbed remains constant. From heat capacity considerations, the 

maximum difference in temperature (10 oC at 1.5 slm and 0.3 W) is equivalent to a 

power difference of 200 mW. At the highest flow, the small reduction in temperature 

is equivalent to ~40 mW. Therefore, across all conditions, the contribution of 

evaporative cooling (18 mW) is insufficient to account for the full temperature 

reduction. The introduction of electronegative gases is known to affect power 

absorption efficiency as the plasma couples less effectively to negative ions. In a 

separate study, this effect as H2O content in the plasma reaches ~3000 ppm has been 

observed. However, with a maximum droplet flow rate of 5 x 104 s-1, the evaporation 

contributes a maximum of 23 ppm to the average H2O content in the plasma and hence 

the impact of enhanced humidity is negligible. Although the evaporated water is more  

likely to diffuse slowly away from the droplet, ~ 100 m over the plasma flight time, 

rather than disperse uniformly throughout, most of the plasma volume remains in its 

original dry and electropositive state.  

Plasma ion density variation also impacts on gas temperature through 

ion – neutral collisions [21,64,66]. Figure 4-36 (a) shows an almost linear relationship 

between gas temperature and power, for He, and plasma density is expected to scale 

linearly with absorbed power. In Figure 4-36 (b), Ar, the relationship is sub-linear. In 

addition, the gas temperature decreased from 46 oC to 30 oC with increasing the gas 

flow rate from 0.2 to 2.0 slm for He and Ar gases, Figure 4-37. The introduction of Ar 

into He caused the gas temperature to fall to a minimum temperature of ~33 oC when 

the ratio between them was 40:60 which can be explained by the change in the plasma 

impedance and the reduction in the net power with Ar:He mixture ratios. The minimal 

difference noticed between inner and outer wall measurements demonstrated the 
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possibility of using the outer wall temperature as an indication of the plasma gas 

temperature for future applications. On introducing droplets, any reduction in plasma 

density while constant power is  maintained implies that the loss terms in the power 

balance equation increase; these include collisional energy lost per electron-ion pair 

created  and the mean kinetic energy lost per electron or ion lost, which depends on 

Te. Therefore, droplet introduction may lead to a reduction in plasma density and 

increase in electron temperature, while the absorbed power remains approximately 

constant.  

Successful implementation of droplet in plasma (DiP) technology for 

application in areas such as plasma medicine, agriculture and microreaction chemistry 

requires knowledge and control of gas temperature and evaporation kinetics. Future 

developments include increasing droplet flow rate while reducing diameter, gas 

velocity and extending the plasma flight time. Under current conditions only the 

smaller droplets (< 4 m) evaporated totally, resulting in a loss of ∼5% of the total 

droplet number and ∼0.05% of the total liquid flow volume. For a ten-fold increase in 

droplet rate and a reduction to an average diameter of 5 m, while maintaining 

constant gas flow, the added water content increases to 2000 ppm while the 

evaporative cooling power also increases to ~700 mW. This provides an indication of 

the future scope for parameter optimisation. 

 

4.7 Conclusions 

Continuous gas temperature measurement in plasmas is important for many 

applications, particularly for verifiable monitoring and control of plasmas for medical 

treatment. The accurate measurement of gas temperature using a small-spot IR 

temperature probe focussed on the outer quartz wall have been shown. Calibration was 

obtained via careful measurement of the temperature of the inner wall in direct contact 

with the plasma, to account for heat loss across the thin quartz tube. For He plasmas, 

the temperature difference between inner and outer walls was not detectable, within 

the error margin. For argon, the outer wall was a few degrees hotter. This may be due 

to additional heating by the external electrodes since the Ar required greater applied 
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power for the same net power. While the emissivity of quartz is reasonably constant 

at 0.93, Cu emissivity can vary widely depending on surface condition of the metal. 

We estimate the electrode temperature between 50 oC and 80 oC. Electrode heating of 

the quartz outer surface may therefore lead to an overestimation of gas temperature. 

Plasma gas temperature was observed to increase, as expected, with increasing power 

and reduced gas flow. The maximum temperature over the full operating range was 

< 50 oC and slight difference was observed between pure He and Ar plasmas. For 

Ar/He mixtures, the fall in temperature on adding Ar is clearly due to the reduction in 

absorbed power caused by a change in the electrical characteristics of the plasma. The 

non-invasive low-cost IR probe demonstrated sub-second resolution and performs 

much better than bulky shielded thermocouple probes that obstruct the gas flow and 

have a response time of many minutes. Compared to expensive thermal image cameras 

that can resolve small plasma dimensions, the small-spot IR sensor can be kept in-situ 

and its output directly used for feedback control. The sensor also provides useful 

temperature information for more complex plasma configurations. A cooling of the 

plasma on introduction of a microdroplet stream is observed. Previous estimates of 

such temperatures using OES fitting had a wide error margin (~50 oC) and suggested 

an average of >75 oC. This is an important parameter in modelling the droplet 

evaporation rate and the resultant enhancement of overall humidity. The observed fall 

can be attributed to evaporative cooling and since an increase in humidity generally 

leads to increased gas heating, these results indicate that the average humidity remains 

approximately constant and confirms previous droplet measurements which show 

limited size reduction due to evaporation during transit through the plasma [7]. 
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5 Measurement of plasma charged microdroplets 

Work in preparation for submission [1] 

Measurement of the charge on individual charged particles had never been 

accomplished before for systems at high and atmospheric pressure. Over the previous 

years a research project was instituted in NIBEC (Ulster University) to attempt such 

measurements. A wide range of techniques were progressively attempted and a 

database of measurement results were obtained. In this thesis a subset of this data, 

representing measurements taken using the plate collector and the double ring 

electrodes were selected. These were critically analysed for accuracy and consistency 

and a further subset selected from a wide range of plasma conditions, comprising the 

data with the highest reliability/repeatability and accuracy. The measurement setup for 

both selected techniques (ring and plate) are given in the experimental methods section 

of each chapter. Also given are the complete plasma conditions regarding power, gas 

flow and electrode geometry as well as droplet size range and velocity range.  

 

5.1 Droplet charging 

UV [2] and corona discharges [3] can be utilised in non-contact charging from 

the gas-phase. In the former, analytical and numerical techniques were used to analyse 

multi-charged particles and study their photoionization, recombination, diffusion and 

electric field transport. This technique is based on charging aerosol particles in 

nanometre size range using UV photoionization where particles are charged by 

absorbing UV photons and emitting electrons which collides with the surrounding gas 

and produce ions which remain to form an electrostatic field with a positive charge. 

The average charge for particles was estimated from a numerical model and was found 

to be controlled by changing the bias voltage [2]. William et al. provided charge 

distributions by calculating ion-aerosol attachment coefficients and compared 

theoretical charge predictions with experimental results using corona discharge. They 

found also that the difference between positive and negative ions physical properties 

result in high discrepancy in the number of positive and negative charged particles, at 

larger radius particles, in particular [3]. Steady-state production of droplets of fixed 
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size and charge distribution is possible with corona assisted electrospray and 

moderately conductive liquids. However, to achieve high charge to mass levels 

requires increased flow rates, which also leads to larger droplets, > 100 m, where the 

surface to volume advantages is significantly reduced. For low conductivity liquids, 

the drastic decrease in dielectric relaxation speed result in reduction in the charge to 

fully charge droplets before they detach [4]. Rayleigh limit of charge (QR) is the 

maximum charge that can be held on a drop before it split into smaller droplets. This 

limit is also defined by the strength of the electrical breakdown and depend mainly on 

the size of the droplets as shown in the following equation [5]: 

𝑄𝑅 = 8𝜋 (휀0𝛾𝑅
3)1 2⁄  Equation 8 

  

Where 𝛾 is the surface tension and 휀0 is the permittivity. This limit is often used as a 

benchmark. Theoretical and simulation estimates of diffusion and field charging in 

unipolar corona discharges are in the range 0.1 – 1% of QR [6–8], since they depend 

on the product of  ion density and residence time (Nit) [9]. Also, corona-assisted ES is 

generally limited to positively charged droplets since operating in negative mode risks 

high energy ion bombardment of the meniscus, instability and gas breakdown [10,11]. 

Corona charging depends mainly on ions, of either polarity, as free electrons attach to 

air molecules quickly, although additional free electron contributions to charging have 

been achieved in pure electropositive gases [12,13].  

 

5.2 Droplet charging in a plasma  

Charge generation by glow discharge plasma sources has an advantage over 

corona that it can provide higher plasma densities by up to 106 times in the gas-phase 

[14], and there is growing interest in incorporating aerosols for plasma – liquid based 

applications using various droplet generation sources [15]. In addition, non-contact 

low-temperature or cold plasma charging, apart from generating an internal electric 

field, provides more reactive species to the droplet reactor, specifically a high flux of 

gas-phase electrons striking the surface and likely initiate electron-mediated chemistry 

at the liquid – gas interface. The reduction of HAuCl4 to form Au nanoparticles in 
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plasma irradiated microdroplets was demonstrated at synthesis rates up to seven orders 

of magnitude faster than traditional routes [16]. Enhanced reaction rates have also been 

observed in other plasma – droplet systems [17–20]. The low energy electrons 

provided by the gas phase are expected to solvate at the liquid surface and form a thin 

layer of charge, leading to internal electric fields and solvated electron-initiated 

reduction reactions. However gold salt reduction in plasma-irradiated microdroplets 

requires very high electron fluxes to account for observed reaction rates [16].  

Particle charging in plasmas has received considerable theoretical attention for 

many decades. Experiments in low pressure plasma, where gas-phase species 

collisions are rare, have been performed to validate the particle charging theoretical 

predictions where acquired particle charge and associated electron flux have been also 

estimated. However, at atmospheric pressure, the large number of collisions within the 

plasma adds considerable complexity and to date, measurement of acquired charge has 

not been achieved. Without knowledge of the surface charge, essential estimates of 

electron flux to the microdroplet cannot be made. In this chapter, measurements of the 

average charge acquired by liquid droplets after passing through a low-temperature 

plasma will be presented. The droplets have diameters in the range 5 m – 30 m, 

sufficiently large to ensure survival while retaining a large area to volume ratio [21]. 
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5.3 Experimental methods 

5.3.1 Plasma details 

 

Figure 5-1: RF atmospheric pressure plasma (APP) configuration composed of 

double copper ring electrodes connected to RF power source, microdroplets and 

collector configrantion. 

An RF-driven (13.56 MHz) atmospheric pressure plasma was generated inside 

a 2 mm inner diameter quartz tube, between two exterior concentric Cu electrodes, 

~2 mm apart and operated in helium at flow rates between 1 – 7 slm. The plasma 

impedance and net power absorption were monitored continuously using an inline VI 

probe (Impedans Octiv Suite 2.0). The water vapour content, monitored using an inline 

Xentaur XTR-100 Dew Point Meter, was maintained below 100 ppm, without droplets 

present. The gas temperature was monitored using a Micro-Epsilon CT precise 

infrared sensor (CT-CF22-C1 Miniature-Pyrometer). The focal spot, with a diameter 

of 0.6 mm at a stand-off distance of 10 mm, was located on the quartz wall between 

electrodes [22]. Maximum gas temperatures were 46 oC for a net input power of 0.6 W 

at the lowest flow rate (0.6 slm) and without droplets. The introduction of 

microdroplets reduced the gas temperature by up to 10 oC. Microdroplets with average 

diameters in the range 12 μm – 15 μm were obtained from a Burgener Mira Mist X-

175 nebuliser and were injected into a helium gas flow (Q1) of 0.7 slm upstream of the 

plasma. The nebuliser was driven by a separate He gas flow (Q2) and the total plasma 

gas flow was Q = Q1 + Q2. The liquid (H2O) was supplied from a syringe pump at 

5 L min−1 (QL).    
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5.3.2 Plasma droplets details 

 

 

Figure 5-2: (a) Droplet rate versus size for measured lognormal diameter 

distribution (count median diameter = 13.6 m, geometric std. deviation = 1.7) 

for a total droplet rate of 5 x 104 s-1, calculated from the measured distribution of 

droplet diameters and the injected liquid volume (300 L h-1). Also shown is the 

cumulative probability. The net plasma power was 1 W, and the total gas flow 

was 3.5 SLM. (b) Droplet velocity distribution and cumulative frequency 

distribution showing 50% of droplets travel at ≤ 12 ms-1, and 75% at ≤ 17 ms-1. 

Measurements were obtained at an average of 1.5 mm from the plasma capillary 

outlet. The peak and average gas velocities within the capillary are ≤ 16 ms-1 and 

≤ 32 ms-1 respectively, assuming laminar flow. 
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In-flight measurements of individual droplet diameters and velocities were 

previously obtained from high resolution droplet imaging using similar experimental 

setup in NIBEC. A stream of nanodroplets from Burgener Mira Mist X-175 nebuliser 

was magnified by a Quester QM-100 microscope and imaged by Andor IStar CCD 

camera for droplets sizes and velocities measurements. The droplet sizes were found 

to follow a known lognormal distribution which is related to measured size distribution 

depending on droplets count median diameter (CMD) and geometric standard 

deviation (GSD). These measurements have a high accuracy due to the high resolution 

of the measuring techniques which has 1805 x 1805 imaging resolution, equivalent to 

a limit of 1.7 x 10-6 m per imaged pixel for the microscope imaging while the camera 

was capable of providing exposure time of 10 µs - 20 µs. The lognormal distribution 

is based on the experimental sample distribution measurements and the calculated 

CMD and GSD values [21]. The total droplet rate is ~5 x 104 s-1, equivalent to 1 

droplet arriving every ~20 s. Within the plasma capillary, the gas velocity radial 

profile is parabolic due to laminar flow conditions with peak and average velocities of 

32 ms-1 and 16 ms-1, respectively, at a gas flow of 3.5 slm. Therefore, the average 

droplet spacing is in the range ≤ 340 m to 680 m. However, on exiting the plasma 

capillary, the droplets slow down. Measurements indicate 50% of droplets travel at 

≤ 12 ms-1 and 75% at ≤ 17 ms-1 with an overall average velocity of 13.2 ms-1 (SD = 

6.7). Under maximum gas flow conditions, 7.5 slm, the average measured velocity is 

28.2 ms-1 (SD = 15.2). At a gas flow of 3.5 slm, the droplet diameter distribution is 

lognormal with a count median diameter (CMD) of 13.9 m and a geometric standard 

deviation (GSD) of 1.7. Over 75% of droplets have a diameter ≤ 17 m. A similar size 

distribution is obtained for other flow conditions. Example size and droplet velocity 

distributions are demonstrated in Figure 5-2.  

 

5.4 Droplet charge measurement 

Our main objective is to measure the average droplet charge using a low-density 

stream of microdroplets impacting a contact electrode after passing through a short 

atmospheric pressure plasma region.  
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5.4.1 Collector electrical response simulation 

When a droplet contacts a solid electrode, e.g., a metal wire or sheet, its charge 

is transferred, and a current is measured.  A charged particle approaching a conducting 

electrode creates an image charge and with a finite collector electrode geometry, where 

Borzabadi et al. [23] has provided an approximation of the magnitude of the image 

charge as following: 

𝑞′ = −𝑞

(

 1 −
𝑥

√𝑅𝐶
2 + 𝑥2)

  Equation 9 

 

where x is the distance between the droplet and collector and RC is the collector radius. 

At a distance, x, where x << RC, the induced charge reaches its maximum, q'  q. 

The measured current is: 

𝑖 =
𝑑𝑞′

𝑑𝑡
=

𝑞𝑣𝑅𝐶
2

√(𝑅𝐶
2 + 𝛿𝑥2)

3
 

Equation 10 

 

and for a constant velocity, v, the current due to the particle just arriving at the 

collector, i.e., x ~ 0, is i = qv/RC. If a stream of charged particles, spaced a distance 

RC apart, arrives at the collector the second and third particles induce currents i2  i1/3 

and i3  i1/11 respectively, with particles further away having negligible effect. Figure 

5-3 shows the current pulse with a 2 mm radius collector and for a maximum droplet 

charge typical current pulse amplitudes and lengths are in the 10-9 A and 10-3 s range. 

Where Figure 5-4 reveals the relative response of an electrode, of radius R, to the 

arrival of a charged particle depends on the particle distance, x/R, from the electrode. 

Therefore, the inter-droplet spacing needs to be > 2RC to measure individual droplets 

and to ensure that the current pulses are detectable, RC must be sufficiently small. 

However, if RC is too small, the droplet is carried around it on the gas streamlines and 

no contact is made.   
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Figure 5-3: Current pulses from Equation 9 for single droplet of diameter 14 m. 

The collector radius is 1.5 mm. 

 

  

Figure 5-4: Electrode relative response to charged particle flux versus particle 

distance, normalised to electrode radius, Rc.  
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5.4.2 Current measurements 

 

 

Figure 5-5: Measurement equivalent circuit. 

 

Figure 5-6: (a) without droplets. The length of the luminous afterglow is 

illustrated by the arrow and compared with (b) when microdroplets are 

introduced.   



167 

 

 

Figure 5-7: Plasma potential versus electron temperature for estimated 

Tion ~500 K in He. 

 

The electrical equivalent circuit between plasma and collector represents three 

spatial regions, namely the high conductivity plasma itself between the electrodes, a 

low resistance plasma region, often labelled “afterglow (RAg)” and a high resistance 

plasma effluent region (REff), Figure 5-5. These three regions are considered plasma 

but with different electron densities. So, when the plasma is ignited, the area between 

the two electrodes would have the highest density of reactive species and electrons 

due to electron trapping [24]. The afterglow corresponds to a plasma with a 

diminishing carrier density while further away in the effluent, only a small positive 

ion current is expected. The length of the afterglow region depends on plasma 

parameters [25]. Therefore, there is always reactive species in the three regions but 

with different densities. Lu et al. also found that high frequency atmospheric pressure 

plasma jets to have reactive species not only between the two electrodes but also 

effluent region [26]. Furthermore, Suk et al. [24] demonstrate that the particles from 

plasma pass significantly beyond its boundaries. The precise electrical extent of the 

afterglow is not known, but previous miniature Langmuir probe spatial measurements 
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indicate a sharp rise in resistance just outside (< 1 mm) the luminous region. 

Therefore, the afterglow is thought to correspond approximately with this luminous 

region beyond the electrodes, Figure 5-6 (a), and its length is observed to increase with 

absorbed power. However, with the addition of microdroplets, the afterglow length is 

much shorter, Figure 5-6 (b). The measurement circuit is represented by a resistor 

divider network which comprises the oscilloscope input resistance (Rosc) and the 

plasma – collector path resistance (Rpc) determined mainly by the length of the high 

resistance effluent region. The measured voltage, in the absence of microdroplets, is 

given by the following equation which is driven from the electric circuit simplification 

in Figure 5-5 by obtaining the equivalent resistant of the three resistances in series and 

applying the general equation V= I x R  

 

𝑉𝑚𝑒𝑎𝑠 =
𝑉𝑝𝑙𝑎𝑠𝑚𝑎

1 +
𝑅𝐴𝑔 + 𝑅𝐸𝑓𝑓
𝑅𝑂𝑠𝑐

 
Equation 11 

 

where Vplasma is the plasma potential, given by 

𝑉𝑝𝑙𝑎𝑠𝑚𝑎 =
𝑘𝑇𝑒
2𝑒
𝑙𝑛 (

𝑚𝑖𝑜𝑛𝑇𝑒
𝑚𝑒𝑇𝑖𝑜𝑛

) Equation 12 

 

Assuming cold ions and an electron temperature of Te ~2 eV and Tion ~500 K in He, 

leads to an estimate of Vp ~12 V. The plasma potential is sufficiently positive in order 

to trap electrons to main plasma neutrality (ne ~ nion), as the electrons since they are 

lighter would normally escape must faster than positive ions. These values were 

obtained based on experimental measurements as well as kinetic models for 

atmospheric pressure helium plasma [27,28]. Therefore, Figure 5-7 demonstrates the 

values of plasma potential for Te in the range of 1-10 eV. There are some analytical 

models studied the untrapped electrons [29,30] while the study of electron trapping 

requires models and simulations. Kostyukov et al. used a numerical 3D simulation 

model to study the electron trapping and their threshold momentum. Where these 

electrons were trapped in a bubble and accelerated by the plasma field leading to 

electrons acceleration. They also identified that a large amount of electrons can be 



169 

 

trapped in the downward region of plasma density transition [31]. In addition, a 

trapping model was used to study electrons from plasma and to indicate the 

propagation length of the trapped electrons. The density of the trapped particles was 

also evaluated and the results of this model were compared with other models for 

validation [32]. Suk et al. studied also the dynamics of trapped electron using a 

simulation and compared the results with a derived analytical model. In addition, they 

employed a theoretical model by considering, initially, the electron’s position and 

momentum at the downstream region which has low density electrons. The final phase 

of the electron after trapping was then achieved using the analytical model [24]. 

Sample current waveforms are shown in the original oscilloscope trace before 

and after aerosol injection to form the stream of microdroplets, Figure 5-8. Stable 

collector output is obtained without aerosol, the introduction of which creates a short 

period of instability. After settling, the collector signal amplitude has increased, due 

to the aerosol. The photodiode signal provides a record of continuous plasma operation 

during measurement. The equivalent charged droplet induced current pulse data are 

shown in Figure 5-9. The current pulse lengths are 10 – 60 ms which is much longer 

than expected for the flight time of a single droplet. The capture zone is the farthest 

distance where a charged droplet will create a signal on the collector. Therefore, each 

current peak is thought to represent multiple droplets due to the effective length of the 

collector capture zone which is much longer than the expected distance between 

droplets. The average pulse length was obtained from a sample of pulses and observed 

to decrease with increasing gas flow, Figure 5-10, as expected. In Figure 5-11, the 

power spectral density (PSD) plot for the plasma-only exposed electrode (blue) is 

overlayed onto that for the plasma – aerosol condition (red). According to Fourier 

analysis, any physical signal can be decomposed into a number of discrete frequencies, 

or a spectrum of frequencies over a continuous range. The power spectrum of a time 

varying signal describes the distribution of power into frequency components 

composing that signal i.e. it indicates the relative importance of each frequency. If the 

components were due only to the charge on droplets as it reached the collector, then a 

prominent frequency at 50 kHz, the droplet frequency, would be expected. However, 

the spectrum of Figure 5-11 shows many frequencies due to noise or experimental 

artefacts. This plot generated by the oscilloscope connected to the experiment where 

the large peaks represents spikes due to RF emission noise from the plasma. At low 
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frequencies, additional features were observed either without plasma or during 

nebuliser operation in the absence of liquid flow. These are attributed to pulsing of 

syringe pump and nebuliser operation. Therefore, this plot helps in understanding the 

influence of the system components on the signal and reveals high noise is expected 

to influence the droplets charge measurements.   

 
 

 

Figure 5-8: Oscilloscope traces of collector current and luminance signals for 

plasma (a) without and (b) with aerosol. The voltage scale is 2.0 mV/div in (a) and 

5.0 mV/div in (b). The total collection time is 200s, 2 kS/s. The input resistance is 

1 ΩW. 
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Figure 5-9: (left) Measured collector (radius 3mm) current for plasma power of 

1W and total He gas flow of 5 slm. (right) Expanded time axis. 

 

 

Figure 5-10: Average current pulse length versus gas velocity where the pulse 

length gets shorter with increasing the gas velocity. 
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Figure 5-11: Power spectral density plots from plasma exposed 4 mm electrode 

(blue), superimposed on that of plasma with droplets (red). Where additional 

features were found at low frequencies as well as RF spikes.   

 

5.4.3 Collector dimension and location for charge detection 

A charge measurement electrode, the collector, was placed downstream from 

the plasma capillary outlet at various locations to determine the minimum distance 

required to ensure placement beyond the plasma afterglow region and hence minimise 

interference from plasma currents. While the plasma to collector gap was varied, 

Figure 5-1 the quartz capillary was adjusted to maintain an air gap of ~1 mm and 

minimise turbulence effects and droplet loss at its outlet. In an attempt to investigate 

single droplet current pulses, a number of wire and disk collectors of various 

dimensions were initially investigated. However, only disk electrodes larger than the 

outer diameter of the capillary (2.5 mm) were capable of capturing most droplets. For 

wire electrodes ≤ 100 m, almost zero droplets were collected. To achieve isolated 

single droplet measurements under these conditions (large RC
 ≥ 2.5 mm) would 

require an arrival frequency ≤ 1500 Hz to ensure sufficient inter-droplet spacing. 

Considering individual droplets with a maximum charge value given by the Rayleigh 

limit, the expected pulse characteristics, from Equation 10, are in the 10-9 A and 10-4 s 

– 10-3 s range. While the measured pulse amplitudes are in the expected range (0.1 nA 

– 10 nA), the observed pulse lengths were much longer (5 ms – 25 ms). With a large 

collector radius, the electrode response zone contains several droplets with a range of 
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velocities and charge levels and the observed extended pulses likely represent the 

superposition of these multiple droplets. All electrical measurements were obtained 

with the plasma system and nebuliser placed inside a Faraday cage. An additional 

Faraday shield directly enclosed the plasma electrodes and inline RF, and anti-aliasing 

filters were installed. Nevertheless, since the electrode is in close electrical proximity 

to the output of a high-power radio-frequency source, the current pulses may also be 

subject to interference due to RF spikes as depicted in Figure 5-11. For the above 

reasons, single droplet analysis was not possible. Instead, the average voltage induced 

on the collector by a stream of microdroplets was used to estimate the average 

microdroplet charge. A 3 mm diameter copper disk collector was placed downstream 

from the plasma capillary outlet and the current signal fed directly to an oscilloscope 

with an input impedance of 1 M to produce a voltage signal. Data was collected for 

various values of plasma – collector distance, 3 – 30 mm, and variable gas flows from 

1.5 slm to 7.5 slm.  

 

5.4.4 Collector electrode calibration 

5.4.4.1 Large droplet experiment 

 

Figure 5-12: Current measurements for a 2 mm diameter droplet impacting a 

collector electrode. 
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In earlier experimental work previously conducted in NIBEC, large droplets 

were obtained from a DC biased hypodermic needle and allow to free fall onto a 

collector plate. From imaging, the size and velocity of droplets were determined, 

allowing calculation of the droplet charge. Simultaneous current measurements were 

then fitted to Equation 9 and Equation 10. Current measurements for a 2 mm diameter 

droplet impinging a collector electrode are shown in Figure 5-12. The current 

measurements were taken in comparison with model from Equation 9 for a calculated 

droplet charge of 108 electrons. Knowing that the current spike when droplet impact 

occurs (at t = 0) is not accommodated by Equation 9. 

 

5.4.4.2 Droplet stream simulation 

To calibrate the collector for microdroplets, a number of simulations, based on 

Equation 10, were carried out using continuous droplet streams with varying values of 

charge, velocity and droplet spacing. From the measured size and velocity 

distributions at a gas flow of 3.5 slm, the estimated average distance between droplets 

is ~300 m resulting in the presence of ≥ 12.5 droplets within the collector sensitivity 

zone, ~2RC, with RC equal to 2 mm. High resolution imaging of the exiting aerosol 

indicated droplet divergence was small over the relevant distances without the 

collector in place. However, the presence of a collector is likely to disrupt the gas flow. 

In particular the low density helium may induce a counterflow due to buoyancy forces, 

slowing the droplets as they reach the electrode and possibly leading to droplet pileup 

or deflection away from the electrode [33]. For a fixed diameter (D) of 14 m, i.e., the 

Count Median Diameter (CMD) of the aerosol distribution, simulated velocities (v) 

were varied between 28 ms-1, the maximum observed average velocity, and 1 ms-1 

which represents possible droplet deceleration due to counterflow conditions.  
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Figure 5-13: Simulation of a droplet stream impacting the collector electrode, 

using the measured droplet frequency of 5 x 104 s-1, a fixed diameter (14 m), 

charge (105e) and average velocities of 1 ms-1 and 13 ms-1.   

 

 

Figure 5-14: Simulation of a droplet stream impacting the collector electrode. 

Offset voltage dependence on charge and velocity. The inset shows plot on linear 

scale 
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Figure 5-15: Calculated offset voltage per electron charge versus velocity. The 

simulation range extended a distance 4 x RC from an electrode of radius RC. The 

droplet diameter (D) and spacing (G) was 14 m and vTint respectively, where 

Tint is the droplet generation interval, 20 s. The minimum number of droplets 

was 4R/(D+G). 

 

The simulation range was extended to 16 mm, to fully account for all 

significant droplet contributions. The gap (G) between droplets was set at vTint where 

Tint is the droplet generation interval, which was observed to be approximately 

constant at 20 s, irrespective of plasma gas flow. The total number of droplets in the 

simulation region, at any instant, was 4RC/ (D + vTint). Example simulation of the 

effect of droplet velocity on induced dc bias and superimposed current pulse 

amplitudes is depicted in Figure 5-13, considering equivalent current to voltage 

conversion by the oscilloscope input impedance (Rin = 106 ). The simulated 

waveforms displayed a small ripple voltage due to individual droplets superimposed 

on a DC offset voltage where the time delay between droplets depends on their 

generation rate (5 x 104 s-1) and velocity. Across a range of charge values (104 e to 

107 e), simulation indicates the impact of varying velocity, from 1 ms-1 to 28 ms-1, is 

limited, Figure 5-14. The estimated gain factor, from the simulated calibration curve 

in Figure 5-15, is 5 - 8 nV/electron across the expected velocity range.    
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5.5 Results 

 

Figure 5-16: Collector potential (VC) versus absorbed power, with and without 

droplets at distances of 3 mm and 15 mm from the plasma electrode. The wire 

collector diameter was < 100 m. The shaded regions indicate where VC > 0. Inset 

(3mm) shows magnified shaded region positive potential (plasma only). 

 

To determine the induced current due to charged droplet arrival, it is necessary 

to subtract the background due to the plasma potential. However, since conditions and 

hence plasma potential will change on the introduction of microdroplets, the latter 

needs to be estimated separately from the droplet impact effect. Using a thin 

(< 100 m) wire collector, almost zero droplets were collected as they are carried 

around the wire by the gas flow. Therefore, the contribution of droplets to the collector 

voltage is considered negligible. The measured collector potential versus power is 

shown in Figure 5-16 for plasma – collector gaps of 3 mm and 15 mm. At low powers, 

indicated by the shaded regions, the potential without droplets remains positive and 
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represents the output expected when a high resistance effluent region exists in the path. 

Where the shaded area represents Vc > 0 and indicates the area where the afterglow 

region is shorter than the distance between the collector and the capillary tube. 

Therefore, the plasma is uncouple with the collector for both cases of with and without 

droplets at 3 mm and for plasma only when the collector is at 15 mm. However, at 

higher powers, the afterglow region length increases, and the voltage decreases until 

the collector is, at least, partially situated within the afterglow region where it then 

assumes a negative floating potential (VF) determined by the local electron 

temperature. At the maximum power, VF is a factor of ~100 greater at 3 mm distance 

compared to 15 mm.  

 

Figure 5-17: Collector potential (VC) versus absorbed power, with and without 

droplets at a distance of 3 mm, using a 4 mm diameter disk collector to measure 

droplet charge. Dashed lines represent least squares fit to measurements over the 

power range (shaded), representing the decoupled region for plasma without 

droplets. The net potential due to droplets alone is obtained from subtracting the 

plasma fitted line from the droplets fitted line.   

 

On the addition of droplets, the characteristics remain similar at 3 mm but at 

15 mm, the potential remains positive until a much higher power. This is due to the 

reduction in the afterglow length, indicated in Figure 5-6. Thus, the collector is either 

electrically coupled or decoupled to the plasma, via the afterglow region, depending 

on distance and power. Since bombardment by negatively charged droplets will 
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decrease the collector potential, it is necessary to operate in decoupled mode to avoid 

interference from the floating potential. In Figure 5-17, the collector potential versus 

power is shown for plasmas with and without droplets, at a 3 mm distance from the 

large collector (4 mm diameter). A least-squares fit to each data set, over the power 

range appropriate for decoupled mode (shaded) was then used to calculate the net 

potential on the collector that can be attributed to the charge carried by the droplet 

stream. From the simulated calibration factor which varies from 4.6 – 7.6 nV per 

electron, Figure 5-15 the average value of charge per droplet can be obtained from the 

net potential and is shown in Figure 5-18 for low and high powers.  

 

 

Figure 5-18: Calculated average droplet charge versus distance at low and high 

powers using the simulated calibration curve. Error bars represent the impact of 

the variation in calibration factor over the expected velocity range.  

 
The power required to couple plasma with collector was estimated across the 

range of plasma – collector gaps and is shown in Figure 5-19 (a). In the case of 

droplets, the onset of coupling is not easily determined and hence a lower bound 

estimate of the coupling threshold is given. Using a least square fit to each power – 

distance dataset and estimating the plasma volume from the length of the plasma plus 

the two afterglow regions, an estimate of the volume power density required with and 

without droplets is shown in Figure 5-19 (b). 
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Figure 5-19: (a) Power required to couple plasma to collector versus distance with 

and without droplets and (b) estimated volume power density.  

 

 

Figure 5-20: (a) Measured collector voltage with and without droplets and 

resultant net potential versus total gas flow, Q1 + Q2, with Q2 constant at 0.7 slm. 

The plasma – collector gap was 15 mm and 1W power.  
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The effect of changing plasma gas flow (Q2) was observed in time-domain 

pulse signals where the average pulse width decreased and the maximum pulse height 

increased with increasing gas flow, as expected from Equation 10. The effect of Q2 is 

given in Figure 5-20 and maximum collector potential occurs at total gas flow 

(Q1 + Q2) of 3.5 slm whereas the actual details about droplet rates and sizes are 

unknown because these were not measured.  

5.6 Discussion 

In corona systems, the highest charging rates are found with particle transport 

through the unipolar region. Here the charge magnitude is dependent on radius, mean 

ion velocity, the net drift electric field and the ion density – transit time product (Nit) 

[6,34]. However, even at high electric fields, Ni remains low (~1014 m-3). Experimental 

measurements of corona charged particles are rare, especially for R > 1 m. Intra et 

al. reports Q < 100e for 1 m diameter particles, with Nit < 1014 s m-3 [9]. Park et al. 

report similar charge levels at 1 m while for 10 m diameter particles the charge 

increases to ~7000e (Nit ~1013 s m-3) [6]. Molchanov et al. report ~2000e at 7 m (Nit 

~1013 s m-3) [8]. For comparison, if the plasma charging system were considered 

similar to a unipolar corona discharge, the mean electron velocity can be determined 

from the electron temperature and for Te of 2 eV and Ne of 1020 m-3, the predicted 

charge would be 22,000e for a 10 m diameter particle [34]. While the equivalent Nit 

product is very low (~1010 s m-3) compared to the corona systems above, the electron 

mean velocity is much higher and so therefore is the derived charge. However, the 

value of predicted charge, assuming a unipolar corona equivalent model for the 

plasma, is only ~1% of that measured. Therefore, we have obtained the first direct 

measurements of charge on microparticles in an atmospheric pressure plasma and have 

shown the level of charge to be very high compared to unipolar corona systems. The 

amount of charge falls as the distance from plasma increases maybe because the in the 

plasma effluent, the electrons from the plasma are lost more quickly than the positive 

ions so the droplets pass through a region of net positive charge which can discharge 

the droplet. The power density required to maintain the plasma with droplets is higher 

than without droplets. This maybe because added vapour around droplet due to 

evaporation may trap electrons by electron attached to molecules e.g., OH• → OH--. 
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5.7 Conclusions 

The first measurements of average particle charge acquired by microparticles 

in a fully collisional atmospheric pressure low temperature plasma is reported for the 

first time. Using a constant stream of liquid microdroplets, delivered at a rate of 

~50 kHz, the maximum average charge per droplet was 8 x 105 electrons (128 fC) and 

2.5 x 106 electrons (400 fC) for absorbed powers of 1.5 W and 5 W, respectively, at a 

distance of 3 mm from the downstream plasma electrode. This represents a 2 – 3 orders 

of magnitude increase in charge levels compared to ion charging in corona systems or 

electron charging in low pressure plasmas, where electron densities are much lower. 

Charge decay to 103 – 104 electrons per droplet was then observed over a short distance 

from the plasma (30 mm), likely due to recombination with net positive ions and 

interaction with air molecules.   
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6 Charged droplets measurements using double ring electrodes 

6.1  Introduction  

Measurements of droplet charge in flight using a pair of ring electrodes outside 

the quartz capillary have been attempted in the following sections. This double ring 

electrode setup (SR2) has possible advantages over other collectors such as:  

1. Avoids the droplets to impact the collector which may lead to charge loss, 

noise, and pulse shape artefacts. 

2. SR2 are further from the plasma electrodes, to limit its interference with the 

plasma and also to reduce plasma-related noise. 

3. SR2 does not disturb the gas or droplet flow so the droplets are not affected by 

them.  

4. The droplets are maintained within a He environment rather than meeting the 

laboratory air.  

5. The use of thin rings that may be able to detect small fast-moving charges.  

6. The use of rings electrodes enables adjustments of variable distance from 

plasma as well as variable inter-ring distance. 

Measurements result in a time series of voltage pulses. The voltage amplitude is 

expected to relate to droplet charge and other factors according to electrostatic theory 

applied to each of the ring electrodes individually, although the external circuit and 

parasitic capacitances are also expected to affect the measured pulse characteristics. A 

further possible factor is the influence of following droplets on the measured droplet 

characteristic which may be dependent on geometry, time constants based on self and 

external capacitance, and the inter-droplet distances. To investigate these factors a 

numerical model of the ring system was built based on the work of Yan et al. [1] who 

applied electrostatic theory to the measurement of large scale pneumatically conveyed 

solids. In addition, the model attempts to match the characteristics of the experimental 

signal with the simulated output using predicted relationships between main droplet 

characteristics of size distribution, radial position distribution, velocity distribution 

and charge distribution. The model by Yan et al has also been used by Hussain et al to 

measure triboelectric charge on large isolated powder particles [2]. A number of other 
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electrostatic models were considered, for example the different approaches analysed 

by Gajewski [3]. Here a simple relationship was developed, given by 

 

 𝑄 = 4𝜋휀0√𝑣2𝑡2 + 𝑟2𝑉𝑚(𝑡)  Equation 13 

 

where Vm(t) is the measured voltage, v is the velocity, 0 is permittivity of free space, 

and r the ring radius. At time t = 0, when the particle passes through the ring, 

Q = 40rVmax. Thus, Q could be directly calculated. However, in the analysis there 

are assumptions that exclude parasitic and external circuit elements and assume 

particles fill the pipe cross-section with a uniform density. The application is directed 

at tribocharged turbulent powder transport in large pipes and no relevant information 

was given and so it was not possible to judge the validity of this approach for plasma 

microdroplets case. A later review evaluates the history of such charge measurement 

techniques and highlights the importance of capacitance for voltage induction [4]. 

While no models truly reflect the experimental situation here, the chosen model (Yan) 

[1] appeared to be the least affected by external factors, since explicit values of 

parasitic capacitance was not required. It also considered droplets travelling on 

trajectories displaced from central axis. However, the Yan model only considers 

individual isolated droplets.  

 

6.2  Experimental analysis 

6.2.1 Experimental setup 

Same previous plasma setup described in chapter 5 was used for these 

measurements. The system was operated in He, Ne, and Ar/Ne gas with controlled 

flows from 1.5 to 7.5 slm. For droplets studies, a standard liquid aerosol (water) was 

obtained from a primary droplet source at 300 µL/h flow rate. The spacing between 

the two plasma electrodes is 2 mm, Figure 6-1. The double ring electrodes are 

constructed with two rigid rings situated around the outside of the quartz capillary just 

downstream from the plasma electrodes and spaced by 22 mm, Figure 6-2. 
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Figure 6-1: Plasma ring electrodes with d = 2.0 mm. 

 

         

Figure 6-2: Measuring ring electrode with d= 22.0 mm. In left figure, the capillary 

and rings are indicated by a graphic. Right figure is photograph. 
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6.2.2 Examples of measured output signal 

The profile of droplets signal depends on several factors. If there is only one 

droplet passing by ring 1, same pulse would be expected on ring 2 but with different 

amplitude representing decay of the signal and also delay. This delay can be calculated 

from xg / vs where xg is the gap between the two electrodes (22 mm) and vs is the 

droplets velocity. However, the pulse on ring 2 is always different from ring 1 and that 

is maybe due to charge loss, gas flow disruption, loss of small droplets or plasma 

interference which has different influence on ring2 than ring1 due to the different 

location. Consequently, ring 2 cannot be directly compared with ring 1 because of the 

noisy signals. Comparing two signals is possible using signal processing techniques, 

for example cross-correlation. It is the similarity measurement between two series by 

knowing the shift of one of them with respect to the second so when sliding one of the 

series by this shift, they become identical. The cross-correlation can be calculated 

using MATLAB to provide the timeshift that ring 2 has from ring 1 by plotting 

timeshift (ts) with correction coefficient. This means that if ring 2 signal has been 

shifted by this value, it would be identical to ring 1. Cross-correlation is expected to 

show a sharp peak near ts = 0 if ring 2 signal is a copy of that of ring 1 but shifted in 

time by xg / vs. However, for real signal, ring 2 has a smaller amplitude than ring 1 

which might cause a problem with cross-correlation. A few experimental signals for 

different plasma parameters and the cross-correlation between electrode ring 1 and 

ring 2 are presented below with input power representation. Where the relation 

between the input power and the absorbed net power can be obtained from the Octiv 

suite 2.0 VI probe providing net power of 0.05 W to 0.6 W which is corresponding to 

input power 60 W to 120 W. Below are two samples for fixed input power supply 

power (P) = 100 W, and different gas flows, QNe= 1.00 slm and QHe= 3.5 slm in Figure 

6-3 and QHe= 6.0 slm in Figure 6-4. Another four samples for fixed flow, QNe = 1.00 

slm, QHe = 3.5 slm and different powers P = 80 W in Figure 6-5, P = 105 W in Figure 

6-6, P = 110 W in Figure 6-7 and P = 115 W in Figure 6-8. The droplets velocity is 

calculated from dividing the gap between the two electrodes (22 mm) by the timeshift 

between ring 1 and ring 2, obtained from the cross-correlation of ring 1 and ring 2 

signals, and have values indicated in Table 5. These velocity values are close to those 

obtained in the previous chapter in Figure 5-2 where the average droplets velocity is 

< 32 ms-1 at 3.5 slm gas flow rate. For example, The droplets velocity in Figure 6-3 
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has a value of 24.3 ms-1 in Table 1 which is slightly lower than the average droplet 

velocity (< 32 ms-1) provided in the previous chapter. However, in the ring experiment 

the plasma was operated at lower power and it is known from previous work that the 

plasma exposure of droplets led to an increase in droplet velocity. 

Table 5: Droplets velocity for various power and flow rate. 

P (W) QNe  (slm) QHe (slm) V (m/s)  

80 1.0 3.5 24.3 

100 1.0 3.5 24.5 

105 1.0 3.5 19.6 

110 1.0 3.5 19 

115 1.0 3.5 19 

100 1.0 3.5 24.6 

100 1.0 6.0 61.1 

 

 Figure 6-8 is the selected experimental signal for analysis and the peaks’ 

locations for the droplets passing by ring 1 is shown in Figure 6-9. The range of peak 

heights from trough to peak from our experimental sample is 0.17 - 0.76 V from 

smallest to biggest pulse, Figure 6-10, which equivalent to average amplitude range 

of 0.09 - 0.38 V. To focus on the major pulses, a threshold of 0.4 was applied, Figure 

6-11. MATLAB has been used to provide pulses widths (Wp) obtained from full width 

at half maximum (FWHM), pulses amplitudes (A) and their time location, Table 6. 

Peak 2 was chosen as a reference for the simulation, and it has A = 709 mV and  Wp 

= 4.5 ms. Where the whole pulse width of the pulse from start to end point is 10.6 ms 

as shown in Figure 6-12. These values will be used for comparison between the 

simulated pulses and the experimental signal. With respect to ring 2, a threshold of 0.2 

was applied where major peaks are shown in Figure 6-13 and their pulse width, 

amplitude and time location is indicated in Table 7.   
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Figure 6-3: a) Amplified volt-time for experimental sample when P= 100 W, QNe= 

1.00 slm, QHe = 3.5 slm and b) is the cross-correlation between ring 1 and ring 2, 

Amplifier gain = 1000. 
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Figure 6-4: a) Amplified volt-time for experimental sample when P= 100 W, QNe= 

1.00 slm, QHe= 6.0 slm and b) is the cross-correlation between ring 1 and ring 2, 

Amplifier gain = 1000. 
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Figure 6-5: a) Amplified volt-time for experimental sample when P= 80 W, QNe= 

1.00 slm, QHe= 3.5 slm and b) is the cross-correlation between ring 1 and ring 2, 

Amplifier gain = 1000. 
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Figure 6-6: a) Amplified volt-time for experimental sample when P= 105 W, QNe= 

1.00 slm, QHe= 3.5 slm and b) is the cross-correlation between ring 1 and ring 2, 

Amplifier gain = 1000. 
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Figure 6-7: a) Amplified volt-time for experimental sample when P= 110 W, QNe= 

1.00 slm, QHe= 3.5 slm and b) is the cross-correlation between ring 1 and ring 2, 

Amplifier gain = 1000. 
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Figure 6-8: a) Amplified volt-time for experimental sample when P= 115 W, QNe= 

1.00 slm, QHe= 3.5 slm and b) is the cross-correlation between ring 1 and ring 2, 

Amplifier gain = 1000. 
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Figure 6-9: Location of signal peaks for ring 1. 

 

Figure 6-10: Minimum and maximum peak heights from trough to peak from 

our experimental sample. 
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Figure 6-11: Ring 1 volt-time major peaks after applying threshold of 0.4. 

 

Table 6: Amplitude, width, and location of major peaks of ring 1 where amplifier 

gain was x1000.  

 

  Amplitude FWHM Time location 

1 0.5651 0.0035 -0.1660 

2 0.7086 0.0045 -0.0856 

3 0.4448 0.0023 -0.0652 

4 0.7174 0.0041 -0.0277 

5 0.5169 0.0018 -0.0145 

6 0.7746 0.0082 -0.0100 

7 0.7676 0.0039 -0.0010 

8 0.5917 0.0036 0.1136 

9 0.5914 0.0041 0.1555 
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Figure 6-12: The whole pulse width of the selected peak.  

 

Figure 6-13: Ring 2 volt-time major peaks after applying threshold of 0.2. 
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Table 7: Amplitude, width, and location of major peaks of ring 2 where amplifier 

gain was x 1000.  

 

 Amplitude FWHM Time location 

1 0.2220 0.0020 -0.1650 

2 0.2937 0.0040 -0.0844 

3 0.2956 0.0036 -0.0267 

4 0.3240 0.0049 -0.0090 

5 0.2846 0.0035 0.0004 

6 0.2288 0.0023 0.1146 

7 0.2419 0.0028 0.1565 

 

6.3  Mathematical model of ring electrode data 

Figure 6-14 depicts a particle/ droplet carrying a charge (q) at a given location 

(x, z) from the centreline of the ring where x is the radial distance between droplet to 

the axial centreline of the ring and z is the distance from ring and can be expressed as 

function of time (t) and particle velocity (vs) i.e. z = vst. D is the ring electrode 

diameter; W is its axial length and the angle between the electrode radius and the point 

charge location is 𝜃. The particle induces a charge q` on the electrode’s surface where 

the relation between this charge and the induced current is demonstrated in Figure 

6-15.  
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Figure 6-14: Electrodynamic sensor’s coordinate system for modelling [1]. Z is 

the particle distance from ring, x is the radial distance from axis of ring, D is the 

ring diameter and W its width. 

 

 

Figure 6-15: Schematic diagram of the relation between the induced charge (q`), 

current i (t) [2]. 
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The presence of external circuit components such as capacitance or amplifiers 

may change the shape and amplitude of the signal by integrating the current signal. In 

the previous chapter, the charge amplifier (Amptek A250F) used in the measurement 

circuit was found to have a gain value of 1000 and has input capacitance of 

> 40.000 pF, feedback capacitor of 2 pF, output impedance < 100 Ω, operating voltage 

of ± 6 V, operating current ± 1.2 mA, and gain bandwidth of > 300 MHz [5]. 

However, comparison of amplified and unamplified signals showed no difference in 

pulse decay times i.e., the pulse widths were the same and so the amplifier does not 

act as an integrator. The same amplifier was used in this experiment and so the 

observed signal is considered the current signal. Therefore the equation of the actual 

current output of the ring electrodes due to the movement of a charged droplet has 

been used for the simulation which is given by [1]: 

 

𝐼(𝑡) = −
𝐷𝑞𝑣

4𝜋
(∫ (

0.5𝐷−𝑥 𝑐𝑜𝑠 𝜃

((𝑧+0.5𝑊)2+𝐹2(𝑥,𝜃))
3
2

−
𝜋

0

0.5𝐷−𝑥 𝑐𝑜𝑠 𝜃

((𝑧−0.5𝑊)2+𝐹2(𝑥,𝜃))
3
2

)𝑑𝜃)  

Equation 14 

 

where  𝑓(𝑥, 𝜃) is: 

[(0.5𝐷)2 + 𝑥2 − 𝐷𝑥 cos 𝜃]
1
2⁄  Equation 15 

 

6.4  Simulation procedures 

The model by Yan et al. [1] has been selected because it is simpler than other 

models, does not require knowledge of external circuit components such as stray 

capacitance and because it contains variables from our experiment setup such as the 

radius and width of the ring electrode in explicit form. The integration in Equation 14 

cannot be obtained analytically therefore a numerical solution is used. Velocity vs is 

calculated by laminar flow equation depending on the selected value of x from:  
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vs(x) = 2vav(1 – x2/R2
ring) Equation 16 

 

where vav is the average velocity which is given by the gas flow (Qg) in m3s-1 

divided by the capillary tube area. The unknowns in Equation 14 are x, D, q. We 

initially assume that droplets pass through the centreline of the tube i.e., x = 0 and that 

q is a constant value for all droplets. While these interim assumptions are not realistic, 

the model is progressively improved by using more realistic values of x, D and q. 

Droplet radial locations, x, and droplet sizes are estimated from their measured 

distributions, with each individual droplet allocated a random value of  x and D so that 

over a large number of droplets the measured distributions are reproduced. We also 

assume that q depends on diameter, D, where the dependence comes from a theoretical 

charging model. This procedure would allow us to validate each step and to judge 

whether it is correct or not before moving to the next step and increasing the number 

of variables. In addition, the charge results for this chapter will be compared with the 

previous chapter results for validation also, the simplified charge approximation 

Equation 13 from [3]. will be evaluated for comparison. The assumptions development 

and the simulation procedures are as follow: 

 

• Initial assumptions are assuming q is constant for all droplets and that droplets 

pass through the centreline of the tube i.e., x = 0. 

• followed by estimation of the equivalent droplet charge to match the 

experimental signal.  

• Comparison between droplets at different x locations from the centerline and 

the original experimental signal. 

• Gradual increase to the number of droplets and providing simulation of two 

pulses and 100 pulses.  

• Then droplets radial locations, x, and droplet sizes will be selected randomly 

from their measured distributions. 

•  Random q values will be allocated using a polynomial approximation for the 

droplet charge dependence on the droplet radius.  

• The simulation parameters of random droplets with random q, x, vs will be 

implemented for 1000 droplets representing ring 1. 
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• Analysis of ring 2 for 1000 random droplets and random q, x, vs by 

implementing charge delay and decay to ring 1.  

• Cross-correlation between ring 1 and ring 2 for droplets velocity estimation. 

 

6.5  Simulation parameters 

Simulation parameters are droplet size (D) and charge (q), droplet radial location (x) 

and droplet velocity (vs). For simulating multi droplets, a random selection of droplet 

with size D and radial location x is implemented where the droplets velocity and 

charge will be dependant on these two parameters where the distributions and 

assumptions used are described in this section: 

6.5.1 Droplets location and velocity distributions 

Droplets have various locations with respect to the centerline of the capillary 

tube which is represented by x. The uniform distribution of droplets is represented by 

a 2D plan taken as an axial section through the centre of a cylinder where the vertical 

projection of this plan is a line of length equal to the diameter of the cylinder [5]. By 

splitting the line into equal 10 segments of thickness dx for each, the uniform 

distribution indicates equal number of droplets in each segment which is at distance x 

from the centre. When each segment is then integrated with a limit of 360o, it forms 

an annulus with average radius x. The total number of droplets in annulus is 
2 𝜋 𝑥

𝑊
 where 

W is the focal depth of the imaging and represents the width of the segment, then the 

droplets distribution versus x is the relative number of droplets in each annulus. After 

selecting a random value of x, the corresponding value of velocity is calculated from 

the laminar flow equation in Equation 16 depending on the droplet position. 

6.5.2 Droplets sizes distributions and charge - radius relationship 

Based on previous work by NIBEC team on a similar plasma system [6], the 

droplet sizes follow a known lognormal distribution which is related to measured size 

distribution depending on droplets count median diameter (CMD) and geometric 

standard deviation (GSD). A random selection of droplets radius was simulated using 

the lognormal distribution for a measured size distribution of CMD = 13.9 x10-6 m and 
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GSD = 1.73. Whereas the charge on a droplet is thought to depend on its size, however 

the relationship q-r is unknown for plasma charging at atmospheric pressure. There 

are three different simulation models for particle charging i.e., orbital motion limited 

(OML) theory [7–9], Allen, Boyd, & Reynolds (ABR) theory [10,11] and Patacchini 

- Hutchinson model (PH) [12,13]. The former assumes a moving charge with critical 

radius of approach below which electrostatic forces will ensure collision with the 

particle and hence determines the effective capture cross-section. For example, if a 

Langmuir probe with a cylindrical geometry and probe length bigger than its radius 

collects electrons, then the electrons move in a central field of force where the 

conservation of energy and angular momentum apply.  

ABR assumes radial motion only for cold ions that follow the lines of force 

and move in straight lines radially toward the particle via electrostatic attraction [8]. 

For the case of a spherical probe inserted in a plasma, the density of electrons and ions 

will be equal where the ions moves towards the probe and the potential highly depends 

on the probe’s radius when the cold-ion assumption is valid [11]. The Patacchini-

Hutchinson model provided a comprehensive description for electron collection as 

well as electrons motion in grain sheath in the presence of magnetic fields. They also 

provided a MATLAB code representing Patacchini-Hutchinson model for particle 

charging involving the populations of both drifting Maxwellian ion and Maxwellian 

electron [14]. Each model provides a relationship between charge and droplet radius 

and a polynomial fit is obtained as demonstrated in Figure 6-16. The polynomial fit to 

the output of the charge model from Figure 6-16 is: 

q =  a (R2) +  b R +  c Equation 17 

Where radius is in µm and the constant values a, b and c are constants of the second 

order polynomial equation and depend on the model as following: 

• Model PH = [a = 900, b = 900, c = - 25864] 

• Model ABR = [0, 3000, 0] 

• Model OML = [12949, 11730, - 17570] 
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Figure 6-16: Plots of Q vs R calculated for a) OML model, b) ABR model, and c) 

PH model. 
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Using the measured size distribution, a charge value is given to each droplet 

size according to the model fit, such that the average charge is equal to that measured. 

According to the different simulation models PH, ABR and OML [15] where OML 

and ABR models are most commonly used in collisionless low pressure plasmas. PH 

model was developed for collisional plasma and can be used under specific conditions 

where the charged particle does not perturb the plasma and that is the case when the 

floating potential is small and the Debye is large which is the case in our plasma 

[15,16]. At this condition, the perturbation exerted by charged particle is small and on 

the other hand, plasma does a perturbative effect on the charged particles where the 

field slightly perturbs the equilibrium motion of the electrons as a result of the applied 

field and leads to approximate straight-line motion as studied by Neufeld et al. [17] 

however, this does not affect the selection of our model. If the floating potential is 

high and the Debye length is small, the plasma experience nonuniformity and as a 

result, the charged particles perturbs the plasma and forms a Debye sheath around it 

[16]. In summary, PH model was selected for the charge calculations in this simulation 

because it was developed for collisional plasma in contrast to OML and ABR. It also 

offers a complete description for charging by electron in the presence of magnetic 

fields, including the motion of electrons in the grain sheath [14]. In addition, 

Patacchini et al. [13] provided a formulas for charged particles current with various 

radii to understand the dust particles charge and Langmuir probe characteristics. This 

formulas involves the electron density which was validated and proved to have a small 

error providing electron flux density using empirical expression and leading to 

potential profile determination. This model has another advantage over OML and 

ABR models that it entails the influence of the finite-Larmor radius on the electrons. 

Where the finite-Larmor radius is the radius of the helix generated by a particle 

moving in plasma magnetic fields and is function of the applied magnetic field as well 

as the particle’s charge, mass and velocity [14].  
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6.6  Simulation outputs 

6.6.1 Simulation of a single droplet 

Simulation of charged droplets using Equation 14 will be presented in this 

section. Starting by simulation of single droplet with the initial assumptions of a 

charge q =1.0 e and passing by the centerline of the tube (i.e., x = 0) followed by 

estimation of the equivalent droplet charge to match the experimental signal. Then a 

comparison between droplets at different x locations from the centerline and the 

original experimental signal is shown. 

 

6.6.1.1 Unit value charge at the centre of the tube 

Figure 6-17 shows the simulated signal for one single droplet travelling along 

the capillary centreline (x = 0) and currying a charge of 1 electron (q = 1.0 e). The 

droplet velocity is 34 m/s from Equation 16 for a selected experimental sample with 

nominal flow of 4.5 slm and after calibration factor correction was applied, it was 3.2 

slm. Applying these values to Equation 14 and for electrode diameter (D) of 2 mm, 

the result pulse amplitude is 1.7 x10- 15A and Wp = 32 µs. Our signal from the 

experiment is amplified where the amplifier gain factor (Ring 1) = 1000 and the 

oscilloscope input impedance (Rosc) is 106 Ω therefore, the resultant simulated volt-

time pulse is demonstrated in Figure 6-18 and has amplitude of 1.7 x10- 6 V and Wp = 

32 µs.  
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Figure 6-17: Simulated current-time signal for q = 1.0 e. 

 

Figure 6-18: Simulated volt-time signal for q = 1.0 e. 
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Figure 6-19: Simulated signal volt-time for q = 5.0 x 104 e, x = 0. 

 

To match the amplitude of the simulated signal with the average amplitude 

range of our experimental sample, which is 0.09 - 0.38 V from Figure 6-10, the charge 

value q would have a value between  5 x 104 e - 2.24 x 105 e. Figure 6-19 is an example 

of a simulated pulse for q = 5.0 x 104 e with a pulse amplitude of 0.0869 which is a close 

approximate to that of the smallest experimental peak. This means that if each pulse 

were a single droplet the value of charge would be in the range of 5.0 x 104 e - 

2.24 x 105 e to match the experimental signal.  
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6.6.1.2  Simulation of single droplet at various x 

 

Figure 6-20: Volt-time plot for various x values. 

 

This section aims at understanding the profile of the pulse when the droplet 

has a location of x between x = 0 and x = 0.9 R from the centerline of the tube ( i.e. 

x = 0) for q = 1.0 e. Figure 6-20 demonstrates that all pulses are same width about 

50% level so FWHM has almost equal values of 33 µs however, the pulses of droplets 

travelling at large x are broader below 50% - so FWHM is not a good indicator. The 

simulated signal at x = 0.9 R starts at - 200 µs and ends at + 200 µs, which gives a 

whole pulse width of ~ 400 µs. An approximate range for FWHM observed 

experimentally is 230 - 820 µs as indicated in Table 6 and the whole pulse width of 

the experimental selected peak is 10.6 ms, Figure 6-12. By comparing the pulse width 

of the measured signal with the simulated signal at x = 0.9 R, the simulated pulse width 

is much smaller than that of the experimental pulse. This may be due to interference 

by nearby droplets also adding to the experimental signal so that single droplets are 

not being measured. The next step is to increase the number of pulses by adding more 

droplets to the simulation to test the interference effect. 
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6.6.2 Simulation of two pulses (x = 0, q = 1.0 e) 

 

Figure 6-21: Volt-time plot for two pulses at the centre of the tube. 

 

Figure 6-21 shows two separate pulses and their summation for similar value 

of q and at the centerline of the tube i.e., x = 0. The droplets rate is (freq)= 5 x104 

droplets/s therefore the timeshift between the two droplets is 20µs. As long as each 

individual pulse has a width of ~ 33 µs which is bigger than the timeshift, pulses are 

expected to overlap, as shown in summation which amplitude of 2.75 x10-6 V and Wp 

= 37.5 µs. 
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6.6.3 Simulation of multi droplets 

6.6.3.1 Same charge value at the centerline of the tube (x = 0, q = 1.0 e) 

A simulation of 100 droplets passing along the centerline of the tube i.e., x = 0 

with timeshift of 20 µs between them and similar charge value of q = 1.0 e is presented 

in Figure 6-22 and indicates a signal of 1000 µs from start to end. The amplitude is 

almost zero since the single droplet pulses are exactly same shape and cancel out 

except near start and end of signal. Where the delay is dependant on the distance 

between the two electrodes which is constant and equal to 22 mm and on the velocity 

of each droplet. The signal in Figure 6-22 is not yet similar to the signal of the original 

experiment presented Figure 6-8 because the real signal is expected to have a 

composition of droplets sizes with different q values and also different x locations 

which gives different droplet velocities and therefore timeshifts. This will be 

implemented in the simulation in the following sections to add randomisation.  

 
 

Figure 6-22: Volt-time for 100 droplets at the centerline of the tube and with 

q = 1.0 e where the amplitude is almost zero in the mid-time range because the 

single droplet pulses have a similar signal that cancel each other.  
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6.6.3.2 Simulation of 100 droplets and 1000 droplets with random charge q 

 

Figure 6-23: Volt-time for 100 droplets with random q at x = 0. 

 

Figure 6-23 shows the simulated signal after implementation of random 

droplets radius and consequent charge value assuming all droplets pass by the 

centerline of the tube. Although this signal is closer to the experimental signal than 

Figure 6-22, droplets have various locations with respect to the centerline of the 

capillary tube which is represented by x. After selecting a random value of x, the 

corresponding value of velocity is calculated from the laminar flow equation in 

Equation 16 depending on the droplet position. The next step is to increase the number 

of droplets to 1000 droplets in the simulation and the resultant signal for random 

droplets radius, charge, velocity, and location is shown in Figure 6-24.  
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Figure 6-24: Volt-time for simulated 1000 random droplets. 
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6.6.4 Ring 2 signal 

The calculations of ring 2 signal is based on the time taken by the droplets to 

pass ring 1 in addition to the time to reach ring 2 which is equal to xg / vs where xg is 

the gap between the two electrode = 22 mm, Figure 6-25.  

 
 

Figure 6-25: Volt-time for 1000 droplets for ring 2 generated by implementing 

the effect of droplets decay and droplets delay which is the time taken by the 

droplets to travel from ring 1 to ring 2. 

 

6.7  Discussion 

The main objective from this work is using a non-contact method to provide 

an estimate value of charge on individual droplets and if not possible, average charge 

for multiple droplets would be determined. Double ring electrodes outside the 

capillary tube has been used as it has potential advantages over other measuring 

techniques such as less droplets charge loss, less plasma interference as collector is far 

from the plasma and less gas and droplets flow disruptions. The signal generated on 
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ring 1 by the droplets has been recorded and analysed considering average pulses 

width (Wp), amplitude (A), and number of pulses per second (PPS). Where average 

Wp = 1 ms, A = 286 mV and average PPS was ~ 475 s-1 for the original signal and 

~ 23 s-1 after applying a threshold of 0.4 to consider big droplets only. Although data 

from ring 1 would be sufficient for providing estimate charge value, ring 2 data was 

collected and analysed for the purpose of estimating charge decay with distance and 

the droplets velocity. The droplets velocity estimation from ring 1 and ring 2 are most 

likely to be successfully achieved when the signals are clean. From analysis of ring 2 

signal, average Wp = 1.2 ms and A = 52 mV where average PPS were ~ 405  s-1 and 

~ 18  s-1 for the original signal and after applying a threshold of 0.2, respectively. The 

number of pulses in ring 2 signal is slightly lower than ring 1 and that may be due to 

loss of smallest droplets in the gap between the two electrodes. Also, the voltage has 

been dropped by ~ 231 mV, but pulses width is almost similar.  

Although droplets charge depends mainly on the voltage amplitude, average 

charge value cannot be estimated directly from the volt-time signal measurement 

because there are other factors involved according to the electrostatic theory e.g., 

droplets size and velocity. Therefore, the only practical solution is signal simulation 

to calibrate the ring collector so that measured voltage can be converted into droplet 

charge for the purpose of achieving our main objective of indicating the average 

charge on individual droplets or the average charge on multiple droplets would be 

estimated, if the first was not possible. Simulation done is based on Yan et al. [1] 

model depending on the particle distance from ring (Z), the radial distance from axis 

of ring (x), the ring diameter (D) and width (W). Simulation of single droplet carrying 

a unit charge (q = 1.0 e) at x = 0 was conducted and followed by estimation of droplet 

charge to match one pulse in the experimental signal. Charge estimation was evaluated 

by comparing the amplitude of the simulated signal with the amplitude of a single 

selected peak from the experimental signal and the droplet charge was estimated as 

q = 5.0 x 104, approximately. This comparison is based on implanting the droplets size 

distribution of the experimental sample in the simulation. The effect of the droplet’s 

radial location x on the width of the signal has also been demonstrated as well as the 

effect of increasing number of droplets on pulses width and amplitude. 
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Simulation parameters of random q, x, vs was implemented for 1000 droplets 

based on few assumptions. The droplets sizes are expected to follow lognormal 

distribution and droplets rate was implemented as 5.0 x104. The model is sensitive to 

both of them because the charge on the droplets relies on the droplets size and the 

timeshift between droplets depends on the droplets rate. The lognormal distribution 

has a creditable value based on the experimental sample CMD and GSD however, an 

analysis can be performed in future work to judge the distribution sensitivity to these 

values. In a previous work of NIBEC team [6], the droplets rate has been estimated 

and droplets average velocity was evaluated to have similar value of gas velocity 

which is the base of our assumption in the simulation. This estimation was based on 

specific plasma operating conditions so the distribution might change when applying 

different conditions and different gas flow whereas more size measurements can be 

done as a future work if needed. In addition, a laminar gas flow is assumed so the 

laminar flow equation has been used to calculate the droplets velocity based on their 

radial distance. X – distribution is based on the observation of uniform droplet density 

in a 2D plane of a certain thickness (i.e. depth of field) where the droplets position 

data is also presented in [6]. The Q - Rdrop relationship is assumed to follow the P-H 

model and it has been evaluated in [15] for the first time in APP. The external circuit, 

e.g., stray capacitance and the amplifier, has been assumed not to affect the 

measurements, however they may reduce the measured voltage if they have a long 

time constant. Also, the amplifier could function as an integrator which would change 

shape of peak from bipolar peaks to unipolar peak, reducing the peak height and 

making the peak wider. Nevertheless, the profile of the measured signal shows bipolar 

peaks which means that the amplifier in the system does not function as integrator. 

Also previously measured signals with and without amplifier showed no change in 

pulse width and confirming that integration is not occurring. The final result simulated 

signal has a close approximate profile to the experimental signal which can validate 

these assumptions as revealed below. 

From simulation and after implementing q = 5.0 x 104, Figure 6-26, the average 

pulse width Wp= 0.13 ms compared to Wp = 1 ms for the experimental sample. This 

shows simulation to have much narrower pulses and that could be due to the electrical 

response of the circuit – with stray capacitance between the ring and oscilloscope. 

When a voltage pulse charges the capacitance, it has to discharge before the next pulse. 
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Discharging a capacitor is exponential ~ e-t/RC where RC is the time constant with 

values of R = 1 M of oscilloscope resistance and capacitance of C ~10 pF. This leads 

to RC ~10 s, which is much smaller than milliseconds observed, therefore it is 

unlikely that the wider peaks of the experimental are due to the circuit. The fact of 

amplifier may act as an integrator has been considered and experimental data were 

collected for amplified and unamplified signals whereas results showed similar peak 

width for both of them, consequently the amplifier in the circuit does not affect the 

signal as integrator. There are few options to make the simulation pulse width wider 

such as larger x which leads to an increase in the pulse width as shown from Figure 

6-20. Also, smaller droplets velocity would lead to wider peaks, and this was evaluated 

from pulse signal analysis at x = 0 where the pulse width of a single droplet at v = 20 

m/s was 0.06 ms and when v = 10 m/s, Wp was 0.11 ms. Furthermore, the addition of 

multiple droplets increases the width of pulse signal as been indicated from Figure 

6-21 where Wp = 33 µs for a single droplet was compared to Wp = 37.5 µs for two 

droplets separated by 20 µs. 

 

 

Figure 6-26: Volt-time signal of 1000 droplets for ring 1 where q = 5.0 x 104. 
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Figure 6-27: Theoretical power spectral density (PSD) of a pulsetrain with a  125 

Hz pulse rate and each pulse of 4 ms pulsewidth. The PSD shows most of the 

power is at 125 Hz as indicated by the largest peak. Other frequency components 

exist at higher frequencies, as shown. 

 

The power spectral density (PSD) is widely used in signal processing to 

analysis random signals by overlaying and comparing them. PSD measures relative 

signal power at each frequency. Since the measured PSD showed a wide range of 

frequencies, it is necessary to determine what is expected theoretically due to the 

charged pulses and therefore what is due to noise and artefacts. Pulsetran() is a 

MATLAB function which prototype continuous pulses by generating series of pulse 

trains to help understanding our signal [18]. For a train of single pulses, in the example 

of Figure 6-27, the maximum power, i.e. dominant signal, is in the frequency given by 

the pulse rate, 125 Hz in this case. However, there are other peaks generated at higher 

frequencies than 125 Hz but smaller in amplitude. So, in comparison with the 

experimental results which has a 50 kHz droplet i.e. pulse rate, a 50 kHz peak would 

be expected as the dominant peak along with higher frequency peaks. However since 

the droplets travels at different values of x from the centreline of the capillary tube, 
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this means the signal will consist of many pulsetrains, one for each x, with different 

velocities at each x and hence different pulse rates.  Also since the cross section of the 

capillary tube is circular, the number of droplets at each x value is proportional to the 

cross section area of the shell.  The number of droplets at each x and their velocity  

determine the frequency of pulsetrain x. Therefore, each x-value is supplying a 

pulsetrain collection of frequencies with a different main frequency (and associated 

harmonics) which then are summed together and overlapped. Therefore a very 

complex signal can be expected.  

 

 

Figure 6-28: Volt-time signal of 1000 droplets for ring 1 where q = 5.0 x 103. 
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Figure 6-29: PSD comparison between experimental and simulated signal for 

ring 1 where q = 5.0 x 103 for a time shift between droplets of 20 µs in a) log scale, 

and b) linear scale. 
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To achieve our main objective of charge estimation on individual droplets or 

multiple droplets, charge value needs to be adjusted to make the amplitude of the 

simulation signal as close as possible to that of the experimental signal. Using a 

simulation charge value of 5.0 x 103, Figure 6-28, leads to an average pulses amplitude 

of 0.15 mV which is very close to the measured signal. Figure 6-29 (a) shows the PSD 

of the experimental and simulated signal from ring 1 and demonstrates that the 

simulation signal is nearly identical to the experimental signal over the mid-frequency 

range (100 – 1 kHz). The difference between the simulation and experimental signals 

low frequencies (< 100 Hz) is due to nebulizer noise. Figure 6-29 (a) shows that the 

simulation noise at higher frequencies, is almost zero i.e. it is < 1% of the measured at 

>103 Hz and < 10-5 of the measured at 104 Hz. In the range between 100 Hz and 1kHz, 

Figure 6-29 (b) which is the linear version of Figure 6-29 (a), the simulation noise 

appears slightly greater than the measured but the difference is negligible. The PSD 

demonstrates an effective way of comparing to signals and revealed that the main 

frequencies in the simulation should be between 100 Hz and 1 kHz which is also found 

in experimental signal. 

In comparison with results obtained from plate electrode collector in Chapter 

5, the value of Q from ring measurements 5.0 x 103 is compared with collector plate 

values at the same distance from the plasma. Ring 1 is ~12 mm from plasma lower 

electrode. From the charge versus plate collector distance plot, Figure 5-18. the 

equivalent charge at distance 12 mm, at the equivalent lower power, has a value 

between 5.0 x 103 and 1.0 x 104 which illustrates a confirmation that the model 

selected, and the ring electrodes simulation provide similar charge value results to 

plate electrode results. This provides supporting evidence that the plate collector 

results in chapter 5 for distances much closer to plasma i.e., 3 mm are valid. 
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Figure 6-30: Cross-correlation from simulation between R1 and R2. 

 

Droplets velocity could be estimated from simulation by cross-correlation 

between ring 1 and ring 2 using MATLAB which provides the timeshift between them 

and that can be converted to a velocity by dividing the distance between the two 

electrode (22 mm) over the timeshift. The droplets velocity range of the measured data 

is 19.0 – 24.6 m/s for different power values and a total gas flow rate of 4.5 slm as 

shown in Table 5 when the velocity of the gas flow has an average value of 17 m/s. 

Ring 2 was implemented in the simulation by inducing charge decay to ring 1 

calculated from the difference in average peak amplitudes between ring 1 and ring 2. 

The decay is equal to 361 mV which is equivalent to 57.2 %, approximately, when 

average peak amplitudes of ring 1 = 631 mV, from Table 6, and average peak 

amplitudes of ring 2 = 270 mV, from Table 7. The velocity obtained from simulation 

cross-correlation, Figure 6-30, is 7.6 m/s where the droplets intervals are 20 µs. The 

ideal cross-correlation would be shown as a clear peak near t = 0 and the rest of the 

plot is small. Although the cross-correlation of the simulation does not show a clear 

peak nor the velocity has an exact value as that from the experiment, it is an indication 
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of similarity between ring 1 and ring 2 and it shows the simulation is mostly correct. 

The velocity range obtained from the measured data is dominant although wide range 

of droplets velocities is expected. However, the droplet velocity distribution and 

cumulative frequency distribution demonstrated in Chapter 5, Figure 5-2, shows 50% 

of droplets travel at ≤ 12 ms-1, and 75% at ≤ 17 ms-1. Also, early analysis was carried 

out previously in NIBEC by others [19] on this original data to compare ring 2 signals 

with ring 1 signals by hand. They state: “Data was filtered to remove low frequency 

(50 Hz) and high frequency (>50 kHz) noise and then Savitsky-Golay smoothing, and 

differentiation routines were used to manually select individual peaks in ring 1 data 

and their corresponding peaks in ring 2 data from which the timeshift is calculated”. 

Some of the results are shown in Figure 6-31. Figure 6-32 shows droplets cumulative 

frequency versus velocity from where a polynomial fit is given. This equation could 

be used to randomly selecting the droplets velocity as an alternative technique to the 

one used in this simulation of randomly selecting x and then calculating the 

corresponding v. Although it would depend on picking a specific value of x as an 

approximation, it may improve the cross-correlation and it can be investigated as part 

of future work.  

 

 Figure 6-31: Droplets count vs. their velocity distributions. 

0

2

4

6

8

10

C
o

u
n

t

Droplet velocity distribution  (m s-1)

Droplet measured within He/Ne 
environment with quartz tube 
passing through both 



227 

 

 

Figure 6-32: The relation between droplets velocity and cumulative frequency. 

The droplet Q value from Equation 13 obtained by Gajewski analysis [3] is 500 

approximately for, t = 0 and average volt of 631 µV. This value is less than the value 

estimated from Yan analysis and has a very large discrepancy from the value estimated 

from plate electrode analysis in chapter 5. Therefore, Yan analysis is more likely to be 

correct as it provides results that agree better than Gajewski with results of chapter 5.  

6.8  Conclusion  

The simulation using Yan analysis has provided promising results for 

estimation of average charge on droplet using experimental data collected from double 

ring electrodes for the comparisons. The estimated value is 5.0 x 103 at 12 mm distance 

from plasma and it very similar to the estimated value from plate electrode analysis in 

chapter 5 which provides indication that assumptions and calculations existing in the 

analysis are almost correct. The velocity has been also estimated as 7.6 m/s from cross-

correlation between ring 1 and ring 2. This value is slightly lower than the velocity 

estimated from the experimental signal however, it is good indication for the similarity 

between the two rings and it can be improved in the future by considering different 

droplets velocity distribution. In addition, further checks can be done to evaluate the 

sensitivity of the droplets lognormal distribution on changes of the contributed factors.  
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7 Conclusion and future recommendations 

7.1 Conclusion  

Non-thermal atmospheric pressure plasmas has a wide range of applications 

such as nanomaterials, water treatment, and plasma medicine etc. The properties of 

the plasma affects all application so understanding and controlling its properties such 

as plasma gas temperature would have high importance particularly for heat sensitive 

applications. Furthermore, the interaction between plasma and liquids has led to more 

applications due to the noticeable increase in the plasma reactivity. However 

understanding this system is challenging because the reactive species have a short 

lifetime and interact quickly with each other and with the medium. Electrons are one 

of the most reactive species but they have an extremely short lifetime so harder to 

measure.  

The factors affecting gas temperature are rarely characterised particularly for 

plasma with microdroplets. Along with the importance for high sensitive applications, 

It is vital to control plasma characteristics as plasma gas temperature affects chemical, 

surface and composition reactions. The traditional in-situ and lab techniques such as 

Raman and Rayleigh scattering, Schlieren, optical emission spectroscopy, 

thermocouples, fibre optic thermometers, IR and thermal cameras have many 

limitations such as analysis and measurements complexity, high cost and some of them 

causes plasma disruption. Plasma gas temperature has been measured in this work 

using a small focal-spot IR sensor which was able to provide high accurate and 

continuous measurements. The temperature was measured with various plasma gas 

flow, mixture between Ar and He gases, and plasma power from the inner and outer 

wall of the capillary tube where the maximum temperature achieved was below 50 oC. 

In addition, plasma gas temperature was measured while containing small 

microdroplets of 12 m – 15 m size and the gas temperature was decreased by 10 oC 

due to the water microdroplets.  

There has been a high substantial interest in charged droplets as chemical 

microreactors due to the acceleration of chemical reactions in confined volumes. High 

charge and high interfacial electric fields could be generated using free electrons in 

long-lasting gas-phase microdroplet reactors which is able to deliver continuous 
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reaction products instantaneously downstream. Free electron fluxes to liquid also 

provide a rich source of solvated electrons capable of initiating rapid reduction 

reactions in the injected droplets. Supplying such electrons needs a high density but 

low temperature plasma operating at atmospheric pressure under non-equilibrium 

conditions and capable of tolerating droplet injection without additional evaporation 

or electron loss. Although, from theoretical considerations, microscale particles in 

such a plasma are expected to acquire a net charge, this has yet to be demonstrated. 

Droplets non-contact charging was applied in the literature by UV and corona 

discharges. Although charge distribution was possible, aiming at increasing the charge 

level requires large droplets with size over 100 m which significantly reduce the 

surface to volume ratio and the consequent advantages of higher number of reactive 

species. Also the corona assisted ES has many limitation such as gas instability and 

high ion bombardment due to the high concentration of positive charge droplets in 

these systems. In contrast, charged droplets generated using glow discharge plasma 

led to higher plasma density and reactive species compared to corona discharge. The 

measurements of the average charge on a particle has been investigated for the first 

time in atmospheric pressure plasma using a plate collector and microdroplets at 50 

kHz rate. For absorbed powers of 1.5 W and 5 W, at a distance of 3 mm from the 

downstream plasma electrode, the maximum average charge per droplet was 

8 x 105 electrons (128 fC) and 2.5 x 106 electrons (400 fC), respectively. This charge 

value is higher than that of corona system or electron charging in low pressure plasmas 

by a 2 – 3 orders of magnitude. Where the charge was noted to decay within short 

distance from the plasma (30 mm) to a value of 103 – 104 electrons per droplet.  

Another collector, double ring electrodes outside the capillary tube, was 

utilised to measure droplets charge. The relation between the voltage generated by the 

droplets and the equivalent charge was investigated using a simulation model. The 

model is based on the droplets velocity (vs), diameter (D) and radial location from the 

capillary tube centreline (x) where the droplets velocity was assumed to have same 

value as gas velocity which is following laminar flow. Also the charge is dependant 

on the droplets radius and can be estimated from the P-H model. Simulation of a single 

droplet when it passes by the tube centerline and at different radial locations was 

initiated to be compared with a selected pulse from the measured signal with respect 
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to pulse width and amplitude. Then multi droplets were simulated after implementing 

various parameters such as  vs, D and x. The estimated charge is 5.0 x 103 which makes 

the simulation average amplitude as close as possible to the equivalent one in the 

measured signal. This value was compared to estimated charge value from the plate 

collector and was found to fall in the charge range at the corresponding power and 

distance from the plasma. In addition, ring2 signal was simulated by inducing a charge 

decay to ring1 for the attempt of estimating droplets velocity. The droplets velocity 

was determined from cross-correlation between ring1 and ring 2 and had a value of 

7.6 m/s which is lower than the average velocity from the experiment and that is may 

be due to the droplets velocity distribution.  

The PAD is a specially designed chamber for the Plasma – Nanomaterials 

Group at Ulster University (NIBEC) attached to a standard XPS analysis. This system 

is designed to allow different plasma systems to be installed so various solids or liquids 

sample can be treated and then transferred directly to the XPS analysis chamber 

avoiding any environmental influence on the samples. The first main objective of this 

research was to plasma treat frozen water and then transfer the sample for XPS 

analysis. Where freezing the water sample very quickly after treatment would allow 

studying the reactions of the very short lifetime species and may offer a solution to 

understand this complex system of plasma-liquid interactions. The prospective results 

of this research may have high importance in many applications such as plasma 

medicine and in particular on cancer treatment. Unfortunately the supplied water 

freezing system did not work at atmospheric pressure and alternative methods were 

investigated. After overcoming many challenges such as water sample transfer, 

freezing the sample, vacuum leaks etc., a frozen water sample has been achieved. The 

sample also was proved to be exist without melting after transferring from the PAD to 

the preplock chamber. 
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7.2 Future work and recommendations 

a) The plasma gas temperature measurements obtained using small focal spot IR 

sensor are promising particularly with the inclusion of microdroplets for their 

potential in increasing and delivering energetic reactive species. The research 

results can support many applications including plasma medicine. For example, 

wound healing and cancer treatment are heat sensitive applications and would 

highly benefit from plasma contained microdroplets so they would require a 

controlled heat and a continuous monitoring for the gas temperature to provide a 

rapid response to any undesired changes. Further measurements in a practical 

application would be required bearing in mind the location and size of the IR 

sensor focal spot with respect to the target area as they significantly affect the 

measurements. 

b) The charge measurements using two different collectors, plate and double ring, 

are attractive. Further experimental trials can be performed to deliver a single 

droplet of known size, speed and charge down the tube to provide a calibration 

factor where the induced voltage is expected to be in the range of 0.1mV- 10mV. 

Then the result voltage signal can be measured and converted into a droplet charge 

though, our system cannot provide a single droplet. An electrospray setup which 

consists of a hypodermic needle attached to a known high voltage is an alternative 

option so the droplet charge and speed could be calculated by knowing the size of 

droplet. However, the droplet is always much bigger than the needle diameter in 

our system so achieving small enough droplets might be possible but challenging.  

c) Successfulness in having a frozen sample in the PAD is a significant achievement 

that allows the move to next step which is installing the plasma system in the 

PAD. Further improvements to the current system are possible; first such as using 

smaller SST diameter pipe for the water delivery system to provide better control 

on the amount of water sample delivered and reduce any chance of water splatter 

outside the sample stage. To improve the sample cooling rate, a few suggestions 

can be considered such as connecting multiple double coils in series in individual 

dewars, operating LN2 coils at lower flow rate, and/ or using coils of microbore 

piping. However these ideas, would consume larger amounts of LN2 and may 

increase the process cost and time. Furthermore, to maintain the frozen sample, 
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an insulating jacket can be used as a cost effective solution that might help in 

reducing the temperature increase of the sample due to heat transfer by the wall. 

Another suggestion is to add shield enclosure around the sample with one side 

open to allow the transfer arm movement in and out. This might partially 

insulating the sample from the effects of heating of the N2 by the chamber wall. 

After installing the plasma system, it might be necessary to cool the plasma gas 

in order to help maintaining the frozen water sample which could be done by 

connecting a copper coil contained in a LN2 dewar to the line of the gas. In case 

of plasma contained microdroplets, the cooling rate should be reduced so as to 

allow time for plasma treatment and avoid frozen droplets clusters inside the tube. 

Nevertheless, the cold gas may affect the plasma properties and instability so 

further investigation would be required. 

 


