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Abstract: This work presents the thorough hybrid (numerical and experimental) development of
a miniaturized microwave antenna, to be better matched to the permittivity of the human skin.
This would allow the abdominal fat to be measured more accurately, based on the employed reflection
methods with minimal mismatches. This objective was achieved by designing the pyramidal horn
antenna that was modeled based on the proposed and manufactured ceramic composite material.
Moreover, by using the developed composite of barium titanate and titanium oxide, the ratio of the
two could be precisely adjusted, so that the permittivity was a reasonable match to that of the skin.
This step was validated by the open-ended probe method. This framework can be instrumental in a
range of microwave biomedical applications, which aim to realize the body-centric systems.

Keywords: abdomen; antenna; biomedical system; body fat; ceramic; characterization; composite;
double-ridged horn; high-dielectric material; microwave device; wideband

1. Introduction

Obesity and overweight are currently considered as the global risk factors to public health,
resulting in the fast growth of cardiovascular diseases, diabetes, stroke, and other health-related
consequences. A recent study has shown that global obesity will reach 18% in men, and 21% in women
by 2025 [1].

The early diagnosis of fat accumulation in the human body, especially around the abdomen area,
is important to prevent the growth of related diseases. The upsurge of the fat inside the body may
result in the unwanted fat deposition, predominantly around the abdomen, hips, thighs, and other
internal organs. Recent works have shown that abdominal fat results in higher health risks compared
to the other types [2,3]. This is mainly due to the fact that abdominal fat is associated with other types
of adipose tissues, accumulating around, as well as within the internal organs, such as the heart and
kidneys [4].

Hence, accurate measurement of fat deposition in the body can be of great assistance to health
services, plastic surgery, liposuction, and cosmetic procedures [5]. Moreover, general practitioners and
dietitians rely on measuring waist size, to determine fat percentage in the abdominal cavity, using the
body mass index (BMI) [6,7]. Though, this method is susceptible to human errors, and also lacks
essential accuracy. To reduce errors, a number of standardized solutions have been used, such as
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magnetic resonance imaging (MRI), computed tomography (CT), and ultrasound scan [8–13]. Several
innovative methods have also been reported for microwave imaging purposes, as well as for biomedical
detection and scanning [14,15].

As another method to precisely measure abdominal fat, ultra-wideband (UWB) methods can
be mentioned. UWB refers to a specific frequency range (i.e., 3.1–10.6 GHz), and for the unlicensed
use of this band, the signal strength must be less than a certain threshold (i.e., −41.3 dBm/MHz) [16].
The term wideband (WB) was introduced to refer to the pulses with a minimum bandwidth of 500 MHz,
which can be either within or outside the standard UWB frequency range.

Furthermore, the pyramidal double-ridged horn (PDRH) antenna was designed in 1964 [17,18],
though the ridged-waveguide was introduced earlier in 1947 [19]. This antenna is widely used in
radar systems, due to its wide bandwidth, high gain, and high directivity. Due to its characteristics,
this antenna is an efficient solution compared to the other bidirectional types, e.g., bowtie, Vivaldi,
and wire helix. Despite its benefits, it suffers from a few disadvantages, e.g., the network mismatch
when it is placed on the human body, as well as the large aperture at low microwave frequencies.
The latter is of importance in diagnostic scans due to the penetration depth factor [20].

Besides, these limitations have meant that in practice, these antennas were of limited use
for biomedical applications, due to bulky forms, large reflections, and mismatch. In this work,
these disadvantages were successfully mitigated by embedding the antenna device inside a
high-dielectric and low-conductive composite, with a permittivity close to that of the human skin
(i.e., 40–45). Also, numerous materials were tested, e.g., solid (ceramics), liquid (oil and glycerol),
semisolid (paraffin), and their mixtures [20–23]. In addition, water with a permittivity of 79 within
the 1 GHz to 3 GHz range could not be used, due to high dielectric loss. Moreover, the mixture of
the deionized filtered water and glycerol could not be utilized either, due to high energy absorption.
The dielectric loss was not an issue with the oil, but the canola oil exhibited low-permittivity
characteristics [23].

A composite of barium titanate (BaTiO3) and titanium oxide (TiO2) met the requirements with
high permittivity and low conductivity. However, being a brittle ceramic, machining it into the
complex structures (i.e., the proposed PDRH device) was exceedingly difficult. In order to address
this challenge, other approaches based on employing composites to attain correct permittivity values
were proposed. Consequently, the most promising case was the mixture of linseed oil and paraffin,
which also simplified the production of the proposed ceramic material.

Lastly, the objective of this work was to realize a novel ceramic composite to develop a
hybrid electromagnetic (EM) system, capable of measuring belly fat underneath the human skin
(i.e., the subcutaneous or visceral fat), in order to effectively monitor the individual’s health condition,
using the deployed reflection method. The contributions of this work can be further summarized as:

(1) The high-dielectric and low-conductive composite materials were proposed and developed,
such as VLF-440, TiO2, and their mixtures, which can be used in the other monitoring systems
when operating on the body, to miniaturize the device, and to further minimize the mismatch
effects, and consequently, improving the overall EM performance.

(2) The skin-matched mixture of the 2 × VLF-440 and 1 × TiO2 with the low conductivity
factor was developed and its dielectric properties were measured within the operating range
(i.e., 0.3–3.3 GHz). The latter is also selected for the systems that aim to monitor inside the body.

(3) The compact PDRH antenna was designed based on the full-wave finite integration technique
(FIT) modeling, taking into account the measured properties of the skin-matched composite,
to efficiently operate on the body in the frequency range of 0.9 GHz to 1.4 GHz, which further
resulted in the improved range resolution and penetration depth.

The rest of the work is organized as follows. Section 2 covers the development of the proposed
composites. Section 3 covers the design and evaluation of the proposed antenna device based on the
hybrid EM design, modeling, and performance analysis. Section 4 concludes the paper.
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2. Composite Materials Development and Characterization

A range of dielectric materials and their mixtures with high permittivity and low conductivity
were considered for the intended biomedical application. Among the materials, barium titanate and
neodymium titanate were of particular interest, due to their electrical properties being suitable for
body-centric EM applications [20,24]. In this work, a commercial powder was carefully selected,
i.e., VLF-440 by MRA Laboratories. This powder was produced for the production of small capacitors;
thus, for the proposed application, much larger parts would be needed. This required the powder to
be cold-pressed, and as the powder was not designed for this application, there was no guidance on
how best to press the samples. Thus, further experimentation with the pressing force was required.

The cylindrical metal dies with diameters of 30 and 120 mm were then utilized. The preliminary
experiments were performed with the smaller (metal) die, and the cold-pressing pressure of 3 MPa
was found to be sufficient for the desired sample, as also indicated in Figure 1a. The procedure was
conducted using the hand-powered hydraulic press, i.e., MTI YLJ-15. For the 120 mm metal die,
the force required was much higher due to the large area; thus, the electrically-powered hydraulic
press was utilized, i.e., Collin P300E. Moreover, due to the size of the samples, and the limited control
over the press machines, two separate pressings were required. First, it was hot-pressed at 0.5 MPa
at 180 ◦C, to compress the powder; hence, on the second pressing at 1.6 MPa, the press would have
already taken the slack out of the system, and thus, would have given a repeatable applied pressure.
A lower pressure was applied to the larger sample, as it was more fragile due to its higher aspect ratio.
The burnout cycle in the furnace and the sintering cycle, were fully conducted on the powder, in order
to efficiently densify the material, and to further prepare it for the next step.

The compressed sample as given in Figure 1b, was further sintered according to the procedure
provided by the powder supplier, i.e., summarized in Table 1. In this regard, the samples were sintered
using the Lenton UAF 15/27 furnace. Figure 2 depicts the shrinkage rate that was obtained based on
the larger ceramic sample; i.e., shrank to 87 mm, as presented in Figure 1c. This sintered sample had
a uniform structure, without any cracks or bends, which was further affirmation that the deployed
pressing and sintering conditions were suitable, and were appropriately conducted. The density of the
manufactured sample was also measured as 4.493 g per centimeter (g/cm).
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Table 1. The temperature vs. time stages for the deployed sintering process.

(1) 20 to 300 ◦C at 0.1 ◦C/min (2) 300 to 400 ◦C at 0.3 ◦C/min

(3) 400 to 985 ◦C at 10 ◦C/min (4) 985 ◦C and hold for 5 h

(5) 985 to 20 ◦C at 5 ◦C/minElectronics 2020, 9, x FOR PEER REVIEW 4 of 13 
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Figure 2. The shrinkage rate of the ceramic during the deployed sintering process.

While the conditions were suitable for producing the pure barium titanate, the permittivity of
the pure material was not a perfect match for the skin. Besides, titanium oxide was chosen to blend
with barium titanate, in order to increase the permittivity factor to the target value. The 99.5% pure
rutile-TiO2 (r-TiO2) powder by Sigma-Aldrich Co. was then blended with BaTiO3.

The selection of r-TiO2 was due to its considerable dielectric properties (i.e., higher permittivity
and lower conductivity), compared to the other types of TiO2, for instance, anatase or brookite [23].
The r-TiO2 was without the binder, therefore, to produce the pure sample, the pressureless furnace
sintering could not be employed. Instead, the rutile was sintered using the FCT Systeme 25D spark
plasma sintering furnace at 1100 ◦C, in the same conditions as commonly deployed [25,26].

To characterize the developed materials, the open-ended coaxial probe method was used, as it
has been established as one of the core techniques for the dielectric measurements in this frequency
range. In addition, the vector network analyzer (VNA), along with the electronic calibration module
(ECal), as well as the dielectric probe, were fully employed to measure the electrical properties of the
manufactured materials. Also, the setup shown in Figure 3 was calibrated with the distilled water,
in order to improve the precision of the conducted EM measurements.
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The open-ended probe method [27,28] was then applied to measure all types of ceramics,
e.g., VLF-440, TiO2, and their mixtures at the room temperature of 20 ◦C. The measurements were
further validated using the cavity technique at 1.8 GHz. The target center frequency of 1 GHz was
selected based on the tissue penetration capability, as well as the required bandwidth, in order to
provide the desired high resolution. Figure 4 depicts the measured permittivity values of the human
skin within the frequency range of 0.3–3.3 GHz, which was also considered as the reference. It is worth
noting that the low-conductive materials have interesting properties, due to the lower absorption,
and thus, the better penetration depth within the complex EM propagation medium [29,30].
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Figure 4. The human skin permittivity values at 0.3–3.3 GHz (in the base unit Hz), generated based on
the available data reported in [29,30].

The permittivity and conductivity of VLF-440, TiO2, and their mixtures, as measured using the
discussed open-ended probe method, are shown in Figure 5a,b, respectively. The results at the target
frequency of 1 GHz are given in Table 2 that shows that the composition of VLF-440 (2) + TiO2 (1)
was the closest to the skin permittivity values, and thus, was selected for the intended application.
It should be noted that to evaluate the permittivity, the plot provided in Figure 4 was compared with
the green plot in Figure 5a, to further elaborate on the subsequent EM-based system modeling.
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Table 2. The measured dielectric properties of the proposed and manufactured composite materials,
based on the open-ended coaxial probe method.

Dielectric Material Frequency (GHz) Relative Permittivity Conductivity (S/m)

VLF-440 1.0 27.4 0.008
TiO2 1.0 84.7 0.016

VLF-440 (1) + TiO2 (1) 1.0 53.5 0.02
VLF-440 (4) + TiO2 (1) 1.0 37.2 0.012
VLF-440 (2) + TiO2 (1) 1.0 44.2 0.013

3. Antenna Design and Evaluation

The design and selection of the high-performance WB antenna played a vital role in measuring
the abdominal fat, based on the concept of reflected pulses. This section comprehensively covers the
design, EM modeling, and performance evaluation of the proposed microwave PDRH antenna.

3.1. Microwave Antenna Design and Analysis

As one of the targets of this work, the antenna device was proposed that was able to operate in
the proximity of the human body. Due to the large reflections and size, as well as the permittivity
mismatch among the complex mediums at the low microwave frequencies, the output characteristics
differ from that of the free-space EM propagation that further results in the weak penetration effects.
Therefore, a number of body-centric antennas and systems have been reported [31,32].

In this regard, the DRH antennas exhibit the desired output EM characteristics, such as the wide
bandwidth, high gain, wide interference reduction, and matching capability. Yet, their fabrication,
as well as their miniaturization, are considered as the major challenges for the practical implementation
due to their bulky assemblies that limit their use for the body-centric applications. There have been
several attempts in order to address the miniaturization aspects of these types of antennas [20].

Moreover, the antenna operates very effectively if the filling material is matched to the skin,
for the systems that aim to monitor inside the human body. Hence, a closely-matched medium with
the skin minimizes the reflection mismatch that is caused by a large difference in the permittivity,
which also results in a large reflection, and consequently, reduced pulses through the body. Therefore,
the proposed and manufactured skin-matched ceramic was used to design the intended PDRH antenna
according to the standard dimensions [33]. Besides, the flare length, as well as the dimensions of the
ridges, were computed to match the impedance. An antenna system in the free-space experiences an
impedance of 377 ohms. Hence, if the antenna is built or immersed in another dielectric medium,
the impedance should be computed accordingly [23]. Thus, the relative permittivity of the ceramic
was further utilized for the size reduction, as well as for the effective elimination of reflections, as part
of the hybrid EM design, modeling, and performance evaluation.

The realized medium for the antenna had a permittivity of 44.2 at 1 GHz, as provided in Table 2.
Hence, the impedance of the medium can be obtained as 56.6 ohms, consequently resulting in a
6.6 times size reduction compared to the case of free-space propagation [34]. This process miniaturized
the antenna at the desired frequency. Besides, the exponentially-tapered section was important, as it
matched the reference impedance in the feeding point to that of the material at the aperture, which was
varying from 50 ohms to 56.6 ohms.

Furthermore, Figure 6a,b depicts the dimensions for the accurate hybrid full-wave modeling.
Figure 6c,d presents the dimensions of the embedded ceramic, designed based on the measured
data from the fabricated mixture material that was loaded into the CST Studio Suite. This software
was used to remove the minor errors introduced during the measurements based on performing the
curve fitting techniques on the loaded data as in Figure 7. The mixture was further selected as the
background material in the software, to effectively evaluate the dielectric medium. Additionally,
the high-performance computing (HPC)-based full-wave simulations were conducted, using the robust
time-domain transient solver. This hybrid numerical and experimental modeling were rigorously
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performed, in order to evaluate the characteristics of the proposed system, and to further replicate the
practical scenarios [35]. In addition, the main figures of merit, including the reflection coefficient (S11),
far-field radiation pattern, and gain were obtained, as depicted in Figure 8a–c, respectively. The S11

plot shows the wide bandwidth of 536 MHz, in the range of 0.91 GHz to 1.44 GHz, with −10 dB as
the selected reference, along with the two large reflections at the low frequencies of 0.99 GHz and
1.29 GHz. Also, the far-field radiation patterns, as in Figure 8b, present the operation of the embedded
ceramic antenna at both the largest reflection frequencies that exhibit promising directivity, when the
device was placed on the body. Figure 8c also presents the high gain values for the proposed antenna
over the frequency range of interest at two reflection points (i.e., 0.99 GHz = 7.7 dB and 1.29 = 9.4 dB).
This result was successfully achieved by incorporating the low-conductive material into the performed
hybrid modeling, which resulted in the significant shrunk size, as well as the improved matching.
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(b-ii) The radiation patterns at 1.29 GHz with −18.5 dB SLLs. (c) The maximum gain. It is worth noting
the border between the near-field and far-field regions is indistinguishable for the monitoring purposes,
due to the electrical properties of the developed microwave antenna device.

3.2. System Evaluation Using the Abdominal Tissue Model

The human arm model, consisting of two layers of 2 mm skin and infinite muscle, was defined
based on the assumption that the pulse is absorbed within the muscle layer, as depicted in Figure 9a.
In addition, the Gaussian pulse with the frequency and bandwidth of 1 GHz was then generated as a
transmitted pulse, due to its penetration capability and high resolution. It should also be noted that
the electrical properties of the tissue layers were imported from the database within the CST.

The arm model was created for the purpose of calibration and elimination of the effects of the
skin and muscle tissues. The S11 plot shown in Figure 9b depicts a large reflection of −42.75 dB at the
frequency of 0.93 GHz. Moreover, Figure 9c shows the transmitted and reflected pulses when the fat
layer did not exist. It shows the highest time-framed reflected amplitude at 6.7 ns. This was obtained
according to the expected time of arrival (provided in Table 3), along with the time for the incident
pulse to be transmitted at its highest amplitude, i.e., 4 to 5 ns, which suggested that the time window
should be selected at 6 ns to 7 ns. Besides, the next step was to model the abdomen tissue consisting of
three layers (i.e., 2 mm skin, 15–30 mm fat, and infinite muscle), and further placing the antenna on this
modeled tissue, as shown in Figure 10a. The fat thicknesses of the modeled tissue were changing from
15 mm to 30 mm with an iteration of 5 mm. The reflection of each case was then recorded, when the
Gaussian pulse with the bandwidth of 500 MHz was transmitted into the tissue, as in Figure 10b.
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The highest amplitude of the reflected pulse was also observed in the screening time window of
6 ns to 7 ns, which is the arrival window time of the reflected pulse. The thickness of the fat layer was
changing from 15 mm to 30 mm, and the highest reflected points of the amplitude and time within the
screening window (i.e., o1 to o5 shown in Figure 10b) were fully recorded for each reflection, and are
given in Table 4. The S11 plots were obtained for these cases when the fat thicknesses were changing
from 15 mm to 30 mm, which shows the relative changes in terms of the magnitude and frequency
shift, as presented in Figure 10c. Table 4 was further employed to obtain the estimated equations for
the amplitude change, and the time shift, when the thickness values were changing from 15 mm to
30 mm, as depicted in Figure 11a,b, respectively. The presented hybrid EM framework, as well as the
generated closed-form analytical expressions, can be used to measure the abdominal fat, and to be
further used in the different bioinstrumentation and biosensor components, designs, and applications.
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(b) The S11 plot when the fat layer did not exist. (c) The transmitted and reflected pulses into and back
from the modeled tissue, for the retrieval of the highest amplitude.

Table 3. The traveling time for the pulse in the complex medium at 1 GHz, computed based on the
parameters of the different environments.

Environment Connector Antenna Tissue Tissue
Material Teflon Ceramic Skin Fat

Permittivity 2.1 44 44 10
Length [l] (mm) 10 31 2.0 10
Velocity [v] (m/s) 207,019 452,267 452,267 948,683

Time [t] (ns) 0.096 1.371 0.088 0.211
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Table 4. The time and magnitude differences at the first large reflection.

Fat Thickness (mm) Time (ns) Amplitude (v)

10 6.17 0.19
15 6.19 0.28
20 6.20 0.33
25 6.22 0.36
30 6.23 0.37
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4. Discussion and Conclusions

This work has validated the appropriateness of the proposed skin-matched composite for
biomedical applications, as well as for the miniaturized antenna design with the required output EM
characteristics when it was placed next to the body. As one of the primary objectives, improving the
electrical and dielectric properties of the commercially available powder to that of the human skin
could be successfully demonstrated. The developed ceramic was mixed homogeneously with TiO2 in a
number of portions, and was pressed, sintered, and the electrical properties were further obtained using
the open-ended coaxial probe measurements. Besides, the antenna was redesigned using the properties
of the skin-matched ceramic, based on the conducted full-wave hybrid EM modeling and performance
evaluation. This stage not only improved the output characteristics when the antenna was placed
on the tissue, but also significantly miniaturized it. In addition, the antenna was utilized to transmit
the Gaussian pulse into the multilayer tissue, consisting of the skin, fat, and muscle. The mentioned
steps were thoroughly conducted, to extract the amplitude and time factors of the signal reflections,
to generate the graphs, and to further derive the closed-form mathematical expressions for the effective
approximation of the thickness of the fat layer, using the deployed EM techniques.

In summary, the investigation has covered the development of the skin-matched high-dielectric
ceramic that was utilized for the hybrid design and modeling of the PDRH antenna for the proposed
body-centric application. The antenna filled with the high-dielectric composite exhibited promising
outputs and figures of merit at the low microwave frequencies; e.g., the improved penetration,
wide bandwidth, and higher resolution. Moreover, the equations obtained based on the hybrid
modeling, and the deployed reflection methods were further utilized to determine the body fat thickness.

Furthermore, it should be noted that the works in [23,35] paved the way for the benchmarking
of the deployed hybrid numerical and experimental EM modeling, through validating the obtained
results and further depicting the agreement between the simulations and measurements. It should also
be mentioned that the works in [23,35] resulted in the 3D-printed antenna devices that are very different
from the antenna proposed in this work. This research has also resulted in the realization of a novel
skin-matched composite, which was used in the hybrid design, to show its great potential to be used
in biomedical applications. Those works were also based on the low-dielectric materials, along with
different structures and EM properties, as opposed to this high-performance system. This antenna was
not fabricated, to validate the feasibility of the hybrid framework. This was also due to the need for
access to the laser cutting machine, which will be the subject of the next stage. Lastly, the core of this
work was extracted from the Ph.D. thesis available in [36].
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