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Abstract: Development of specific medical devices (MDs) is required to meet the healthcare needs
of children and young people (CYP). In this context, MD development should address changes in
growth and psychosocial maturation, physiology, and pathophysiology, and avoid inappropriate
repurposing of adult technologies. Underpinning the development of MD for CYP is the need to
ensure MD safety and effectiveness through pediatric MD-specific regulations. Contrary to current
perceptions of limited market potential, the global pediatric healthcare market is expected to generate
around USD 15,984 million by 2025. There are 1.8 billion young people in the world today; 40% of
the global population is under 24, creating significant future healthcare market opportunities. This
review highlights a number of technology areas that have led to successful pediatric MD, including
3D printing, advanced materials, drug delivery, and diagnostic imaging. To ensure the targeted
development of MD for CYP, collaboration across multiple professional disciplines is required,
facilitated by a platform to foster collaboration and drive innovation. The European Pediatric
Translational Research Infrastructure (EPTRI) will be established as the European platform to support
collaboration, including the life sciences industrial sector, to identify unmet needs in child health and
support the development, adoption, and commercialization of pediatric MDs.

Copyright: © 2021 by the authors.
Licensee MDPI, Basel, Switzerland.
This article is an open access article

Keywords: medical devices; pediatrics; 3D printing; diagnostic imaging; delivery device;
patient involvement

distributed under the terms and
conditions of the Creative Commons
Attribution (CC BY) license (https://
creativecommons.org/licenses/by/
4.0/).

Pharmaceutics 2021, 13, 2178. https://doi.org/10.3390/pharmaceutics13122178

https://www.mdpi.com/journal/pharmaceutics

Pharmaceutics 2021, 13, 2178

2 of 17

1. Introduction
In the last decade, there has been an exponential rise in the development of medical
devices with a concomitant rise in the number of companies working in the life sciences
sector. The MD market is projected to grow from an estimated USD 455 billion in 2021
to USD 658 billion in 2028 [1]. The Medical Devices Regulation 2017/745 [2] has been
developed to regulate and appropriately characterize medical devices as “any instrument,
apparatus, appliance, software, implant, reagent, material or other article intended by the
manufacturer to be used, alone or in combination, for human beings for one or more of the
following specific medical purposes:

•
•
•
•
•

diagnosis, prevention, monitoring, prediction, prognosis, treatment or alleviation
of disease,
diagnosis, monitoring, treatment, alleviation of, or compensation for, an injury
or disability,
investigation, replacement or modification of the anatomy or of a physiological or
pathological process or state,
providing information by means of in-vitro examination of specimens derived from
the human body, including organ, blood and tissue donations,
and which does not achieve its principal intended action by pharmacological, immunological or metabolic means, in or on the human body, but which may be assisted
in its function by such means.

Despite the rapidly increasing growth predicted in the medical device market, this
sector has been dominated by the development of devices for adult healthcare with paucity
in the development of medical devices for pediatric healthcare [3,4]. Legislative and
regulatory changes have been made to incentivize pediatric device development, yet the
number of novel devices approved for use in pediatric population over the past decade
has been relatively stagnant [4]. The commercial life sciences sector may simply perceive
that the pediatric medical device market as complex and relatively small, with limited
commercial opportunity. Thus, MD development for children gravitates towards the
repurposing of adult’s applications, on the basis of the incorrect assumption that devices
can simply be made smaller in line with a child’s size, with little consideration for changes
in anatomy and physiology through growth and development. In the same way that the
pharmaceutical industry adopted this now outdated and incorrect concept many years
ago during drug development, the medical device market is in danger of repeating these
mistakes by developing medical devices for children that are inappropriate or, worse still
unsafe, leading to side effects and complications.
Children represent the future, and ensuring their physical, socio-emotional, language,
and cognitive development is integral to health technology development. The development
of a child from term or preterm neonate to a fully mature individual relies on complex physiological, anatomical, developmental, and social changes. Understanding the inter- and
intra-population differences within the pediatric subpopulations is necessary to address
the existing challenges and break down some of the long-recognized barriers [5]. There
is thus a clear need for research infrastructure and networks with the depth of expertise
to support pediatric device development through collaboration across the life sciences
sector. This review discusses the challenges and complexities in the development of MD
in CYP, highlighting the need to extend current MD regulations to guarantee the safety
and effectiveness of MD used in children and the value of patient and public involvement
in MD device development. Potential market opportunities in this sector are discussed
in this review with examples of successful MD that have been developed specifically for
the pediatric population, highlighted by the diverse range of technology development
in areas including 3D-printing, material science, pediatric drug delivery, and diagnostic
imaging, albeit that pediatric technology development extends to a greater range of technology domains. Furthermore, the development of networking opportunities to support
pediatric MD device development, particularly across Europe, has the potential to foster
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As children mature, there is a shift from parental dependence to independence during
adolescent years, by which children move from being dependent on parental nurturing and
support, to becoming young people gaining autonomy and with the ability and cognition
to engage directly with medical devices without the need for parental direction. CYP with
long-term conditions are surviving longer and often well into adulthood with the need
to gain independent control of their condition and health, yet in Europe, less than 25%
of countries allow adolescents access to health services on the basis of maturity without
parental consent. Depression and anxiety disorders are among the top five causes of the
disease burden, and suicide is one of the leading causes of death among adolescents, indicating that young people need access to alternative technologies to support their mental
as well as physical health and wellbeing [11,12]. Thus, medical device developers need
to overcome the challenge of developing devices that may initially be used by parents
with their children, but in-turn meet the independent needs of adolescents with the same
medical condition.
In general, there has been a significant shift in attitude to the delivery of healthcare, with a move away from a hospital-centric approach towards community or home
settings with the support and integration of medical devices and a greater emphasis on
self-management. This will inevitably improve the quality of life for children with longterm conditions, leaving them with more time for education and social integration, whilst
reducing the number of workdays missed by parents. Improving health of CYP and the
delivery of their healthcare leads to an improvement in educational attainment. In contrast,
where poor school attendance and poor achievement are present, the risk of ill-health is
4.5 times higher in adulthood with 31% of school pupils aged 11–15 years reporting that
their long-term condition or disability negatively impacted on their ability to participate in
education [13,14]. Thus, the situational context of healthcare delivery for children, young
people, and their families must be factored into the development of novel MDs to minimize
disruption to their lives and limit the number of hospital attendances.
3. Addressing the Market Need for Pediatric Medical Devices
The need for new and innovative approaches for the development of medical devices
to support CYP with acute and long-term health conditions is matched by a compelling
argument to support novel technologies for prevention in childhood to ensure that our
population of CYP remains healthy well into adult life. Major adult health conditions such
as heart disease, stroke, hypertension, obesity, and chronic liver disease have their origins
in childhood [15–17], yet health expenditure is typically focused on the treatment rather
than prevention of these problems. This needs to be matched with funding calls focusing
specifically on the development of medical devices for children to ensure targeted medical
device development. To boost pediatric medical device development, pediatric child health
technology networks, established to support multi-professional stakeholder collaborations
involving children and their families [18,19], will accelerate the development and spread
of new medical devices for pediatrics, providing a scalable offering to the commercial sector [18]. Aligned with this is the need to dispel outdated opinions that the pediatric devices
market is small compared to the adult healthcare market. The global pediatric healthcare
market was valued at approximately USD 11,881 million in 2018 and is expected to generate
around USD 15,984 million by 2025 [20]. Europe was second to the United States in the
global pediatric healthcare market in 2018, due to the increasing demand for treatments in
long-term conditions and increasing healthcare infrastructure [20]. The United Kingdom is
estimated to be growing rapidly over the same forecast timeframe. Germany dominated
the European market with a major revenue share in 2018, due to the increasing adoption
of advanced medical treatments [20]. Given the rapidly expanding pediatric healthcare
market, as well as the advances in digital healthcare and data-analytics, this provides
an opportunity to collect large volumes of meaningful national and international data to
provide clarity about childhood growth, development, and disease in environments that
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will exceed traditional healthcare boundaries as the opportunities for self-management
and technology-driven home-based therapies increases.
As the medical device market for pediatrics grows, industry, academics, and clinicians will be faced with the formidable challenge of how to impact upon the hard to
reach and vulnerable populations. Addressing social determinants of child health and
child health inequalities in large populations will be blighted by socioeconomic factors
that limit technology reach. The application of novel technologies to implement change
where needed most will require collaborative working between health, the life sciences
industry, social care, education, and policymakers. Different processes, terminology, and
cultures alongside sometimes contradictory goals and timescales can each make these
collaborations a challenging venture [21,22]. Despite this, collaborative research within a
triad of industrial–academic–clinical collaboration enables a fusion of diverse perspectives
and expertise, often unlocking the ability to solve complex social-economic or technical
problems. Driven by the emergence of combination technologies to support the development of medical devices, expertise drawn from across a range of disciplines is required [23],
with universities and industry partners unlocking a range of expertise across multiple disciplines and clinicians bringing expertise relating to real-world context and integration, but
importantly providing access to end-users, as either consumers or providers of healthcare.
4. Addressing the Regulatory Needs for Pediatric MDs
Since the early 1990s, the European Community has harmonized national regulatory
frameworks to provide regulatory guidance for the classification of MD that are placed on
the markets of the European Economic Area (EEA). Currently, MD designed for children
must fulfil the same regulatory framework as MD for adults to enter the commercial
market. Different directives and regulations have been issued to regulate MD [24], active
implantable MD [25], and in vitro diagnostic MD [26]. In 2017, following the convergence
of national regulatory frameworks on MD, the Regulation (EU) 2017/745 was published [2].
The regulation states specific provisions need to be in place to protect vulnerable patients,
including CYP, which is fulfilled by the need to conduct clinical trials in these populations.
Any clinical trial involving CYP must be able to initially demonstrate a potential benefit
from their participation and must include their informed consent according to their age
and maturity. However, unlike the FDA that has released guidance specifically for the
development of pediatric MD assessment [27], no specific European guidance exists to
manage research on MD in children or other vulnerable populations. Guidelines on clinical
investigation and clinical evaluation (MEDDEV (MEDical DEVices) guideline 2.7/1 rev. 4,
MDCG (Medical Device Coordination Group) guidelines from 2020-5 to 2020-13) [28,29]
merely emphasize the need for establishing protocols able to assess the clinical evidence
on the device efficacy and safety on the basis of the peculiarities of target population
groups (e.g., pediatric populations). Similarly, few ISO standards are available for the
development of MD in children [30]. In this context, it is noteworthy that article 106 of
Regulation (EU) 2017/745 allows the European Commission, in consultation with the
MDCG, to address these existing gaps by designating expert panels and laboratories on the
basis of their up-to-date clinical, scientific, or technical expertise in the field to contribute
to the development of appropriate guidance and common specifications on specific topics
(e.g., clinical investigations, performance studies, biocompatibility) for specific devices in
specific populations.
The following paragraphs describe some of the areas in which medical devices have
been developed to meet the needs of CYP.
5. 3D Printing for Pediatric MD
3D printing (3DP) is a process of making three-dimensional solid objects from a digital
file, by which a wide range of materials can be laid down in successive layers to form a threedimensional object, a process referred to as additive manufacturing. Thus, 3DP provides
opportunities to produce custom-made and bespoke medical products and equipment.

5. 3D Printing for Pediatric MD
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6. New Materials for Pediatric Medical Devices
as well as the creation of assistive devices for those with restricted movement [10,38–40].

Novel approaches have been recently adopted to develop materials specifically for
pediatric healthcare. Underpinning the development of new materials for CYP is the need
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intracutaneous reactivity, systemic toxicity (acute), sub-chronic toxicity (sub-acute), genotoxicity, implantation (to mitigate the risk of local intolerance), and hemocompatibility [42].
For nanoparticulate components, it is critical to test interactions with biological substances
at the nanoscale, where contact areas are highly expanded. Even if a particular material is
known to be highly biocompatible at the macroscale, if used in a nanostructure, it should
be re-tested [43]. The components of medical devices can be natural, nature-based semisynthetic, or completely synthetic substances. After placement, MDs potentially come into
contact with biological media, cells, and tissues, and may interact with them in different
ways. It is of particular importance that this contact does not result in adverse reactions or
toxicity. Before any MD is approved, its biological compatibility should be appropriately
assessed, depending on its intended use including any potential for foreseeable misuse.
The issue of “misuse” is particularly important in CYP, where age-related risks will change
during growth and development. For example, a recent study reported that 33% of total
pediatric MD adverse events involved ophthalmic devices, and more than 20% involved
contact lenses. Greater than 40% of cases were due to non-compliant behaviors, such as
wearing soft contact lenses while in shower or sleeping [44].
Although many differences apply between MDs for adult and pediatric use, no special
requirements are mentioned in the European MDR (Medical Device Regulations) [2] or
in relevant ISO standards, regarding safety/biocompatibility assessment of pediatric MD.
Special mention of children or minors only relates to the presence of CMR (carcinogenic,
mutagenic, or toxic to reproduction) and/or endocrine-disrupting substances in MD relating to specific treatments or device labelling [2]. Similarly, the FDA makes no distinction in
assessing biocompatibility safety and effectiveness of MD in pediatric populations and uses
the same regulatory bases and processes used to assess adult devices, but does consider MD
risk assessment in relation to the age and physiological maturity of patients, the nature of
the pathology, the planned duration of MD use, and exposure and the impact of the MD on
growth and development [27]. In the future, regulations relating to the development of new
materials in CYP need to consider their longer duration of use, the risks in the context of
physiological and psychosocial maturity, and the potential differences in biocompatibility
in the in-vivo environment that changes and evolves with growth and development. Many
devices need to be replaced or updated as pediatric patients grow, requiring additional or
different procedures to test their biocompatibility and safety, with regards to their intended
duration of use, their components, and dimensions.
An example of these potential challenges is in patients with cardiac anomalies that
may require use of a wide range of cardiovascular devices including synthetic heart valves,
which are implanted during infancy or early childhood. As the cardiovascular anatomy is
substantially modified from early infancy to adolescence, the diameters of cardiac valves
increase by three times, requiring a change in valve to meet the needs of the developing
patient [45]. Another application to using novel materials in CYP is microneedle (MN)
technology, which provides a new opportunity for drug delivery across the skin through
considerable advances in the key materials from which medical devices are manufactured,
including ceramics, glasses, polymers, metals, sugars, and proteins [46]. Patch devices
containing many needles less than 1 mm in length can be applied to the skin without
causing bleeding or pain. Hydrogel-forming and dissolving patches can be used for
drug delivery and vaccination, having potential for easy administration by children or
caregivers [47].
7. Delivery Devices for the Administration of Pediatric Formulations
The delivery and acceptability of medicines in CYP, particularly in younger ages, is
potentially challenging, with MDs now being used to improve or modify drug delivery to
ensure adherence, accurate dosing, and effective delivery of pediatric formulations. Oral
administration is the route preferred by adolescents and children that can ingest solid
formulations such as tablets or capsules [48]. Children as young as 2 years old could
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such as growth hormone and insulin [52]. The Easypod device, which administers growth
hormone, has extended its functionality and capabilities to incorporate functions that
support training and minimize pain including augmented reality training functionality
(Figure 3); electronic needle-depth adjustment; and the measurement of data relating to
dose administration that can be uploaded and used as part of a digital ecosystem accessible
to patients, caregivers, and healthcare professionals to improve medicine adherence [54].
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pressure through microjets that can penetrate the skin [58]. In the last decade, insulin
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pump could result in the development of a rudimentary external pancreas with the ability
to link real-time glucose monitoring to an insulin pump to deliver the precise amount of
insulin [60].
Therapy via inhalation is regarded as the best route of drug administration for the
treatment of acute and chronic airway diseases in children. Pulmonary anatomy and
physiology changes with age in children, with alterations in airway dimension and number [61]. Cognitive development also plays an important role in the ability to use an inhaler,
and younger children are often unable to adopt an effective inhalation technique [62].
In hospital, and less frequently community/home settings, nebulizers are still widely
used for inhaled therapies used, but the success of therapy in children below the age of
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4 years depends on the fit and how long the facemask must be worn [63]. Younger children
become upset during the long treatment times, and the treatment therefore becomes less
effective. Furthermore, nebulizers, require power, need greater maintenance, and tend to
be expensive and are unwieldy to be used routinely and transported. In response to the
drawbacks, smaller and more portable devices (e.g., AeroNeb® Go, MicroAirTM, I-Neb®
AAD® AKITA® JET) or those with shortened application time (e.g., eFlow® rapid) have
been developed to overcome these challenges [52,64]. Pressurized metered dose inhalers
(pMDIs) and dry powder inhalers (PIs) are used as mainstay devices for the delivery of
asthma drugs. To improve children’s compliance and to facilitate the use pMDIs, especially
in children below the age of 4 years who have difficulties in mouth inhalation, pediatric
facemask, spacers, or valve holding chambers are added on to pDMIs, examples of which
include Babyhaler, Pari Vortex, Watchhaler, and Funhaler [65–68]. To measure compliance
in patients, digital dose inhalers detect inhaler use and transmit data. These inhalers
contain sensors that record when the medication is being administered. They are Bluetoothenabled and can therefore be paired wirelessly with a tablet, smartphone, or computer, in
order to enable automatic transfer of data from the digital dose inhaler [69].
Given the complexity of drug delivery with associated challenges in pharmacokinetics
and pharmacodynamics in neonates through to adolescents, future approaches to the development of medical devices to support medicines administration in CYP need to be adaptive
to age and ability, support adherence to therapy, and consider route of administration.
8. Diagnostic Imaging Devices for CYP
The field of diagnostic imaging in children has grown significantly in recent years [70].
Despite this, most of the imaging equipment has been traditionally developed and manufactured without specific indications for pediatric use. This is particularly important in
relation to the use of ionizing radiation as younger patients are at greater risk of complications secondary to radiation exposure [71,72]. Modern dual energy techniques have
reduced exposure but still have a quantifiable risk of cancer induction when use is frequent
in the pediatric population [73]. In an attempt to address this issue, the FDA guidance
for industry relating to premarket notifications for X-ray imaging devices encourages the
inclusion of pediatric indications and provides recommendations for labeling and instruction for use [74]. The recent “Image Gently Campaign” promotes commitment safe and
effective imaging in pediatrics [75], advocating the use of equipment design tailored to the
unique needs of pediatric imaging. Currently, teams across Europe are working to develop
MRI techniques that combine specific sequences to shorten scanning time and develop
imaging techniques that use diagnostic MR and ultrasound scanning rather than CT to
reduce radiation dose. Artificial intelligence has the potential to revolutionize pediatric
care. Boston Children’s Hospital helped to develop and is using a decision support platform to improve the accuracy of pediatric brain scans [76]. The deep-learning tool has
the ability to review thousands of images and to provide an accurate diagnosis in relation
to changing brain anatomy [77]. Rapidly advancing ultrasound scan techniques are set
to overcome the challenging issue of long scanning times, radiation exposure, and the
need for anesthetic or sedation for younger children. Advanced ultrasound techniques
constitute a suite of new technologies that employ intravascular microbubble agents to
highlight perfusion abnormalities associated with various pathologies, including organ
injury and residual tumors, which would otherwise be challenging to identify with conventional ultrasound. Other new ultrasound scan techniques include ultrafast Doppler to
deliver high spatiotemporal resolution of flow, three- and four-dimensional technique to
generate accurate spatiotemporal representation of anatomy, and high-frequency imaging
to delineate anatomic structures at a resolution down to 30 µm [78]. More recently, there
has been a focus on using technology to prepare children for diagnostic imaging such as
MRI and CT scanning using augmented and virtual reality to familiarize children with the
clinical setting and the investigative process [79,80]. Fundamental to the use of medical
devices and technology to prepare children for imaging techniques is the involvement
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of CYP to ensure the approach is developmentally appropriate and acceptable for the
intended age group.
9. Patient and Public Involvement in Medical Devices’ Research
Since the United Nations Convention on the Rights of the Child of 1989 [77], it is
widely accepted that children have a right to express their views and to be heard in all
matters that affect their lives. Article 18 of the UN Convention recognizes that children
have valid insights into their well-being, valid solutions to their problems, and a valid
role in implementing those solutions. Over the last decade, a Europe-wide trend toward
patient-focused and patient-led research has emerged [81]. Globally, groups of healthy children and communities of pediatric patients have been established to contribute to research,
on the basis of the recognition that they are “experts in their own lives” [82], as well as
the fact that they provide valuable insights into service experience, research participation,
and their own health and care needs [83]. Promoting the participation of young people in
their healthcare produces positive outcomes, including a reduction in vulnerability and
anxiety, respect, confidence, and cooperation; thus, active participation in research development and delivery should in turn engender the same results (every child has a right to be
heard, UNICEF [84]). In relation to MD development for children, structured groups have
emerged, including Young Persons Advisory Groups (YPAGs) [18], including the YPAG of
the National Institute for Health Research (NIHR) Children and Young People Medtech Cooperative [85]. These groups have evolved on the premise that without the involvement of
CYP in the development of MD in the past, products have failed to gain market traction as
they are not acceptable to end-users. CYP involvement can make the design of technology
better, reflect their priorities [86], and ultimately improve project success [87,88]. CYP can
play an active role in MD development, from the early stage of identifying and validating
unmet needs, through to proof of concept work, prototype development, formative usability evaluation, and clinical evaluation, which ultimately improves the future acceptability
of medical devices. Identifying unmet needs can differ between service users and service
providers: service providers will focus on the challenges faced in the delivery of healthcare,
whilst service users will often focus on challenges in self-management and ways in which
they can overcome personal issues relating to their health condition (working groups in the
Technology Innovation Transforming Child Health (TITCH) Network, [89]). Co-creation
and co-design have become established ways of integrating user-needs and views into medical device development that often include CYp. Co-creation is the joint creation of value
by the organization and the end-user, allowing the end-user to co-construct the service
experience to suit their context; co-design (collaborative/participative design) is the act of
creating with stakeholders specifically within the design development process to ensure
that the results meet their needs and are usable [90]. There are a number of frameworks developed for co-design, but one of the most well-known is the Double Diamond developed
by the Design Council in 2005 [91]. The Double Diamond framework consists of two diamonds representing a process of exploring an issue or unmet need more widely or deeply
(divergent thinking) and then taking focused action (convergent thinking). The diamond
is split into four phases: discover—understanding the problem; define—determining
the area of focus; develop—co-designing with a group of people to consider different
solutions; deliver—testing solutions, rejecting those that do not work, and improving
those that work (see https://www.designcouncil.org.uk/news-opinion/what-frameworkinnovation-design-councils-evolved-double-diamond (accessed on 30 July 2021)).
Patients of different age bands may view and adopt technology differently and not
all accept technology as a potentially viable solution to unmet needs. Adolescents may
reject technology that has been designed for younger children or adults due to a perceived
lack of suitability, highlighting the need for evidence on “real-world” effectiveness to
improve device use and adherence [92]. CYP may also express anxieties about the use
of medical devices that are fundamental to the development of technology and clinical
evaluation [93–96]. Recent systematic reviews highlight privacy and security issues associ-
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ated with the use of mobile health applications (apps) by CYP, and CYP wanting access
to safe, moderated forums to communicate with peers [91–99]. CYP also express concerns
about new devices, limiting their ability to form a trusting therapeutic relationship with
their clinical team, the permanence of information that they provide, lack of control over
how their data is shared, and lack of knowledge about how healthcare professionals may
respond to the information that CYP provide on digital platforms [93]. Subsequent consultation with CYP and parents, founded upon previous concerns about MD development,
has led to a series of recommendations for future technology development that can be
considered and integrated into the future development of pediatric MD [90]. Finding
the right balance between autonomy and protection is a challenge when considering that
children’s rights are situated within a larger set of parental rights and responsibilities that
also focus on their best interests.
Thus, the future development of technology and the research to support evaluation of
pediatric MD should always involve CYP in the identification of unmet needs, and their
inclusion in developing “workable” and “real-world” products and solutions that will
address their needs but that are also acceptable and usable across a broader age range.
10. Towards a European Infrastructure to Support Pediatric Medical
Device Development
In Europe, several legislative initiatives exist for pediatric medicines [100], but none
have been developed for pediatric MD. The promotion of MD development takes place at
a national level but has yet to conjoin at a European scale. In 2018, the German Federal
Ministry of Education and Research announced a funding program named “Small Patients,
big need—medical-technical solutions for a healthcare appropriate for children” as part
of the centrally recommended actions of their national strategic process of “innovations
in medical technology” embedded in the Federal Government’s High-Tech Strategy. In
Luebeck, the PedMedDev Hub was established to promote and improve MD for children
by linking people, resources, and infrastructure, enabling strategic initiatives to accelerate
safe, efficient, and cost-effective innovation. In 2014, a UK initiative was launched, called
TITCH (Technology Innovation Transforming Child Health) [89], as a national collaborative
network established to support the development and adoption of child health technology.
This was followed by the development of the National Institute for Health Research (NIHR)
Children and Young People MedTech Cooperative promoting the development of health
technology for CYP across seven clinical theme areas.
The aspiration is to link up key centers and stakeholders across Europe to focus
on unmet needs and harness the collaborative expertise to develop MD that will benefit
European healthcare systems and that have strong commercial viability. According to
this need, a new infrastructure, The European Pediatric Translational Research Infrastructure (EPTRI) [101], has been developed to support the pediatric research community,
offering services, competences, and expertise in the fields of pediatric medicine discovery,
pediatric biomarkers and biosamples, developmental pharmacology, pediatric medicine
formulations, and MD.
By creating a network of more than 330 research units from 259 institutions distributed
across 29 countries, EPTRI has identified two new and emerging areas of pediatric research
that require focus from the scientific community, one of which is MD. In 2018–2019, EPTRI
identified significant expertise in MD in Europe through a survey launched between
April 2018 and November 2019. The survey identified a highly specialized group of
27 experts from 24 institutions of 12 different countries, mainly from the United Kingdom,
Italy, and Germany. The EPTRI aim is to establish a pediatric MD network to support
research and development of MD for CYP through multi-professional collaborations of
European experts that benefits a large population of CYp. Areas of focus include the design
and development of MD, MD validation, and end-user usability assessment, supported by
tailored training for different stakeholders. The network will fundamentally be driven by a
patient-centric approach to develop tailored MD for CYP.
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11. Conclusions
There is a clear need for the life sciences industry and public sector organizations
to support advances in pediatric healthcare by specifically focusing on MD developed to
meet the physical, psychosocial, and functional needs of CYp. The size and diversity of the
pediatric healthcare market provides the commercial life sciences sector with significant opportunities to focus development of pediatric specific MD. Whilst by no means exhaustive,
this article demonstrates areas in which there has already been successful development
of MD for CYP through targeted development. Regulatory and funding bodies need to
keep pace with this rapidly expanding field, ensuring a patient-centric approach that
safeguards younger patients. EPTRI aims to support a pan-European MD network capable
of identifying unmet needs, supporting development of tailored MD and their adoption
through collaboration, sharing of services, and facilitating education and training to direct
the safe and effective development and commercialization of pediatric MD.
Author Contributions: All the authors contributed actively to the provision of contents and writing
the manuscript. P.D., N.D. and A.L. worked critically also to restructure and review the contents. All
authors have read and agreed to the published version of the manuscript.
Funding: This work is partially funded by the National Institute for Health Research (NIHR)
MedTech and In-vitro Diagnostic Cooperative Programme (NIHR Children and Young People
MedTech Cooperative). The views expressed are those of the author and not necessarily those of the
NIHR or the Department of Health and Social Care.
Institutional Review Board Statement: Not applicable.
Informed Consent Statement: Not applicable.
Acknowledgments: We acknowledge the European Pediatric Translational Research Infrastructure
(EPTRI project) funded by the European Union’s Horizon 2020 program under grant agreement
no. 777554.
Conflicts of Interest: The authors declare no conflict of interest.

References
1.

2.

3.
4.
5.
6.
7.
8.

9.
10.

Medical Device Market Size, Share &COVID-19 Impact Analysis, By Type (Orthopedic, Devices, Cardiovascular Devices,
Diagnostic Imaging, In-Vitro Diagnostics, Minimally Invasive Surgery, Wound Management, Diabetes Care, Ophthalmic Devices,
Dental Devices, Nephrology, General Surgery, and Others); By End User (Hospital & ASC’s, Clinical and Others), and Regional
Forecast 2021–2028; Fortune Business Insights. Available online: https://www.fortunebusinessinsights.com/industry-reports/
medical-devices-market-100085 (accessed on 30 July 2021).
European Parliament and Council. Regulation (EU) 2017/745 of 5 April 2017 on Medical Devices, Amending Directive
2001/83/EC, Regulation (EC) No 178/2002 and Regulation (EC) No 1223/2009 and Repealing Council Directives 90/385/EEC
and 93/42/EEC. 2017. Available online: https://eur-lex.europa.eu/legal-content/EN/TXT/PDF/?uri=CELEX:32017R0745
(accessed on 30 July 2021).
Takahashi, S.; Iwasaki, K.; Shirato, H.; Ho, M.; Umezu, M. Comparison of supportive regulatory measures for pediatric medical
device development in Japan and the United States. J. Artif. Organs. 2021, 24, 90–101. [CrossRef]
Humes, H.D.; Westover, A.J. Experience with Pediatric Medical Device Development. Front. Pediatr. 2020, 8, 79. [CrossRef]
Samuels-Reid, J.H.; Cope, J.U. Medical devices and the paediatric population—A head-to-toe approach. Expert Rev. Med. Devices
2019, 16, 647–652. [CrossRef] [PubMed]
Chamley, C.; Carson, P.; Randall, D.; Sandwell, W. Developmental Anatomy and Physiology of Children—A Practical Approach, 1st ed.;
Elsevier Churchill Livingstone: London, UK, 2005.
The Royal Children’s Hospital Melbourne. Acceptable Ranges for Physiological Variables. Available online: https://www.rch.
org.au/clinicalguide/guideline_index/Normal_Ranges_for_Physiological_Variables/ (accessed on 23 November 2021).
Willox, M.; Metherall, P.; Jeays-Ward, K.; McCarthy, A.D.; Barker, N.; Reed, H.; Elphick, H.E. Custom-made 3D printed masks for
children using non-invasive ventilation: A feasibility study of production method and testing of outcomes in adult volunteers. J.
Med. Eng. Technol. 2020, 44, 213–223. [CrossRef] [PubMed]
Vijayavenkataraman, S.; Fuh, J.Y.H.; Lu, W.F. 3D Printing and 3D Bioprinting in Paediatrics. Bioengineering 2017, 4, 63. [CrossRef]
[PubMed]
Aimar, A.; Palermo, A.; Innocenti, B. The Role of 3D Printing in Medical Applications: A State of the Art. J. Healthc. Eng. 2019,
2019, 5340616. [CrossRef]

Pharmaceutics 2021, 13, 2178

11.

12.

13.
14.
15.
16.
17.
18.
19.
20.

21.
22.
23.
24.
25.

26.
27.

28.
29.
30.

31.

32.

33.
34.
35.

14 of 17

European Union Agency for Fundamental Rights. UNICEF and Youth Policy Labs, Age Matters, Final Report. 2016. Available
online: https://www.unicef.org/bulgaria/sites/unicef.org.bulgaria/files/2018-09/Age_Matters_Summary_ENG.pdf (accessed
on 15 October 2021).
World Health Organisation, Regional Office for Europe. Fact Sheets on Sustainable Development Goals: Health Targets. 2018.
Available online: https://www.euro.who.int/__data/assets/pdf_file/0017/348011/Fact-sheet-SDG-Mental-health-UPDATE02-05-2018.pdf (accessed on 15 October 2021).
Vorhaus, J.; Duckworth, K.; Budge, D.; Feinstein, L. The Social and Personal Benefits of Learning: A Summary of Key Research Findings;
Centre for Research on the Wider Benefits of Learning, Institute of Education, University of London: London, UK, 2008.
Brooks, F.; Magnusson, J.; Klemera, E.; Chester, K.; Spencer, N. HBSC England National Report: World Health Organization
Collaborative Cross National Study; CRIPACC: Hatfield, UK, 2011.
Johnson, R.C.; Schoeni, R.F. Early-life origins of adult disease: National longitudinal population-based study of the United States.
Am. J. Public Health 2011, 101, 2317–2324. [CrossRef] [PubMed]
Hertzman, C. The Biological Embedding of Early Experience and Its Effects on Health in Adulthood. Ann. N. Y. Acad. Sci. 1999,
896, 85–95. [CrossRef]
Forrest, C.B.; Riley, A.W. Childhood origins of adult health: A basis for life-course health policy. Health Aff. 2004, 23, 155–164.
[CrossRef]
Dimitri, p. Child health technology: Shaping the future of paediatrics and child health and improving NHS productivity. Arch.
Dis. Child. 2019, 104, 184–188. [CrossRef]
Vermeulen, E.; Karsenberg, K.; van der Lee, J.H.; de Wildt, S.N. Involve Children and Parents in Clinical Studies. Clin. Transl. Sci.
2020, 13, 11–13. [CrossRef]
Paediatric Healthcare Market by Type (Chronic Illness and Acute Illness), by Indication (Asthma and Allergies, Metabolic
Disorders, Cardiac Disorders, Genetic Disorders, and Others), and by Treatment (Immunotherapy, Medications, Surgeries, and
Others): Global Industry Perspective, Comprehensive Analysis, and Forecast, 2018–2025; Zion Market Research. Available online:
https://www.zionmarketresearch.com/report/paediatric-healthcare-market (accessed on 30 July 2021).
Bruneel, J.; D’Este, P.; Salter, A. Investigating the factors that diminish the barriers to university—Industry collaboration. Res.
Policy 2010, 39, 858–868. [CrossRef]
Tartari, V.; Salter, A.; D’Este, p. Crossing the Rubicon: Exploring the factors that shape academics’ perceptions of the barriers to
working with industry. Camb. J. Econ. 2012, 36, 655–677. [CrossRef]
Dias, C.; Escoval, A. The open nature of innovation in the hospital sector: The role of external collaboration networks. Health
Policy Technol. 2012, 1, 181–186. [CrossRef]
European Council. Directive 93/42/EEC of 14 June 1993 concerning Medical Device. 1993. Available online: https://eur-lex.
europa.eu/legal-content/EN/TXT/?uri=celex:31993L0042 (accessed on 30 July 2021).
European Council. Directive 90/385/EEC of 20 June 1990 on the Approximation of the Laws of the Member States Relating to
Active Implantable Medical Devices. 1990. Available online: https://eur-lex.europa.eu/legal-content/EN/ALL/?uri=celex:
31990L0385 (accessed on 30 July 2021).
European Parliament and Council. Directive 98/79/EC of 27 October 1998 on In Vitro Diagnostic Medical Devices. 1998. Available
online: https://eur-lex.europa.eu/legal-content/EN/TXT/?uri=celex%3A31998L0079 (accessed on 30 July 2021).
FDA. Premarket Assessment of Paediatric Medical Devices. Guidance for Industry and Food and Drug Administration Staff.
2014. Available online: https://www.fda.gov/regulatory-information/search-fda-guidance-documents/premarket-assessmentpaediatric-medical-devices (accessed on 30 July 2021).
European Commission. Guidance MEDDEVs. 2020. Available online: https://ec.europa.eu/health/sites/health/files/md_
sector/docs/md_guidance_meddevs.pdf (accessed on 30 July 2021).
European Commission. MDCG Endorsed Documents. 2020. Available online: https://ec.europa.eu/health/md_sector/new_
regulations/guidance_en (accessed on 30 July 2021).
European Commission. Commission Implementing Decision (EU) 2020/437 of 24 March 2020 on the Harmonised Standards for
Medical Devices Drafted in Support of Council Directive 93/42/EEC. 2020. Available online: https://eur-lex.europa.eu/legalcontent/EN/TXT/PDF/?uri=CELEX:32020D0437&from=EN (accessed on 30 July 2021).
Redaelli, D.F.; Abbate, V.; Storm, F.A.; Ronca, A.; Sorrentino, A.; De Capitani, C.; Biffi, E.; Ambrosio, L.; Colombo, G.; Fraschini,
p. 3D printing orthopedic scoliosis braces: A test comparing FDM with thermoforming. Int. J. Adv. Manuf. Technol. 2020, 111,
1707–1720. [CrossRef]
Redaelli, D.F.; Biffi, E.; Colombo, G.; Fraschini, P.; Reni, G. Current and Future Manufacturing of Chest Orthoses, Considering the
Case of Osteogenesis Imperfecta. In Proceedings of the ASME 2018 38th International Design Engineering Technical Conferences
and Computers and Information in Engineering Conference, Quebec City, QC, Canada, 26–29 August 2018; Volume 1B.
Sukanya, V.S.; Panigrahy, N.; Rath, S.N. Recent approaches in clinical applications of 3D printing in neonates and paediatrics. Eur.
J. Pediatr. 2021, 180, 323–332.
Williams, L.; Fan, K.; Bentley, R. Titanium cranioplasty in children and adolescents. J. Cranio-Maxillofac. Surg. 2016, 44, 789–794.
[CrossRef] [PubMed]
Mazy, D.; Elbaum, R.; Beckers, G.; Matriche, C.; Vannieuwenhove, O. Orthopaedic support with 3D printing in children:
Marketing effect or solution of the future? Acta Orthop. Belg. 2020, 86, 378–382. [PubMed]

Pharmaceutics 2021, 13, 2178

36.
37.
38.
39.
40.
41.
42.

43.
44.
45.

46.
47.
48.

49.
50.
51.
52.

53.
54.
55.
56.
57.
58.
59.
60.
61.
62.
63.
64.
65.
66.

15 of 17

Banks, J. Adding Value in Additive Manufacturing: Researchers in the United Kingdom and Europe Look to 3D Printing for
Customization. IEEE Pulse 2013, 4, 22–26. [CrossRef] [PubMed]
Printing—Prosthetic Kids Hand Challenge. Available online: http://www.handchallenge.com/printing.html (accessed on
30 July 2021).
Norman, J.; Madurawe, R.D.; Moore, C.M.V.; Khan, M.A.; Khairuzzaman, A. A new chapter in pharmaceutical manufacturing:
3D-printed drug products. Adv. Drug Deliv. Rev. 2017, 108, 39–50. [CrossRef]
Xu, X.; Awad, A.; Robles-Martinez, P.; Gaisford, S.; Goyanes, A.; Basit, A.W. Vat photopolymerization 3D printing for advanced
drug delivery and medical device applications. J. Control. Release 2021, 329, 743–757. [CrossRef]
Degerli, Y.I.; Dogu, F.; Oksuz, C. Manufacturing an assistive device with 3D printing technology—A case report. Assist. Technol.
2020, 1–5. [CrossRef] [PubMed]
Williams, D.F. A model of biocompatibility and its evaluation. J. Biomed. Eng. 1989, 11, 185–191. [CrossRef]
Morrison, R.; Kashlan, K.N.; Flanangan, C.L.; Wright, J.K.; Green, G.E.; Hollister, S.; Weatherwax, K.J. Regulatory Considerations
in the Design and Manufacturing of Implantable 3D-Printed Medical Devices. Clin. Transl. Sci. 2015, 8, 594–600. [CrossRef]
[PubMed]
Michanetzis, G.P.A.K.; Missirlis, Y.F.; Antimisiaris, S.G. Haemocompatibility of Nanosized Drug Delivery Systems: Has It Been
Adequately Considered? J. Biomed. Nanotechnol. 2008, 4, 218–233. [CrossRef]
Wang, C.; Hefflin, B.; Cope, J.U.; Gross, T.P.; Ritchie, M.B.; Qi, Y.; Chu, J. Emergency Department Visits for Medical DeviceAssociated Adverse Events Among Children. Pediatrics 2010, 126, 247–259. [CrossRef]
Beekman, R.H., III; Duncan, B.W.; Hagler, D.J.; Jones, T.K.; Kugler, J.D.; Moore, J.W.; Jenkins, K.J. Workgroup on Paediatric Cardiac
Devices, Section on Cardiology and Cardiac Surgery, American Academy of Paediatrics. Pathways to approval of paediatric
cardiac devices in the United States: Challenges and solutions. Pediatrics 2009, 124, e155–e162. [CrossRef] [PubMed]
Grun, N.G.; Holweg, P.L.; Donohue, N.; Klestil, T.; Weinberg, A.M. Resorbable implants in paediatric fracture. Treat. Innov. Surg.
Sci. 2018, 3, 119–125.
Caffarel-Salvador, E.; Tuan-Mahmood, T.-M.; McElnay, J.C.; McCarthy, H.O.; Mooney, K.; Woolfson, A.; Donnelly, R.F. Potential of
hydrogel-forming and dissolving microneedles for use in paediatric populations. Int. J. Pharm. 2015, 489, 158–169. [CrossRef]
Committee for Medicinal Products for Human Use (CHMP). Reflection Paper: Formulations of Choice for the Paediatric
Population. Available online: https://www.ema.europa.eu/en/documents/scientific-guideline/reflection-paper-formulationschoice-paediatric-population_en.pdf (accessed on 30 July 2021).
Thomson, S.A.; Tuleu, C.; Wong, I.C.K.; Keady, S.; Pitt, K.G.; Sutcliffe, A. Minitablets: New Modality to Deliver Medicines to
Preschool-Aged Children. Pediatrics 2009, 123, e235–e238. [CrossRef]
OralfloTM. The Pill Swallowing Cup. Available online: https://oralflo.com/ (accessed on 30 July 2021).
XStraw by DS Technology. Available online: https://d-s.technology/xstraw/ (accessed on 30 July 2021).
Walsh, J.; Bickmann, D.; Breitkreutz, J.; Chariot-Goulet, M.; the European Paediatric Formulation Initiative (EuPFI). Delivery
devices for the administration of paediatric formulations: Overview of current practice, challenges and recent developments. Int.
J. Pharm. 2011, 415, 221–231. [CrossRef]
Medibottle. Available online: http://www.medibottle.com/home.html (accessed on 30 July 2021).
Easypod® Features. Available online: https://www.easypod.ca/en/index.html (accessed on 30 July 2021).
PharmaJet. Available online: https://pharmajet.com/ (accessed on 30 July 2021).
Freitag, F.G. Sumatriptan needle-free subcutaneous (Sumavel® DosePro™) approved for the acute treatment of migraine, with or
without aura, and cluster headaches. Expert Rev. Neurother. 2011, 11, 481–490. [CrossRef]
Kumar, R.B.; Rahman, Z.U. Needle free injection systems. IJPSR 2013, 4, 132–147.
Maahs, D.M.; Horton, L.A.; Chase, H.p. The Use of Insulin Pumps in Youth with Type 1 Diabetes. Diabetes Technol. Ther. 2010, 12
(Suppl. S1), 59–65. [CrossRef] [PubMed]
Fuchs, J.; Hovorka, R. Benefits and Challenges of Current Closed-Loop Technologies in Children and Young People with Type 1
Diabetes. Front. Pediatr. 2021, 9, 679484. [CrossRef]
Kwok, P.C.L.; Chan, H.-K. Delivery of inhalation drugs to children for asthma and other respiratory diseases. Adv. Drug Deliv.
Rev. 2014, 73, 83–88. [CrossRef]
Kamin, W.; Kreplin, A. Teaching the inhalation manoeuvre to asthmatic children by means of visual feedback. Pneumologie 2007,
61, 150–156. [CrossRef] [PubMed]
Smaldone, G.C.; Berg, E.; Nikander, K. Variation in paediatric aerosol delivery: Importance of facemask. J. Aerosol Med. 2005, 18,
354–363. [CrossRef]
PARI. eFlow Rapid Nebuliser System. Available online: https://www.pari.com/int/products/inhalation-devices-for-the-lungs/
eflow-rapid-nebuliser-system-3/ (accessed on 13 October 2021).
Kraemer, R. Babyhaler—A new paediatric aerosol device. J. Aerosol Med. 1995, 8, S19–S26. [CrossRef]
PARI. VORTEX Holding Chamber. Available online: https://www.pari.com/int/products/vortex-holding-chamber/ (accessed
on 30 July 2021).
Luessen, H.L. Pulmonary Drug Delivery: Achievements, Trends and Opportunities; OnDrugDelivery Ltd.: East Sussex, UK, 2007;
pp. 3–5.

Pharmaceutics 2021, 13, 2178

67.
68.
69.

70.

71.
72.

73.

74.
75.
76.
77.
78.

79.

80.

81.
82.
83.
84.
85.
86.
87.

88.
89.

90.

16 of 17

Watt, P.M.; Clements, B.; Devadason, S.G.; Chaney, G.M. Funhaler spacer: Improving adherence without compromising delivery.
Arch. Dis. Child. 2003, 88, 579–581. [CrossRef]
Blake, K.V. Improving adherence to asthma medications: Current knowledge and future perspectives. Curr. Opin. Pulm. Med.
2017, 23, 62–70. [CrossRef] [PubMed]
Smith-Bindman, R.; Kwan, M.L.; Marlow, E.; Theis, M.K.; Bolch, W.; Cheng, S.Y.; Bowles, E.J.A.; Duncan, J.R.; Greenlee, R.T.;
Kushi, L.H.; et al. Trends in Use of Medical Imaging in US Health Care Systems and in Ontario, Canada, 2000–2016. JAMA 2019,
322, 843–856. [CrossRef]
Miglioretti, D.L.; Johnson, E.; Williams, A.; Greenlee, R.T.; Weinmann, S.; Solberg, L.I.; Feigelson, H.S.; Roblin, D.; Flynn, M.J.;
Vanneman, N.; et al. The Use of Computed Tomography in Paediatrics and the Associated Radiation Exposure and Estimated
Cancer Risk. JAMA Paediatr. 2013, 167, 700–707. [CrossRef]
Shah, D.J.; Sachs, R.K.; Wilson, D. Radiation-induced cancer: A modern view. Br. J. Radiol. 2012, 85, e1166–e1173. [CrossRef]
[PubMed]
Law, M.; Ma, W.K.; Chan, E.; Mui, C.; Ma, V.; Ho, W.Y.; Yip, L.; Lam, W. Cumulative Effective Dose and Cancer Risk of
Paediatric Population in Repetitive Whole-Body Scan Using Dual-Energy X-ray Absorptiometry. J. Clin. Densitom. 2017, 22, 52–58.
[CrossRef]
FDA. Paediatric Information for X-ray Imaging Device Premarket Notifications. Guidance for Industry and Food and Drug
Administration Staff. 2017. Available online: https://www.fda.gov/regulatory-information/search-fda-guidance-documents/
pediatric-information-x-ray-imaging-device-premarket-notifications (accessed on 30 July 2021).
Strauss, J.K.; Frush, D.P.; Goske, M.J. Image Gently Campaign: Making a world of difference. Med. Phys. Int. 2015, 3, 94–108.
Zhang, M.; Young, G.S.; Chen, H.; Li, J.; Qin, L.; McFaline-Figueroa, J.R.; Reardon, D.A.; Cao, X.; Wu, X.; Xu, X. Deep-Learning
Detection of Cancer Metastases to the Brain on MRI. J. Magn. Reson. Imaging 2020, 52, 1227–1236. [CrossRef]
Mandavia, D. The Future of Paediatric Imaging. Clin. Serv. J. 2019. Available online: https://www.clinicalservicesjournal.com/
story/30547/the-future-of-paediatric-imaging (accessed on 15 October 2021).
Hwang, M.; Piskunowicz, M.; Darge, K. Advanced Ultrasound Techniques for Paediatric Imaging. Paediatric 2019, 143, e20182609.
[CrossRef]
Ashmore, J.; Di Pietro, J.; Williams, K.; Stokes, E.; Symons, A.; Smith, M.; Clegg, L.; McGrath, C. A Free Virtual Reality Experience
to Prepare Paediatric Patients for Magnetic Resonance Imaging: Cross-Sectional Questionnaire Study. JMIR Pediatr. Parent. 2019,
18, e11684. [CrossRef]
Bray, L.; Sharpe, A.; Gichuru, P.; Fortune, P.-M.; Blake, L.; Appleton, V. The Acceptability and Impact of the Xploro Digital
Therapeutic Platform to Inform and Prepare Children for Planned Procedures in a Hospital: Before and after Evaluation Study. J.
Med. Internet Res. 2020, 22, e17367. [CrossRef] [PubMed]
The United Nations Convention on the Rights of the Child. Available online: https://downloads.unicef.org.uk/wp-content/
uploads/2010/05/UNCRC_united_nations_convention_on_the_rights_of_the_child.pdf?_adal_sd=www.unicef.org.uk.162764
5039158&_adal_ca=so%3DGoogle%26me%3Dorganic%26ca%3D(not%2520set)%26co%3D(not%2520set)%26ke%3D(not%2520
set).1627645039158&_adal_cw=1627645038454.1627645039158&_adal_id=fa26031a-d1df-4f7d-ac75-0c4bc8716fca.1627645038.2
.1627645038.1627645038.334d2e4e-fe61-4c4c-9546-f6258ecabfe4.1627645039158&_ga=2.76008726.288082667.1627645037-494189
370.1627645037 (accessed on 30 July 2021).
Mayall, B. Children’s Rights and the Sociology of Childhood. In The Routledge International Handbook of Children’s Rights Studies,
1st ed.; Vandenhole, W., Desmet, E., Reynaert, D., Lembrechts, S., Eds.; Routledge: London, UK, 2015.
Winch, R.; McColgan, M.P.; Sparrow, E.; Modi, N.; Greenough, A. Public and patient involvement in child health research and
service improvements: A survey of hospital doctors. BMJ Paediatr. Open 2018, 2, e000206. [CrossRef]
UNICEF. Every Child’s Right to Be Heard. 2011. Available online: https://www.unicef.org/files/Every_Childs_Right_to_be_
Heard.pdf (accessed on 13 October 2021).
Lupo, M.; Intini, A.; Filannino, D. Informed participation and patient empowerment: A patient-centered approach to improve
paediatric clinical research. In The Management of Clinical Trials; IntechOpen: London, UK, 2018.
Fleming, J.; Boeck, T. Involving Children and Young People in Health and Social Care Research, 1st ed.; Fleming, J., Boeck, T., Eds.;
Routledge: London, UK, 2012.
Brady, L.M.; Graham, B. Social Research with Children and Young People. A Practical Guide, 1st ed.; Policy Press Shorts: Bristol,
UK, 2019.
Abrehart, N.; Frost, K.; Young Persons Advisory Group; Harris, R.; Wragg, A.; Stewart, D.; Sharif, H.; Matthews, R.; Marciani, L.
“A little [PPI] MAGIC can take you a long way”: Involving children and young people in research from inception of a novel
medical device to multi-centre clinical trial. Res. Involv. Engagem. 2021, 7, 2. [CrossRef]
Technology Innovation Transforming Child Health (TITCH) Network. Available online: https://www.titch.org.uk (accessed on
30 July 2021).
STRATOS_INNOVATION_GROUp. Co-Design: A Powerful Force for Creativity and Collaboration. 2016. Available online:
https://medium.com/@thestratosgroup/co-design-a-powerful-force-for-creativity-and-collaboration-bed1e0f13d46 (accessed
on 30 July 2021).
DESIGN_COUNCIL. The Design Process: What Is the Double Diamond? 2005. Available online: https://www.designcouncil.org.
uk/news-opinion/design-process-what-double-diamond (accessed on 30 July 2021).

Pharmaceutics 2021, 13, 2178

91.

17 of 17

Lang, A.R.; Martin, J.L.; Sharples, S.; Crowe, J.A. The effect of design on the usability and real world effectiveness of medical
devices: A case study with adolescent users. Appl. Ergon. 2013, 44, 799–810. [CrossRef]
92. Blower, S.; Swallow, V.; Maturana, C.; Stones, S.; Phillips, R.; Dimitri, P.; Marshman, Z.; Knapp, P.; Dean, A.; Higgins, S.; et al.
Children and young people’s concerns and needs relating to their use of health technology to self-manage long-term conditions:
A scoping review. Arch. Dis. Child. 2020, 105, 1093–1104. [CrossRef]
93. Donzelli, S.; Zaina, F.; Martinez, G.; Di Felice, F.; Negrini, A.; Negrini, S. Adolescents with idiopathic scoliosis and their parents
have a positive attitude towards the Thermobrace monitor: Results from a survey. Scoliosis Spinal Disord. 2017, 12, 12. [CrossRef]
94. Howard, S.; Lang, A.; Sharples, S.; Shaw, D. See I told you I was taking it!—Attitudes of adolescents with asthma towards a
device monitoring their inhaler use: Implications for future design. Appl. Ergon. 2017, 58, 224–237. [CrossRef]
95. Stewart, A.C.; Gannon, K.N.; Beresford, F.; Fleming, L. Adolescent and caregivers’ experiences of electronic adherence assessment
in paediatric problematic severe asthma. J. Child Health Care 2018, 22, 238–250. [CrossRef] [PubMed]
96. Majeed-Ariss, R.; Baildam, E.; Campbell, M.; Chieng, A.; Fallon, D.; Hall, A.; McDonagh, J.E.; Stones, S.R.; Thomson, W.; Swallow,
V. Apps and Adolescents: A Systematic Review of Adolescents’ Use of Mobile Phone and Tablet Apps That Support Personal
Management of Their Chronic or Long-Term Physical Conditions. J. Med. Internet Res. 2015, 17, e287. [CrossRef]
97. Aldiss, S.; Baggott, C.; Gibson, F.; Mobbs, S.; Taylor, R.M. A Critical Review of the Use of Technology to Provide Psychosocial
Support for Children and Young People with Long-Term Conditions. J. Pediatr. Nurs. 2015, 30, 87–101. [CrossRef]
98. Waite-Jones, J.; Swallow, V.; Smith, J.; Stones, S.R.; Majeed-Ariss, R.; Van Rooyen, V. Developing a mobile-app to aid young
people’s self-management of chronic rheumatic disease: A qualitative study. Rheumatology 2017, 56. [CrossRef]
99. Children and Young People MedTech Co-Operative. Available online: https://cypmedtech.nihr.ac.uk/ (accessed on 30 July 2021).
100. Bolislis, W.R.; Corriol-Rohou, S.; Hill-Venning, C.; Hoogland, H.; Joos, A.; King, D.; Kitcatt, V.; Le Visage, G.; Kühler, T.C. Orphan
Medicines for Pediatric Use: A Focus on the European Union. Clin. Ther. 2019, 41, 2630–2642. [CrossRef] [PubMed]
101. European Paediatric Translational Research Infrastructure. Available online: https://www.eptri.eu (accessed on 30 July 2021).

